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MRI  Assessment  of  the  Viscoelastic  Properties  of 
Normal  and  Abnormal  Breast  Tissue: 

Final  Report  to  the  US  Army 


INTRODUCTION 

Biological  tissue  stiffness  alteration  resulting  from  pathological  processes  has 
been  known  for  centuries.  Recent  studies  both  in-vitro1'2  and  in-vivo3,4  have  indicated 
that  quantitative  knowledge  of  tissue  elasticity  can  be  used  in  detecting  and 
differentiating  between  different  types  of  breast  cancer.  During  the  past  several  years,  a 
number  of  investigators34’5,6,7  have  been  attempting  to  use  elastography:  a  noninvasive 
imaging  technique  which  images  tissue  stiffness  as  a  means  for  breast  cancer 
diagnosis.  The  goal  of  this  research  project  is  to  lay  the  foundation  required  to  interpret 
breast  elastography  by  accurately  measuring  breast  tissue  elasticity  both  in-vivo  via  MRI 
elastography  and  in-vitro  using  a  computerized  electro-mechanical  measurement 
system.  In  addition  to  having  the  potential  of  aiding  in  improved  diagnosis  of  breast 
cancer,  the  results  of  this  investigation  can  be  used  in  predicting  tissue  deformation.  The 
latter  is  very  important  in  various  medical  applications  such  as  breast  image 
coregistration,  image  data  fusion  and  image  guided  surgery. 

For  in-vivo  breast  tissue  measurement,  we  developed  MR  elastography  (MRE) 
techniques  where  MRI  motion  detection  methods  are  applied  to  measure  tissue  strain 
while  the  surface  is  undergoing  external  gentle  forces  with  a  slowly  moving  plate.  By  an 
analysis  of  the  resulting  motions  and  through  the  use  of  a  constrained  inversion 
technique  *  ,  we  reconstruct  the  distribution  of  tissue  elastic  and  hyperelastic  properties 
in-vivo.  To  measure  the  elastic  properties  in-vitro,  in  addition  to  using  a  home  built 
electro-mechanical  system,  we  have  developed  an  MRI  measurement  technique  where 
a  tissue  specimen  is  encased  inside  a  block  of  agar-gelatin,  which  undergoes  an  MRE 
test.  In  this  technique,  the  elastic  modulus  of  the  specimen  is  calculated  using  the  same 
constrained  inversion  technique7.  Using  these  methods,  measurements  have  been 
performed  on  over  120  normal  and  abnormal  breast  tissue  specimens  with  determined 
pathologies.  Based  on  these  data,  the  feasibility  of  determining  the  type  of  breast  tissue 
abnormality  and  predicting  tissue  deformation  in-vivo  will  be  assessed. 


RESEARCH  TASKS 

This  research  project  is  a  three-year  project  with  a  number  of  goals  and  tasks.  In 
line  with  our  goals,  the  following  tasks  were  undertaken  throughout  the  past  three  years: 

Task  I  -  Precision  Table  Top  Elastic  Modulus  Measurement  Systems 

Development  of  computerized  electro-mechanical  systems  for  in-vitro  elastic 
modulus  measurement  of  breast  tissue  samples  was  undertaken  during  the  first  and 
second  years.  One  device  was  designed  to  measure  small  tissue  samples.  This  device 
was  suitable  for  small  homogeneous  normal  tissue  samples  obtained  from  breast 
reduction  procedures.  That  device  was  later  modified  to  make  it  useful  for  tumors  in 
breast  tissue  slices  obtained  from  lumpectomy  or  mastectomy  procedures. 

Task  II-  MR  Compatible  Phantom  loading  System 

Development  of  an  MR  compatible  instrument  for  loading  phantoms  was 
undertaken  during  the  first  year.  This  device  was  aimed  at  applying  periodic 
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compression  to  block  shape  phantoms.  While  applying  the  compression,  the  resulting 
distribution  of  strain  within  the  phantom  was  measured  using  MR!  phase  contrast 
technique. 

Task  111  -  MR  Compatible  breast  loading  System 

Development  of  an  MR  compatible  instrument  for  loading  breasts  or  breast  like 
phantoms  was  undertaken  during  the  second  year.  This  device  was  designed  to  apply 
periodic  compression  to  breast  like  phantoms  or  breasts  for  in-vivo  elastography. 

Task  IV-  MR  Compatible  Tissue  Sample  loading  System 

Development  of  an  MR  compatible  instrument  for  tissue  elastic  modulus 
measurement  was  undertaken  during  the  second  and  third  years.  This  device  was  aimed 
at  applying  periodic  compression  to  breast  tissue  samples  encased  in  calibrated 
gelatine-agarose  blocks.  While  applying  the  compression,  the  resulting  distribution  of 
strain  within  the  encased  sample  was  measured  using  MRI  phase  contrast  technique. 

Task  V-  Elastography  Inversion  Techniques 

Development  of  elastography  inversion  techniques  was  undertaken  during  the 
first  and  second  years  of  this  project.  Two  modulus  reconstruction  techniques  based  on 
continuum  mechanics  equations  were  developed  that  input  the  MRI  derived 
displacement  data  of  a  tissue  sample  or  breast  undergoing  quasi-static  loading,  and 
outputs  the  relative  elastic  moduli  of  different  tissue  components  within  the  sample  or 
breast.  These  techniques  were  studied  and  SNR  requirements  of  each  technique  were 
assessed. 

Task  VI  -  Finite  Element  Meshing  Techniques 

Development  of  Finite  Element  (FE)  meshing  techniques  was  undertaken  during 
the  first  year.  FE  meshing  is  the  first  and  most  tedious  task  in  building  FE  models  used 
in  elastography  and  tissue  deformation  simulation  models.  Two  meshing  algorithms 
were  developed  to  construct  FE  mesh  of  phantoms  or  breasts  using  MRI  images. 

Task  VII  -  Breast  Tissue  Deformation  Model 

An  important  application  of  this  research  is  predicting  breast  tissue  deformation. 
Beside  the  fact  that  this  model  is  used  in  our  modulus  reconstruction  algorithm,  it  can  be 
applied  in  many  other  medical  applications  such  as  breast  image  coregistration.  A  FE 
model  that  requires  the  biomechanical  properties  of  breast  tissues  to  predict  tissue 
deformation  was  developed  over  the  second  year.  This  model  is  required  as  a  forward 
model  component  of  modulus  reconstruction  technique  as  well  as  to  estimate  breast 
tissue  deformations  required  for  biomechanics  based  image  coregistration  techniques11. 

Task  VIII  —  Inversion  Technique  for  Tissue  slice  Modulus  Measurement 

Due  to  the  paramount  importance  of  tumor  margin  identification,  tumor  dissection 
is  generally  not  possible.  As  such,  a  modulus  measurement  technique  was  developed  to 
accommodate  this  limitation.  For  this  purpose,  in  parallel  to  modifying  the  table-top 
system,  an  iterative  inversion  technique  was  developed  over  the  third  year  to  determine 
the  elastic  modulus  of  tumors  in  breast  slices. 

Task  IX  -  Breast  Tissue  Hyperelastic  Parameters  Reconstruction  Model 

Given  their  softness,  normal  breast  tissues  deform  significantly.  Predicting  finite 
deformation  of  breast  tissues  is  key  to  many  medical  applications  such  as  image 
coregistration11  and  image  guided  surgery12.  The  FE  model  developed  for  this  purpose 
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requires  hyperelastic  properties  of  breast  tissues.  As  such,  a  nonlinear  optimization 
inversion  technique  was  developed  over  the  third  year  to  estimate  the  hyperelastic 
parameters  from  the  force-deformation  data  obtained  from  the  table-top  system. 


Task  X-  In-vitro  Breast  Tissue  Elastic  Modulus  Measurement 

Over  the  third  year  of  this  project,  more  than  120  samples  of  various  normal  and 
diseased  breast  tissues  have  been  tested  using  the  table-top  electro-mechanical  device 
to  provide  the  data  base  required  for  elastography  image  interpretation.  This  activity  is 
still  ongoing. 

KEY  RESEARCH  ACCOMPLISHMENTS 

1)  During  the  first  year,  we  designed,  configured,  constructed,  the  computerized 
electro-mechanical  table-top  system  to  measure  tissue  elastic  properties  in- 
vitro9,10.  Throughout  the  second  year,  this  system  has  been  tested,  modified  and 
integrated  to  provide  both  accurate  measurements  as  well  as  conditions  similar 
to  those  of  in-vivo.  This  system  is  shown  in  Figure  1  and  it  allows  for  table-top 
uniaxial  loading  experiments  under  a  broad  range  of  frequencies  and  amplitudes. 
This  system  consists  of  two  main  components:  a  linear  stepper  motor  actuator 
used  to  deform  the  tissue  sample  in  a  programmable  fashion  and  a  load  cell  for 
force  measurement.  The  applied  tissue  deformation  is  measured  based  on  the 
motion  delivered  by  the  actuator,  while  measuring  the  resulting  force  dynamically 
with  the  load  cell.  The  actuator  and  load  cell  are  wired  to  a  computer  that  gives 
instructions  to  the  actuator  and  receives  data  from  both  the  actuator  and  the  load 
cell  through  LabView  virtual  instrument  software.  To  provide  conditions  similar  to 
those  of  in-vivo,  tissue  samples  are  kept  moist  by  immersing  them  in  an  isotonic 
sodium  chloride  solution,  and  temperature  is  maintained  at  37°c  using  a 
temperature  control  device.  Based  on  the  geometry  and  boundary  conditions  of 
the  specimen,  inversion  models  have  been  developed  to  estimate  the  elastic 
modulus  of  the  tissue  from  the  measured  data.  The  measurement  technique 
using  unconstrained  block  shape  tissue  samples  is  described  in  Samani  et  a/.14. 

2)  Over  the  first  year,  we  designed,  configured  and  constructed  an  MR  compatible 
system  for  controlled  uniaxial  loading  of  block  shape  phantoms  in  elastography 
experiments.  As  described  in  Plewes  et  al.  200015,  this  system,  shown  in  Figure 
2,  is  driven  by  an  ultrasound  stepper  motor  under  computer  control  which  allows 
cyclic  compression  at  variable  frequencies  from  0.1  to  1.5  Hz  and  and  amplitudes 
from  0  to  5  mm.  In  conjunction  with  this  system,  an  MRI  pulse  sequence  using  a 
stimulated  echo  acquisition  method15  was  written  and  tested.  This  system  was 
used  to  verify  the  validity  of  our  developed  FE  models  for  tissue  deformation 
prediction.  This  research  which,  was  published  as  a  paper16,  concludes  that  FE 
simulations  of  heterogeneous  phantoms  can  accurately  predict  deformation  given 
knowledge  of  constitutive  properties  of  the  phantom’s  materials. 

3)  For  in-vivo  breast  tissue  modulus  reconstruction,  a  breast  compression  system 
shown  in  Figure  3  has  been  designed  and  constructed  over  the  second  year. 
This  system  consists  of  a  commercial  MRI  breast  coil  and  two  compression 
plates.  One  of  these  plates  is  stationary  and  the  other  is  driven  by  an  MR 
compatible  stepper  motor  to  compress  the  breast  cyclically.  This  system  was 
tested  on  a  breast  shaped  phantom  shown  in  Figure  4.  This  figure  shows  a 
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sagittal  MR  image  of  this  phantom  with  a  preliminary  coronal  strain  image  of  the 
phantom.  Although  encouraging,  the  strain  image  suggests  that  further 
improvement  to  the  compression  system  is  required  to  achieve  better  SNR. 

4)  For  MRI  elastic  modulus  measurement  of  ex-vivo  breast  tissues,  an  MR 
compatible  loading  device  was  designed  and  constructed  over  the  third  year.  As 
described  in  Samani  et  si.  20Q29,  a  specimen  encased  in  a  block  of  gelatine- 
agarose  is  placed  in  the  MR  compatible  loading  system.  While  under  cyclic 
compression,  displacement  data  of  a  plane  passing  through  the  tissue  specimen 
is  acquired.  Finally  this  data  is  used  to  obtain  the  elastic  modulus  of  the  tissue 
using  our  constrained  elastography  technique7.  This  method  was  validated  using 
an  adipose  tissue  specimen  obtained  from  a  61  year  old  patient.  The  results 
obtained  from  this  specimen  using  both  this  method  and  the  table-top  system 
method  are  reported  in  Samani  et  si.  20029  which  indicates  a  good  agreement. 

5)  During  the  first  year  of  this  project,  in  conjunction  with  the  MR  compatible  loading 
systems,  a  direct  inversion  algorithm  based  on  Navier  equations  was  developed 
for  tissue  modulus  reconstruction.  To  achieve  a  reasonable  reconstruction 
results,  however,  very  high  SNR  values  are  required  which  are  very  difficult  to 
obtain  in  practice.  The  results  of  this  research  are  published  in  Bishop  et  si. 
2000  .  As  an  alternative,  we  have  developed  an  iterative  constrained  modulus 
reconstruction  technique  with  moderate  SNR  requirement.  This  technique  has 
been  tested  on  a  multi-component  phantom  with  a  3-D  complex  geometry  and 
the  results  indicate  that  the  reconstruction  algorithm  is  reasonably  accurate  and 
robust.  Figure  5  depicts  the  phantom’s  geometry  and  the  modulus  reconstruction 
results  obtained  from  this  technique.  A  paper  outlining  the  mathematics  and 
results  of  this  technique  has  been  published  in  Samani  et  si.  20017.  This  paper 
suggests  that  very  moderate  SNR  values  are  required  for  reasonably  accurate 
modulus  reconstruction. 

6)  Two  FE  meshing  techniques  were  developed  over  the  first  year.  These 
techniques  input  segmented  MRI  images  of  the  breast  to  create  3D  patient 
specific  FE  mesh  taking  into  account  adipose,  fibrous,  tumor  and  skin  tissues. 
One  of  the  meshing  techniques  is  voxel  based  and  leads  to  abrupt  surfaces  and 
tissue  interfaces  while  the  other  is  based  on  mathematical  mapping  algorithms 
and  leads  to  smooth  surfaces  and  tissue  interfaces.  The  details  of  these  methods 
are  published  in  Samani  et  si.  2001 11 . 

7)  Breast  tissue  deformation  model  was  developed  over  the  second  year  using  the 
FE  method.  Tissue  deformation  modeling  is  a  very  important  for  this  research 
project  as  it  is  the  primary  component  of  our  constrained  elasticity  reconstruction 
technique.  As  such,  in  parallel  to  the  modulus  reconstruction  technique,  we  have 
developed  3-D  FE  model  that  uses  breast  MRI  images  and  tissue  mechanical 
properties  as  an  input  and  calculates  tissue  deformation  and  stress  distribution 
as  an  output.  This  model  is  capable  of  predicting  both  small  deformation  as  in  the 
case  of  breast  elastography  as  well  as  large  deformation  as  required  in  other 
applications  such  as  image  coregistration.  The  latter  requires  the  a  knowledge  of 
breast  tissue  hyperelastic  parameters.  The  details  of  this  model  and  its 
application  in  breast  image  coregistrationis  are  published  in  Samani  et  a/200111. 
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8)  Excising  breast  tissue  into  a  block-shape  specimen,  especially  with  small  tumors, 
is  often  not  possible  as  it  may  lead  to  insurmountable  difficulties  in  determining 
the  tumor’s  margin  by  pathologists.  As  such,  we  devised  a  novel  technique  over 
the  third  year  by  which  excising  the  tissue  is  unnecessary  and  tissue  slices 
coming  from  mastectomy  or  lumpectomy  would  remain  intact.  In  this  technique, 
the  area  of  interest  e.g.  tumor  is  similarly  indented  using  a  slightly  modified  table- 
top  system  shown  in  Figure  6.  The  resulting  force-deformation  is  used  to 
determine  the  elastic  modulus  of  the  indented  tissue  via  an  iterative  inversion 
technique.  This  inversion  technique  is  summarized  in  Figure  7,  As  indicated  in 
this  figure,  areas  of  various  tissues  are  determined  via  segmenting  a  digital  photo 
taken  prior  to  the  indentation  test.  The  segmented  image  is  then  processed  to 
obtain  a  slice  specific  FE  mesh  required  for  the  inversion  technique.  Figure  8 
depicts  a  breast  tissue  slice  obtained  from  a  lumpectomy  procedure  along  with  its 
corresponding  segmented  image  and  FE  mesh.  So  far  over  120  various  breast 
tissue  specimens  have  been  tested  and  the  average  Young’s  moduli  of  over  80 
specimens  are  reported  in  Table  1.  The  details  of  this  methodology  and 
measurement  results  will  be  submitted  as  a  paper18  in  the  near  future. 

9)  While  elastic  moduli  of  breast  tissues  can  be  used  in  FE  models  where  small 
tissue  deformation,  e.g.  elastography,  is  involved,  there  are  many  medical 
applications  where  breast  tissue  undergoes  large  deformation.  For  example 
continuum  mechanics  based  breast  image  coregistration11  and  image  guided 
surgery11  models  require  accurate  hyperelastic  parameters  in  order  to  be  used 
reliably  for  clinical  purposes.  As  such,  we  have  developed  a  nonlinear 
optimization  technique  over  the  third  year  to  estimate  the  hyperelastic 
parameters  of  breast  tissues.  The  experimental  set  up  for  this  measurement 
technique  is  the  same  as  the  one  used  for  the  elastic  modulus  measurement. 
However,  the  inversion  technique  used  to  infer  the  hyperelastic  parameters  from 
the  force-displacement  data  is  based  on  a  nonlinear  optimization  technique.  In 
this  technique  a  nonlinear  FE  model  is  used  that  calculates  the  required 
indentation  forces  given  the  appropriate  indentation  boundary  conditions.  Thus, 
the  nonlinear  optimization  inversion  technique  calculates  the  set  of  hyperelastic 
parameters  that  minimize  the  difference  between  the  measured  and  calculated 
indentation  forces.  This  technique  was  applied  to  estimate  the  hyperelastic 
parameters  of  an  adipose  tissue  obtained  from  a  patient  who  underwent  a  breast 
reduction.  A  small  block  of  the  tissue  was  excised  and  placed  in  the  table-top 
system.  A  cyclic  indentation  of  1-mm  amplitude  was  applied  and  corresponding 
force-displacement  data  was  recorded.  Assuming  a  second  order  polynomial 
strain  energy  potential  function,  5  hyperelastic  parameters  have  to  be  identified. 
The  results  obtained  from  this  technique  are  shown  in  Table  2  and  the 
corresponding  force-displacement  curve  is  shown  in  Figure  9  that  indicates  a 
good  agreement.  The  details  of  this  technique,  results  and  applications  will  be 
submitted  as  a  paper19. 

10)  Over  120  specimens  of  various  breast  tissues  both  normal  tissues  and  tumors 
have  been  tested  using  our  table-top  measurement  system  since  the  beginning 
of  the  third  year.  The  specimens  include  both  block  shape  samples  and  slices. 
The  elastic  modulus  results  of  these  in-vitro  measurements  will  be  compiled  and 
form  part  of  a  paper18  to  be  submitted  in  the  near  future. 
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REPORTABLE  OUTCOMES 

Since  the  beginning  of  this  research  project,  we  have  published  a  number  of  papers  and 
symposium  abstracts,  as  detailed  below,  which  relate  to  the  research  contained  in  this 
project, 

PUBLISHED  OR  SUBMITTED  PEER  REVIEWED  PAPERS: 

1)  Samani  A,  Bishop  J  and  Plewes  DB.  Measuring  the  Elastic  Modulus  of  Ex-vivo 
Small  Breast  Tissue  Samples.  Submitted  to  the  Physics  in  Medicine  and  Bioloav 
2003. 

2)  Samani  A,  Zubovits  J  and  Plewes  DB.  An  Inverse  Problem  Solution  for  Measurin 
the  Elastic  Modulus  of  Ex-vivo  Inhomogeneous  Breast  Tissue  Slices.  To  be 
submitted, 

3)  Samani  A  and  Plewes  DB.  Measuring  the  Hyperelastic  Properties  of  Ex-vivo 
Breast  Tissue  Samples.  To  be  submitted. 

4)  Sciarretta  J,  Samani  A,  Bishop  J  and  Plewes  DB.  MR  Validation  of  Soft  Tissue 
Mimicking  Phantom  Deformation  as  Modeled  by  Nonlinear  Finite  Element 
Analysis.  Medical  Physics,  29(1):65-72,  2002. 

5)  Samani  A,  Bishop  J,  Yaffe  MJ  and  Plewes  DB.  Biomechanical  3-D  finite  Element 
Modeling  of  the  Human  Breast  Using  MRI  Data.  IEEE  Transactions  on  Medical 
Imaging  20(4):271-279,  2001. 

6)  Samani  A,  Bishop  J  and  Plewes  DB.  A  Constrained  Modulus  Reconstruction 
Technique  for  Breast  Cancer  Assessmant.  IEEE  Transactions  on  Medical 
Imaging,  vol.  20(9):877-885,  2001. 

7)  Bishop  J,  Samani  A,  Sciarretta  J,  Luginbhul  C  and  Plewes  DB.  A  Signal/Noise 
Analysis  of  Quasi-static  MR  Elastography.  IEEE  Transactions  on  Medical 
Imaging,  20(11):  1183-1187, 2001. 

8)  Plewes  DB,  Bishop  J,  Samani  A  and  Sciarretta  J.  Visualization  and 
Quantification  of  Breast  Cancer  Biomechanical  Properties  with  Magnetic 
Resonance  Elastography.  Phys.  Med.  Biol.  45:1591-1610,  2000. 

9)  Bishop  J,  Samani  A,  Sciarretta  J  and  Plewes  DB.  Two-dimensional  MR 
Elastography:  Methodology  and  Noise  Analysis,  Phys.  Med.  Biol.  45:2081-2091 
2000. 


PUBLISHED  PEER  REVIEWED  ABSTRACTS  AND  CONFERENCE  PAPERS: 

1)  Samani  A,  Sack  I  and  Plewes  D.  Constrained  Non-linear  Elasticity 
Reconstruction  Technique  for  Breast  MRI  Elastography.  Submitted  to  the 
International  Society  for  Magnetic  Resonance  in  Medicine:  Eleventh  Annual 
Meeting,  2003. 

2)  Samani  A  and  Plewes  D  B.  Finite  Element  Model  for  MRI  Image  Updating  for 
Breast  Surgery.  Computational  and  Numerical  Modeling  for  Image-guided 
Therapy  and  Surgery  Workshop,  Toronto,  December  1 3,  2002. 

3)  Samani  A  and  Plewes  D.  In-vitro  Breast  Tissue  Elastic  Modulus  Measurement 
Using  Uniaxial  Indentation  Technique.  Proceedings  of  the  First  International 
Conference  on  the  Ultrasonic  Measurement  and  Imaging  of  Tissue  Elasticity, 
Niagara  Falls,  October  2002,  Paper  #69. 

4)  Samani  A  and  Plewes  D.  Constrained  Breast  Elastography:  Phantom  Study  and 
application  in  In-vitro  Breast  Tissue  Measurement.  Proceedings  of  the  First 
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International  Conference  on  the  Ultrasonic  Measurement  and  Imaging  of  Tissue 
Elasticity,  October  2002,  Paper  #70. 

5)  A.  Samani,  C.  Luginbuhl  and  DB  Plewes.  Measuring  the  Elastic  and  Hyperelastic 
Properties  of  Breast  Tissue,  Proceedings  of  the  Department  of  Defense  Breast 
Cancer  Research  Meeting,  Orlando,  September  2002, P24-1 7,  2002. 

6)  Samani  A  and  Plewes  D.  Breast  MRI  Image  Updating  for  Image  Guided  Surgery. 
19  Annual  Meeting  of  European  Society  for  Magnetic  Resonance  in  Medicine 
and  Biology:  Cann,  August  2002,  Paper  #528. 

7)  Samani  A,  Luginbuhl  C  and  Plewes  DB.  Magnetic  Resonance  Elastography 
Technique  for  Breast  Tissue  In-vitro  Elasticity  Measurement.  Proceedings  of  the 
International  Symposium  on  Biomedical  lmaging:931-934,  2002. 

8)  Samani  A,  Bishop  J  and  Plewes  D.  A  Constrained  Breast  Magnetic  Resonance 
Elastography  Technique:  3D  Phantom  Study.  International  Society  for  Magnetic 
Resonance  in  Medicine:  Ninth  Annual  Meeting,  Glasgow,  April  21-27  2001 
Paper#1640. 

9)  Samani  A,  Bishop  J  and  Plewes  D.  3D  Finite  Element  Model  for  Breast  Non 
Rigid  Registration.  International  Society  for  Magnetic  Resonance  in  Medicine- 
Ninth  Annual  Meeting,  Glasgow,  April  21-27,  2001,  Paper#837. 

10)  Bishop  A,  Samani  A  and  Plewes  D.  A  Signal/Noise  Analysis  of  Magnetic 
Resonance  Strain  Imaging.  International  Society  for  Magnetic  Resonance  in 
Medicine:  Nineth  Annual  Meeting,  Glasgow,  April  21-27,  2001,  Paper#1646, 

11)  Bishop  J,  Samani  A,  Sciarretta  J  and  Plewes  DB.  Use  of  Constraints  to  Produce 
Plane  Strain  Conditions  for  MR  Elastography.  International  Society  for  Magnetic 
Resonance  in  Medicine:  Eighth  Scientific  Meeting,  Denver,  April  2000  Paper 
#1735. 

12)  Samani  A,  Bishop  J,  Sciarretta  J  and  Plewes  DB.  Breast  Magnetic  Resonance 
Elastography:  A  New  Reconstruction  Technique  Using  MRI  Derived  Constraints. 
International  Society  for  Magnetic  Resonance  in  Medicine:  Eighth  Scientific 
Meeting,  Denver,  April  2000,  Paper  #21 74. 

13)  Samani  A,  Bishop  J,  Sciarretta  J  and  Plewes  DB.  Automated  Three  Dimensional 
Finite  Element  Mesh  Generation  Technique  for  Patient-specific  Breast  Using  MRI 
Data.  International  Society  for  Magnetic  Resonance  in  Medicine:  Eighth  Scientific 
Meeting,  Denver,  April  2000,  Paper  #2175. 

14)  Samani  A,  Bishop  J,  Ramsay  E  and  Plewes  DB.  Breast  Tissue  Deformation 
Finite  Element  Modeling  for  MR/X-ray  Mammography  Data  Fusion.  Proceedings 
of  the  Fifth  International  Workshop  on  Digital  Mammography,  Toronto,  June 
2000,  pp.  763-769. 

15)  Sciarretta  J,  Bishop  J,  Samani  A  and  Plewes  DB.  MR  Validation  of  Soft  Tissue 
Deformation  as  Modeled  by  Non-linear  Finite  Element  Analysis.  International 
Society  for  Magnetic  Resonance  in  Medicine:  Seventh  Scientific  Meeting, 
Philadelphia,  May  1 999,  Paper  #246. 

16)  Bishop  J,  Samani  A  and  Plewes  DB.  Pressure  /  Modulus  Inversion  for  MR 
Elastography.  International  Society  for  Magnetic  Resonance  in  Medicine: 
Seventh  Scientific  Meeting,  Philadelphia,  May  1999,  Paper  #2164. 
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CONCLUSIONS 

Over  the  past  three  years  of  this  project,  we  have  made  good  progress  towards 
our  end  goal  of  understanding  the  biomechanical  properties  of  breast  tissues  and 
developing  the  means  to  apply  these  in  tissue  deformation  analyses.  The  overall 
objective  of  this  project  was  to  measure  the  biomechanical  properties  of  various  breast 
tissues,  both  normal  as  well  as  benign  and  neoplastic  tissues  for  two  purposes.  One 
purpose  was  to  obtain  a  breast  tissue  elasticity  database  required  to  interpret 
elastography  images,  and  the  other  was  to  find  tissue  constitutive  relations  to  create 
reliable  mathematical  tools  to  predict  breast  tissue  deformation.  To  meet  our  research 
goals,  we  have  used  the  hardware  and  software  tools  we  have  developed  over  the  first 
two  years.  To  measure  the  elastic  properties  of  breast  tissues,  we  developed  MRI 
systems  for  small  breast  samples  and  breast  elstography.  While  encouraging  results 
were  obtained,  using  the  MRE  system  to  measure  elastic  modulus  of  a  large  number  of 
tissue  samples  proved  to  be  impractical  due  to  logistic  issues.  As  a  result  our  focus  was 
shifted  towards  further  developing  and  perfecting  our  table-top  system  which  provided 
accurate  and  repeatable  measurements.  Using  this  system,  we  measured  the  elastic 
modulus  of  over  120  specimens  of  various  breast  tissues  we  obtained  from  pathology. 
The  results  of  80  specimens  summarized  in  Table  1  indicate  that  elastography  provides 
sufficient  contrast  to  aid  in  breast  cancer  diagnosis.  A  number  of  articles  outlining  the 
methodology  and  presenting  the  details  and  results  of  various  components  of  this 
research  have  been  published  or  submitted  for  publication  over  the  past  three  years. 
After  a  careful  processing  and  data  statistical  analysis  of  our  over  120  specimens,  a 
Paperjg  wil1  be  submitted  outlining  the  final  results  of  this  effort.  Furthermore,  another 
paper  presenting  the  details  and  results  of  our  tissue  hyperelastic  properties  system 
will  be  submitted  in  the  near  future.  The  importance  of  this  work  remains  high  providing  a 
platform  for  new  detection  and  diagnosis  methods  for  breast  cancer.  This  research  can 
also  open  up  new  applications  in  breast  imaging,  including  data  fusion,  and  breast 
surgery  based  on  the  breast  tissue  hyperelastic  parameters  estimation  and  tissue 
deformation  prediction  techniques  we  developed  over  the  second  and  third  years  of  this 
project. 


MRI  Assessment  of  the  Viscoelastic  Properties  of  Normal  and  Abnormal  Breast  Tissue 


11 


REFERENCES 


1 .  Sarvazyan  A,  Goukassian  D,  Mavesky  E  and  Oranskaja  G.  Elasticity  Imaging  as 
a  New  Modality  of  Medical  Imaging  for  Cancer  Detection.  Proceeding  of 
International  Workshop  on  Interaction  of  Ultrasound  with  Biological  Media, 
Valenciennes,  France,  5-9  April  1994,  pp  69-81. 

2.  Krouskop  TA,  Wheeler  TM,  Kallel  F,  Garra  BS  and  Hall  T.  Elastic  Moduli  of 
Breast  and  Prostate  Tissue  Under  Compression.  Ultrasonic  Imaging  20,  260-274 
1998. 

3.  Kruse  SA,  Smith  JA,  Lawrence  AJ,  Dresner  MA,  Manduca  A,  Greenleaf  JF  and 
Ehman  RL.  Tissue  Characterization  Using  Magnetic  Resonance  Elastography: 
Preliminary  Results.  Physics  in  Medicine  and  Biology  45:1579-1590,  2000. 

4.  Sonderman  E,  Sinkus  R,  Morakkabati  N,  Leutner  C,  Reichel  C  and  Kuhl  C.  MR- 
Elastographic  Features  of  Benign  and  Malignant  Breast  Tumors.  Proceedings  of 
the  ISMRM,  Hawaii,  pp.  33,  2002. 

5.  Plewes  DB,  Betty  I,  Urchuk  S  and  Soutar  I.  Visualizing  Tissue  Compliance  with 
MR.  Journal  of  Magnetic  Resonance  Imaging  5(6):733-738,  1995. 

6.  Bishop  JB,  Poole  G,  Leitch  M  and  Plewes  DB.  Magnetic  Resonance  Imaging  of 
Shear  Wave  Propagation  in  Excised  Tissue.  Journal  of  Magnetic  Resonance  in 
Medicine  8:1257-1265,  1998. 

7.  Samani  A,  Bishop  J  and  Plewes  DB.  A  Constrained  Modulus  Reconstruction 
Technique  for  Breast  Cancer  Assessmant.  IEEE  Transactions  on  Medical 
Imaging  20(9):877-885,  2001. 

8.  Samani  A,  Sack  I  and  Plewes  D.  Constrained  Non-linear  Elasticity 
Reconstruction  Technique  for  Breast  MRI  Elastography,  Submitted  to  the 
International  Society  for  Magnetic  Resonance  in  Medicine:  Eleventh  Annual 
Meeting,  2003. 

9.  Samani  A,  Luginbuhl  C  and  Plewes  DB.  Magnetic  Resonance  Elastography 
Technique  for  Breast  Tissue  In-vitro  Elasticity  Measurement.  Proceedings  of  the 
International  Symposium  on  Biomedical  lmaging:931-934,  2002. 

10.  Samani  A  and  Plewes  D.  In-vitro  Breast  Tissue  Elastic  Modulus  Measurement 
Using  Uniaxial  Indentation  Technique.  Proceedings  of  the  1st  International 
Conference  on  the  Ultrasonic  Measurement  and  Imaging  of  Tissue  Elasticity, 
Niagara  Falls,  pp.  69,  October  2002. 

1 1 .  Samani  A,  Bishop  J,  Yaffe  MJ  and  Plewes  DB.  Biomechanical  3-D  finite  Element 
Modeling  of  the  Human  Breast  Using  MRI  Data.  IEEE  Transactions  on  Medical 
Imaging  20(4):271-279,  2001. 

12.  Samani  A  and  Plewes  D  B.  Finite  Element  Model  for  MRI  Image  Updating  for 
Breast  Surgery.  Computational  and  Numerical  Modeling  for  Image-guided 
Therapy  and  Surgery  Workshop,  Toronto,  December  13,  2002. 


MRI  Assessment  of  the  Viscoelastic  Properties  of  Normal  and  Abnormal  Breast  Tissue 


12 


13.  Samani  A  and  Plewes  D.  Breast  MR!  Image  Updating  for  Image  Guided  Surgery. 
19‘  Annual  Meeting  of  European  Society  for  Magnetic  Resonance  in  Medicine 
and  Biology:  Cann,  August  2002,  Paper  #528. 

14.  Samani  A,  Bishop  J  and  Plewes  DB.  Measuring  the  Elastic  Modulus  of  Ex-vivo 
Small  Breast  Tissue  Samples.  Submitted  to  the  Physics  in  Medicine  and  Bioloav 
2003. 

1 5.  Plewes  DB,  Bishop  J,  Samani  A  and  Sciarretta  J.  Visualization  and  Quantification 
of  Breast  Cancer  Biomechanical  Properties  with  Magnetic  Resonance 
Elastography.  Phys.  Med.  Biol.  45:1591-1610,  2000. 

16.  Sciarretta  J,  Samani  A,  Bishop  J  and  Plewes  DB.  MR  Validation  of  Soft  Tissue 
Mimicking  Phantom  Deformation  as  Modeled  by  Nonlinear  Finite  Element 
Analysis.  Medical  Physics,  29(1):65-72,  2002. 

17.  Bishop  J,  Samani  A,  Sciarretta  J  and  Plewes  DB.  Two-dimensional  MR 
Elastography:  Methodology  and  Noise  Analysis.  Phys.  Med.  Biol.  45:2081-2091 
2000. 

18.  Samani  A,  Zubovits  J  and  Plewes  DB.  An  Inverse  Problem  Solution  for 
Measuring  the  Elastic  Modulus  of  Ex-vivo  Inhomogeneous  Breast  Tissue  Slices. 
To  be  submitted. 

19.  Samani  A  and  Plewes  DB.  Measuring  the  Hyperelastic  Properties  of  Ex-vivo 
Breast  Tissue  Samples.  To  be  submitted. 


MRI  Assessment  of  the  Viscoelastic  Properties  of  Normal  and  Abnormal  Breast  Tissue 


13 


Appendix  1:  Tables  Figures  of  the  body  of  the  proposal 


Table  1  A  summary  of  the  breast  tissue  measurement  performed  on  over  80 
specimens  of  various  breast  tissue  types. 


Adipose  tissue 

Fibroglandular  tissue 

Fibroadenoma 

Carcinoma 

1.94  ±0.47 

1.80  ±0.40 

4.82  ±1.06 

11.97  ±2.77 

Table  2  Hyperelastic  parameters  obtained  for  a  breast  adipose  tissue  specimen. 
A  second  order  polynomial  potential  strain  energy  function  was  selected  with  5 
unknown  coefficients  that  represent  the  hyperelastic  parameters. 


Init.  Guess 

0.00020 

0.00020 

0.00250 

0.01500 

0.00900 

Calculated 

0.00033 

0.00028 

0.00449 

0.00772 

0.00945 

Figure  2.  a)  Schematic  of  the  compression  device  for  elastography  phantom  studies,  b)  photograph  of  the 
system. 
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Figure  3.  MRI  compatible  breast  compression  system  used  for  MR  elastograph  of 
a  breast-shaped  phantom.  This  system  consists  of  commercial  breast  coil  and  an 
assembly  of  plates  and  cams  which  deliver  sinusoidal  compression  to  the  breast 
via  an  MR  compatible  stepper  motor. 


Figure  4.  MRI  sagittal  image  of  the  breast-shaped  phantom  (left)  and  a  strain 
image  a  coronal  slice  corresponding  to  section  a-a  (right).  Although  the  strain 
SNR  is  not  satisfactory,  different  layers  of  the  phantom  are  visible. 
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(a)  (b) 

Figure  5.  a)  MRI  image  of  the  multi-layer  phantom,  b)  reconstruction  results  using  the 
constrained  reconstruction  technique.  The  reconstruction  results  indicate  a  maximum 
error  of  12%  in  reconstructing  the  modulus  of  different  layers 
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Figure  6.  Electromechanical  table-top  measurement  system  for  in-vltro  tissue  measurement. 

This  system  is  designed  primarily  for  small  tumors  in  breast  tissue  slices  obtained  from 
lumpectomy  or  mastectomy,  (a)  shows  a  schematic  of  the  modified  system  while  a  photo  of  the 
system  is  shown  in  (b).  The  system  consists  of  two  main  component  a  linear  stepper  motor 
actuator  used  to  locally  deform  the  tissue  specimen  in  a  programmable  fashion  and  a  load  cell  for 
force  measurement. 


Figure  7.  Flow  chart  of  the  the  iterative  inversion  process  required  to  calculate 
the  elastic  modulus  of  a  small  tumor  in  breast’s  slice,  En  represents  the  Young’s 
modulus  of  the  surrounding  normal  tissue,  E,°  is  the  initial  guess  of  the  tumor’s 
Young’s  modulus  and  se  is  the  measured  slope  of  the  measured  force  vs, 
displacement  in  the  uniaxial  indentation  test. 
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Figure  8.  The  process  of  building  the  FE  mesh  required  for  elastic  modulus 
measurement  using  our  novel  inversion  technique.  A  photo  of  a  breast  tissue 
slice  with  a  tumor  colored  in  red  (A),  corresponding  segmented  photo  (B),  FE 
mesh  of  the  slice  (C)  and  deformed  FE  mesh  under  indentation  (D) 
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Figure  9.  Experimental  and  calculated  force  vs.  displacement  curves  obtained 
from  the  estimated  hyperelastic  parameters.  The  curve  corresponding  to  the 
initial  guess  of  the  hyperelastic  parameters  is  also  shown  to  show  the  improved 
agreement  between  the  experimental  curve  and  that  calculated  based  on  the 
estimated  parameters. 
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Appendix  2:  Submitted  abstract  and  paper 


Abstract:  Peer  reviewed  abstracts  and  conference  papers  listed  in  the  reportable 
outcomes  have  been  included  in  our  previous  annua!  reports.  The  following  abstract 
which  was  submitted  recently  will  be  included  in  this  report. 

Samani  A,  Sack  I  and  Plewes  D.  Constrained  Non-linear  Elasticity 
Reconstruction  Technique  for  Breast  MRI  Elastography.  Submitted  to  the 
International  Society  for  Magnetic  Resonance  in  Medicine:  Eleventh  Annual 
Meeting,  2003. 
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Synopsis  To  increase  the  displacement  SNR  in  breast  MR  elastography,  tissues  are  compressed  significantly.  As  a  result,  breast  tissues  undergo  large  deformations, 
his  leads  to  significant  geometric  and  material  nonlinearities.  In  this  study,  methods  for  treating  these  nonlinearities  are  presented  and  their  impact  on  elasticity 
reconstruction  is  investigated.  For  elasticity  reconstruction,  a  constrained  elastography  method  is  used  where  tissues  are  treated  as  hyperelastic  materials  The  tissue 
hyperelastie  parameters  are  calculated  using  inversion  techniques  with  a  nonlinear  finite  element  (FE)  model  for  forward  modeling.  Simulations  indicate  the  feasibility 
of  reconstructing  the  tissue  hyperelastic  parameters  using  displacement  data  with  moderate  SNR. 

Introduction  Tissue  elasticity  alteration  is  well  known  to  be  associated  with  the  presence  of  cancer.  This  has  led  to  the  development  of  elastography  techniques  for 
imaging  tissue  elasticity  over  the  past  decade.  There  are  two  MR  elastography  (MRE)  methods:  harmonic  and  quasi-static.  In  harmonic  elastography,  small  amplitude 
harmonic  actuation  with  frequencies  ranging  from  50-500  Hz  is  applied  to  deform  the  tissue  whereas  in  quasi-static  elastograpy,  the  tissue  undeigoes  relatively  large 
deformations  with  very  low  frequency.  Large  deformations  increase  the  SNR  of  displacement,  which  lead  to  better  quality  of  elasticity  reconstruction.  However,  under 
large  deformations,  soft  tissues  become  nonlinear.  Beside  geometric  nonlinearity,  breast  tissues  exhibit  significant  material  nonlinearity  under  strains  greater  than  0  02 
[  ],  In  our  previous  work,  we  have  introduced  a  constrained  reconstruction  technique  for  breast  MR  elastography  [2].  In  that  work,  tissues  are  assumed  to  be  linear 
elastjc.  The  aim  of  this  work  is  to  extend  our  previous  model  by  adding  material  and  geometric  nonlinearities.  The  purpose  is  two  folds:  to  investigate  the  impact  of 
these  nonlinear  effects  on  the  reconstruction,  and  to  explore  ways  of  improving  specificity  based  on  the  nonlinear  parameters. 

Methods  As  in  [2],  the  breast  elastography  experiment  is  preceded  by  a  contrast  enhanced  MRI  Imaging  to  obtain  the  geometry  of  each  tissue  type.  Thus,  a  quasi¬ 
static  sinusoidal  compression  is  applied  to  the  breast  white  resulting  displacement  data  of  the  breast  tissues  are  acquired  using  a  stimulated  echo  (STEAM)  pulse 
sequence  [3],  The  forward  model  in  this  reconstruction  technique  is  a  nonlinear  Finite  Element  (FE)  model  of  the  breast,  where  breast  tissues  are  assumed  to  be 
hyperelastic  undergoing  finite  deformations.  To  obtain  a  constitutive  model  for  hyperelastie  materials,  a  strain  energy  function  with  a  set  of  coefficients  called  the 
hyperelastic  parameters  is  defined.  The  following  expression  represents  a  polynomial  form  widely  used  to  represent  strain  energy  functions: 

3)'(/2-3V  (l) 

where  Cy  represents  the  hyperelastic  parameters  and  Jj  and  I2  are  the  strain  invariants.  With  n=2,  the  above  represents  the  Mooney  Rivlin  form  widely  used  with 
incompressible  materials.  Following  the  principle  in  the  constrained  reconstruction  [2],  it  is  assumed  that  the  Cy  parameters  are  uniform  throughout  the  volume  of  each 
tissue  type.  Two  methods  are  proposed  to  reconstruct  the  hyperelastic  parameters.  The  first  uses  nonlinear  optimization  to  calculate  the  set  of  Cy  parameters  that 
minimizes  the  difference  between  the  measured  displacements  and  displacements  calculated  using  the  FE  model.  The  other  calculates  C }J  using  an  iterative  procedure 
where  each  iteration  Involves  stress  calculation  using  the  FE  model  followed  by  Cy  parameters  updating.  For  updating,  the  Cy  parameters  are  calculated  for  each  finite 
element  by  solving  a  nonlinear  constitutive  equation  derived  from  (I).  The  average  of  Cy  over  the  set  of  finite  elements  within  each  tissue  will  represent  the  updated 
hyperelastic  parameters  of  the  tissue. 


Results  For  breast  MRE,  we  used  a  volunteer's  breast  MRI  image  to  create  a  3D  FE  mesh. 

A  sagittal  slice  of  tills  mesh,  where  a  simulated  tumor  is  added,  is  depicted  in  Figure  1. 

Normal  tissues  are  assumed  to  be  Mooney  Rivlin  hyperelastic  materials  with  Cy  parameters 
obtained  in  our  lab  [1].  The  tumor  is  assumed  to  be  linear  elastic  with  a  Young's  modulus  of 
12.0  kPa  which  corresponds  to  an  invasive  carcinoma.  The  tumor’s  linear  elasticity  was  assumed 
because  of  the  relatively  low  strains  the  tumor  undergoes  as  a  result  of  its  higher  stiffness. 
According  to  these  assumptions,  displacements  resulting  from  5  mm  compression  normal  to  the 
breast's  sagittal  plane  were  calculated  using  a  nonlinear  contact  FE  model.  The  displacement 
component  in  the  compression  direction  was  contaminated  by  normally  distributed  noise  to 
simulate  an  SNR  value  of  30,  This  displacement  component  was  used  with  the  optimization 
technique  for  tissue  elasticity  reconstruction.  Starting  with  an  arbitrary  initial  guess  of  Cy 
parameters  and  a  Young’s  modulus  of  4,0  kPa,  the  hyperelastic  parameters  of  the  normal 
tissues  and  the  tumor’ s  Young’s  modulus  were  reconstructed.  Figure  1  depicts  the  stress-strain 
curves  of  the  true  and  reconstructed  parameters,  which  indicate  a  very  good  agreement 


Figure  1:  a)  A  magnitude  image  of  central  slice  through  the  breast 
b)  FE  mesh  of  the  slice  shown  in  (a)  with  a  simulated 
tumor,  c)  true  and  reconstructed  stress-strain  curves  of 


the  fat,  fibroglandular  and  tumor  tissues. 


Conclusions  This  article  presents  a  constrained  MRE  technique,  that  can  be  potentially  used  to  detect  breast  cancer.  In  this  technique,  quasi-static  finite 
compression  is  assumed  to  be  used  for  actuation.  As  such,  large  tissue  deformation  Is  expected  which  leads  to  significant  material  and  geometric  nonlinearities.  To 
account  for  these  nonlmearities,  two  inversion  methods  were  proposed.  Tire  puipose  of  this  work  is  two  folds:  to  investigate  the  impact  of  these  nonlinear  effects  on  the 
elasticity  reconstruction  and  to  explore  ways  of  improving  specificity  based  on  the  nonlinear  parameters.  Due  to  the  fact  that  breast  tissues  are  highly  nonlinear 
conventional  elastography  methods,  which  assume  linear  elasticity,  lead  to  eiastograms  that  are  dependent  on  the  amount  of  applied  compression.  One  advantage  of 
hyperelastie  parameter  reconstruction  is  eliminating  this  dependence.  The  latter  paves  the  way  for  reading  eiastograms  in  a  consistent  way.  The  presented  breast 
elastography  example,  indicate  that  hyperelastie  parameter  reconstruction  is  possible  with  moderate  SNR  values.  Further  studies  will  be  conducted  using  experimental 
displacement  data.  r 
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1.  Abstract 

Elastograhy  techniques  have  been  developed  over  the  past  decade  to  image  tissue 
elasticity.  To  interpret  elastography  images,  it  is  necessary  to  know  the  elastic  properties 
of  normal  and  abnormal  tissues.  A  system  was  developed  to  measure  the  Young’s 
modulus  of  small  soft  tissue  specimens.  This  system  was  designed  to  accommodate 
biological  soft  tissue  constraints  such  as  sample  size,  geometry  imperfection  and 
heterogeneity.  The  measurement  technique  consists  of  indenting  an  unconfined  small 
block  of  tissue  while  measuring  the  resulting  force  simultaneously.  In  this  paper, 
it  is  proven  that  the  measured  force-displacement  slope  can  be  transformed  to  the 
tissue  Young’s  modulus  via  a  conversion  factor  related  to  the  sample’s  geometry  and 
boundary  conditions.  Accordingly,  to  obtain  the  Young’s  modulus,  the  conversion 
factor  was  obtained  using  finite  element  modeling  validated  by  experiments.  Another 
measurement  technique  based  on  magnetic  resonance  elastography  was  also  developed. 
In  this  technique,  a  tissue  specimen  encased  in  a  gelatine-agarose  block  is  compressed 
while  resulting  displacements  are  measured  using  a  phase  contrast  MRI  technique.  The 
tissue  Young’s  modulus  is  then  reconstructed  from  the  measured  displacements  using 
an  inversion  technique.  Finally,  preliminary  elasticity  measurement  results  of  various 
breast  tissues  are  presented  and  discussed. 


Key  words:  Elasticity,  Measurement,  Elastography,  Breast,  Tissue. 
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2.  Introduction 

Mechanical  properties  of  biological  tissues  have  been  a  subject  of  interest  in  various 
medical  applications.  Based  on  the  fact  that  many  pathological  processes  alter  tissue 
elasticity  significantly,  a  new  imaging  technique,  elastography,  has  been  developed  for 
imaging  soft  tissue  elastic  modulus  [1,2].  Recently,  modeling  soft  tissue  deformation 
has  been  incorporated  in  other  medical  imaging  applications  such  as  image  coregistra¬ 
tion  [3,4]  and  image  guided  surgery  [5].  The  reliability  of  such  models  is  highly  depen¬ 
dent  on  the  accuracy  of  the  measured  tissue  biomechanical  parameters.  In  the  context 
of  elastography,  elastic  modulus  images  can  be  used  as  an  effective  tool  for  diagnosis 
provided  that  quantitative  elastic  moduli  data  of  normal  and  various  abnormal  tissues 
are  available.  Moreover,  having  reliable  data  of  tissue  elastic  modulus  can  be  used  in 
assessing  the  performance  of  developed  elastography  systems.  The  purpose  of  this  paper 
is  to  introduce  a  measurement  technique  that  can  be  used  to  measure  biomechanical 
pioperties  of  breast  tissues.  Soft  tissues  are  often  assumed  to  be  elastic,  isotropic  and 
incompressible.  Given  these  assumptions,  the  linear  response  can  be  characterized  by 
one  parameter,  the  Young’s  modulus.  A  conventional  approach  to  measure  the  Young’s 
modulus  of  tissue  samples  is  using  a  direct  measurement  technique  where  a  cylindrical 
sample  is  deformed  between  two  plates  while  the  resulting  forces  are  measured  [6],  In 
this  technique,  both  stress  and  strain  can  be  considered  uniform  throughout  the  sample’s 
volume,  and  the  slope  of  the  linear  stress-strain  curve  portion  will  represent  the  Young’s 
modulus.  This  approach  can  be  used  for  muscle  and  liver  tissues  where  excising  a  large 
homogeneous  specimens  is  possible.  With  breast  tissues,  however,  such  specimens  are 
very  rare.  To  address  this  problem,  indirect  measurement  methods  were  developed 
where  small  tissue  samples  can  be  tested.  Krouskop  et  al  1998  [7]  used  a  hydraulic  servo 
Instron  machine  (Instron,  Inc,  Canton,  MA)  to  apply  low  frequency  sinusoidal  inden¬ 
tation  loading  with  thin  breast  tissue  slices.  The  slices  were  modeled  as  semi-infinite 
elastic  media  under  uniform  load  of  a  circular  indenter  for  which  a  closed  form  solution 
is  available.  142  normal  tissue  and  tumor  specimens  were  tested  using  various  loading 
frequencies  and  precompression.  It  was  concluded  that  while  not  very  sensitive  to  differ- 
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ent  loading  frequencies,  Young’s  modulus  of  various  breast  tissues  increase  1  —  10  folds 
with  higher  precompression  levels.  Erkamp  et  al  1998  [8]  developed  a  system  to  mea¬ 
sure  the  elastic  Young’s  modulus  of  small  tissue  samples.  In  this  system,  a  cylindrical 
sample  was  indented  while  it  was  attempted  to  fully  constrain  its  sides  boundaries  using 
a  mold  and  gelatine-agarose.  The  system  consisted  of  a  stepper  motor  for  indentation 
and  electronic  scale  for  force  measurement.  To  obtain  the  Young’s  modulus,  the  slope 
of  force-displacement  response  was  transformed  to  Young’s  modulus  using  a  conversion 
factor.  This  factor  was  obtained  experimentally  and  validated  by  finite  element  (FE) 
modeling.  Preliminary  results  of  canine  kidney  tissue  were  presented  and  reasonable 
reproducibility  was  concluded.  While  appealing,  this  method  was  found  to  be  very  dif¬ 
ficult  to  apply  in  breast  tissues.  Due  to  high  deformability  of  normal  breast  tissues, 
our  attempts  to  cut  the  tissue  into  cylindrical  samples  were  unsuccessful.  Furthermore, 
fully  constraining  the  side  boundaries  was  found  to  be  even  more  challenging.  To  adapt 
this  system  for  breast  tissue  Young’s  modulus  measurement,  these  difficulties  must  be 
addressed.  In  this  paper,  a  system  for  accurate  and  repeatable  measurement  of  small 
soft  tissue  specimens  is  presented.  The  method  of  Erkamp  et  al  1998  [8]  was  adapted 
while  the  said  difficulties  were  addressed.  To  this  end,  instead  of  testing  cylindrical 
samples,  block  shape  samples  were  produced  using  a  cutting  technique  developed  for 
this  purpose.  Furthermore,  to  minimize  boundary  conditions  uncertainties  associated 
with  constraining  the  sample’s  sides,  it  was  decided  to  leave  the  sides  unconstrained. 
To  improve  measurement  accuracy,  a  measurement  device  was  built  using  a  computer 
controlled  system  consisting  of  a  servo  motor  for  tissue  actuation  and  a  load  cell  for  force 
measurement  in  addition  to  a  temperature  control  device  to  maintain  tissue  biological 
temperature.  In  addition,  an  FE  based  mathematical  proof  is  provided  for  the  linear 
relation  required  to  transform  the  indentation  force-deformation  slope  to  the  Young’s 
modulus.  Moreover,  another  tissue  elasticity  measurement  technique  based  on  magnetic 
resonance  elastography  (MRE)  is  presented  where  a  small  tissue  specimen  is  encased  in 
a  gelatine-agarose  block  with  known  Young’s  modulus.  Finally,  preliminary  results  of 
the  Young’s  modulus  of  various  breast  tissues  will  be  presented  and  discussed. 
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3.  Theory 
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A  schematic  of  a  linear  elastic  continuum  is  shown  in  Figure  1,  This  object  is  in  an 
equilibrium  state  under  a  statically  applied  load  P .  As  shown  in  this  figure,  P  causes  an 
elastic  deformation  A  at  the  point  of  load  application.  For  simplicity,  A  is  considered 
to  be  in  the  same  direction  as  P,  FE  modeling  of  the  object  leads  to: 


KU  =  F 


(1) 


where  K  is  the  stiffness  matrix  and  U  and  F  are  the  vectors  of  nodal  displacements  and 
applied  forces  respectively.  For  a  homogeneous  elastic  object  with  a  Young’s  modulus 
of  E,  this  equation  can  be  expressed  as  follows  [9]: 
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where  n  represents  the  number  of  degrees  of  freedom.  For  simplicity,  we  assume  that 
U\  —  A,  thus: 
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Lets  assume  that  the  inverse  of  the  coefficients  matrix  K  can  be  expressed  as  follows: 

C\i  C12  •  •  •  Cm 
G'n  •  •  •  C2n 
sym.  • 

Cnn 

From  equations  3  and  4,  it  can  be  shown  that: 


K-1  = 


(4) 


(5) 


a  represents  the  force-displacement  slope  of  loading.  This  means  if  a  homogeneous  tissue 
sample  with  an  arbitrary  geometry  is  indented,  the  force-displacement  slope  denoted  by 
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s  can  be  transformed  to  the  tissue’s  Young’s  modulus  E  using  the  following  equation: 

E  =  ks  (6) 

where  k  represents  Cn  in  4  which  is  clearly  dependent  on  the  object’s  geometry  and 
boundary  conditions. 

4.  Materials  and  Methods 

4-1.  Unconstrained  Indentation  Measurement  System 

To  measure  the  Young’s  modulus  of  breast  tissues,  a  system  was  developed  that  indents 
a  small  circular  area  on  the  top  surface  of  a  small  tissue  block  while  measuring  resulting 
forces.  The  indenter’s  area  was  chosen  small  enough  so  as  full  contact  with  the  sample’s 
surface  is  maintained  with  a  minimal  preloading  while  large  enough  not  to  pierce  the 
sample.  Applying  force  on  part  of  the  top  surface  yields  nonuniform  stress  and  strain 
distribution.  As  a  result  a  slope  of  stress-strain  plot  does  not  directly  represent  the 
Young’s  modulus.  To  obtain  Young’s  modulus,  equation  6  is  used  in  which  k  is  esti¬ 
mated  by  FE  modeling  validated  by  calibrated  samples. 

Specimen  preparation 

Breast  tissue  samples  obtained  from  breast  reduction  or  mastectomy  were  provided. 
Relatively  homogeneous  specimens  with  a  minimum  size  of  30  x  30  x  20  mm  were  ex¬ 
cised  and  immediately  transported  to  our  lab.  To  obtain  15  x  15  x  10  mm  block  shape 
specimens  for  testing,  a  cutting  system  shown  in  Figure  2  was  developed.  This  sys¬ 
tem  consists  of  a  plexi  glass  cylinder  with  orthogonal  slits  to  guide  the  cutting  blade 
for  obtaining  planar  block  sides.  To  prevent  tissue  deformation  throughout  the  cutting 
process,  the  tissue  specimen  was  embedded  inside  2.5%  agarose  as  shown  in  Figure  2. 
For  this  purpose  the  tissue  was  cut  free  hand  to  a  size  slightly  larger  than  the  desired 
15  x  15  x  10  mm  size.  This  block  was  placed  on  top  of  a  10  mm  layer  of  ~  37°c  agarose 
solution  inside  a  small  beaker.  Next,  the  ~  37°c  agarose  solution  was  poured  slowly  in 
the  beaker  until  the  tissue  was  submerged  entirely.  The  agarose  was  then  allowed  to 
solidify  for  10  minutes.  One  end  of  the  cylindrical  cutting  device  is  sharp  and  capable 
of  cutting  through  agarose  without  cracking  its  volume.  This  end  was  placed  on  top  of 
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the  encased  tissue  sample  inside  the  beaker  and  pressed  down  through  the  agarose  until 
the  beaker’s  bottom  is  reached.  After  crushing  the  agarose  around  the  cutting  device, 
the  cutting  device  containing  the  encased  tissue  specimen  can  be  released.  The  cylinder 
prevents  deformation  in  its  radial  direction.  To  prevent  deformation  in  the  longitudinal 
direction  throughout  the  cutting  process,  as  shown  in  Figure  2,  the  encasing  agarose 
was  constrained  by  two  solid  cylindrical  pistons  (plungers).  One  of  the  plungers  has  a 
longitudinal  slit  to  guide  the  blade  for  cutting  the  tissue  block  sides.  After  constraining 
all  sides  of  the  encasing  agarose,  first  the  top  and  bottom  surfaces  were  cut  using  the 
blade  through  the  two  parallel  slits  shown  in  Figure  2  and  the  then  the  four  sides  using 
the  orthogonal  slits.  A  photo  of  a  block  of  adipose  tissue  obtained  through  this  process 
is  shown  in  Figure  2. 

Experimental  set-up 

Indentation  experiments  of  breast  tissues  were  performed  using  a  testing  system  shown 
in  Figure  2.  This  system  is  a  custom  made  computerized  electro-mechanical  machine 
which  consists  of  a  servo  actuator  with  a  controller  for  tissue  actuation,  load  cell  for  force 
measurement  and  a  temperature  control  system  to  maintain  the  tissue  under  biological 
temperature.  The  actuator  is  a  linear  servomotor  LAL-30  (SMAC,  Carlsbad,  CA,  USA) 
with  a  motion  range  of  25  mm.  This  actuator  is  controlled  by  a  6K2  motor  controller 
(Parker  Hannifin  Corporation,  Rhonert  Park,  CA,  USA).  The  load  cell  is  a  LC601-5 
(OMEGA  ENGINEERING  INC,  Stamford,  CT,  USA)  with  a  capacity  of  5  lb.  The 
temperature  control  component  is  a  CSi32  (OMEGA  ENGINEERING  INC,  Stamford, 
CT,  USA).  This  unit  is  a  bench  top  controller  model  set  to  maintain  a  temperature  of 
37°c  to  within  ±0.1°c.  As  depicted  in  Figure  2,  the  load  cell  is  mounted  underneath 
a  pivoted  solid  platform  which  transports  the  tissue  indentation  force  to  the  load  cell. 
The  actuation  and  force  measurement  systems  are  controlled  by  a  single  computer  (PC) 
via  a  Lab  VIEW  program.  The  servomotor  is  driven  by  the  6K2  controller  through  an 
RS232  serial  port  to  receive  Lab  VIEW  program  commands  that  specifies  the  actuation 
profile.  For  force  data  acquisition,  the  load  cell  signal  is  first  amplified  by  an  ampli¬ 
fier,  then  received  by  an  NI  6020E  analog  input  card  (National  Instruments,  Austin, 
TX,  USA)  for  digitization.  The  Lab  VIEW  program  is  responsible  for  preloading  the 
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tissue  sample,  evoking  the  servo  motor  for  actuation  using  user  input  parameters  of  a 
predefined  motion  profile  and  finally  it  is  responsible  for  force  and  displacement  data 
acquisition.  During  the  test,  the  tissue  specimen  is  placed  in  a  sample  holder  where  it  is 
surrounded  by  a  thin  layer  of  saline  to  maintain  its  moisture  and  biological  temperature. 
The  temperature  control  system,  in  addition  to  the  CSi32  temperature  feedback  com¬ 
ponent,  consists  of  a  thermal  element  glued  to  the  exterior  sides  of  the  sample  holder 
and  a  small  probe  immersed  in  the  saline.  The  apparatus  is  placed  on  sponge  cushions 
to  minimize  force  reading  errors  resulting  from  platform  vibration. 

Conversion  factor  determination 

Equation  6  indicates  that  the  conversion  factor  k  is  not  dependent  on  the  Young’s 
modulus.  Only  the  sample  geometry  and  boundary  conditions  influence  this  factor. 
This  means  that  with  the  same  geometry  and  boundary  conditions,  objects  with 
arbitrary  Young’s  moduli  have  the  same  conversion  factor.  Accordingly,  two  methods  of 
conversion  factor  estimation  were  evaluated,  one  is  experimental  and  the  other  is  based 
on  FE  simulation.  In  the  experimental  method,  homogeneous  15  x  15  x  10  mm  block 
shape  samples  were  constructed  from  plastisol  PVC  (M-F  Manufacturing  Company,  Fort 
Worth,  TX)  with  different  amounts  of  softener.  To  measure  the  Young’s  modulus  of 
each  sample,  cylindrical  samples  with  7  mm  radius  and  lengths  of  60  -  85  mm  were 
constructed  using  the  same  plastisol  patches.  These  samples  underwent  tensile  uniaxial 
tests  using  the  same  indentation  system.  This  system  was  slightly  modified  to  stretch 
the  cylindrical  samples.  The  ends  of  these  samples  were  glued  to  small  unplasticized 
PVC  (UPVC)  disks  attached  to  the  actuator  and  load  cell  system.  Each  sample  was  first 
prestretched  with  10  g  force  to  ensure  that  it  was  fully  straight.  At  that  point,  the  piston 
was  used  as  a  reference  point  for  deformation.  Five  cycles  of  sinusoidal  stretching  with  a 
2  mm  amplitude  and  0.1  Hz  frequency  was  performed  and  linear  force-displacement  plots 
obtained.  This  experiment  was  performed  twice  for  each  sample  and  with  the  obtained 
force-displacement  slope  the  sample’s  Young’s  modulus  was  calculated  using  the 
following  relation: 
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where  l  and  r  are  the  length  and  radius  of  the  cylindrical  sample  respectively.  After  the 
h  oung  s  modulus  measurement,  each  15  x  15  x  10  mm  block  was  placed  in  the  sample 
holder  as  depicted  in  Figure  2,  and  using  a  2.5  mm  radius  indenter,  5  sinusoidal  cycles 
of  indentation  with  0.5  mm  amplitude  and  0.1  Hz  frequency  were  applied.  The  slope 
of  force-displacement  curves  s  was  found,  and  since  the  samples’  Young’s  moduli  are 
known  from  the  previous  experiment,  the  conversion  factor  can  be  determined  using 
equation  6. 

To  determine  the  conversion  factor  using  FE  modeling,  the  indentation  test  of  a 
15  x  15  x  10  mm  block  with  an  arbitrary  Young’s  modulus  was  simulated  with  the 
FE  technique.  In  this  simulation,  a  3-D  FE  mesh  was  created  and  a  static  loading 
corresponding  to  1.0  indentation  with  a  2.5  mm  radius  indenter  was  simulated.  Slip¬ 
ping  boundary  conditions  were  assumed  at  the  indenter’s  contact  area  and  the  bottom. 
Figure  3  depicts  the  resulting  deformed  shape  of  the  block’s  FE  model.  Similar  to  the 
experimental  technique,  the  force-displacement  slope  was  obtained  and  the  conversion 
factor  calculated  using  equation  6. 

Testing  protocol 

After  excising  the  tissue  specimen,  it  is  transformed  to  the  elasticity  measurement  lab 
within  two  hours  after  the  surgery.  The  specimen  is  excised  and  an  approximately 
15x15x10  mm  block  shape  sample  is  obtained  using  the  cutting  technique  discussed 
earlier.  As  a  result  of  their  own  weight,  the  blocks  dimensions  often  change  slightly; 
therefore,  the  dimensions  are  measured  and  recorded  after  the  tissue  is  cut  and  prepared 
for  testing.  The  tissue  block  is  inspected  for  having  gross  inhomogeneity  and  possible 
macro  tears  that  render  the  specimen  inappropriate  for  elasticity  measurement.  To 
test  the  tissue  block,  it  is  placed  in  the  sample  holder  where  a  thin  layer  of  saline  is 
poured  to  maintain  moisture  and  biological  temperature.  The  indenter  is  then  lowered 
until  it  is  nearly  in  contact  with  the  sample’s  top  surface.  At  this  point,  the  Lab  VIEW 
program  is  executed  after  setting  parameters  such  as  preload,  number  of  sinusoidal 
cycles,  amplitude  and  frequency.  The  purpose  of  preloading  is  to  establish  a  full  contact 
between  the  indenter  and  the  sample’s  top  surface  and  it  is  chosen  to  be  0.5  -  2.0  g 
depending  on  the  surface  smoothness  and  tissue  stiffness.  The  amplitude  is  set  to  0.5 
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mm  and  frequency  to  0.02—0.1  Hz  to  provide  static  loading  conditions.  Before  gathering 
force-displacement  data,  the  number  of  cycles  is  set  to  25  for  tissue  preconditioning  [10]. 
After  preconditioning  and  reaching  biological  temperature,  the  number  of  cycles  is  set 
to  5  for  which  force-displacement  data  is  acquired.  This  test  is  repeated  4  times  where 
the  sample  is  rotated  and  allowed  to  relax  for  a  few  minutes  prior  to  the  next  test.  After 
the  measurement,  the  tissue  sample  is  sent  for  histology  to  identify  the  tissue  type. 

4-2.  MRE  Measurement  Technique 

This  technique  is  based  on  the  constrained  MRE  technique  described  in  [4]  which 
assumes  that  the  geometry  of  the  encased  tissue  is  known  from  a  MRI  image.  The 
technique  uses  quasi-static  actuation,  measures  resulting  displacement  in  a  single  slice 
using  a  STEAM  sequence  [11]  and  finally  calculates  the  Young’s  modulus  of  each  tissue 
using  an  iterative  reconstruction  procedure  [4].  To  implement  this  technique  in  the 
context  of  breast  tissue  modulus  measurement,  a  piece  of  tissue  is  first  dissected  and 
encased  in  a  block  of  4%  gelatine  and  1.5%  agarose  mixture.  To  encase  the  tissue,  a 
30  x  30  x  40  mm  mold  is  made.  About  half  of  the  mold  is  filled  with  the  gelatine- 
agarose  mixture  while  it  is  still  liquid.  The  mixture  is  then  allowed  to  solidify,  after 
which  the  tissue  is  placed  on  its  top  surface  and  the  rest  of  the  mold  is  then  filled  with 
the  mixture.  Encasing  the  tissue  sample  takes  place  while  the  mixture  is  ~  37°c  to 
prevent  any  damage  or  alteration  to  the  tissue  elasticity  while  the  mixture  is  still  liquid. 
After  solidifying,  a  small  block  of  this  mixture,  which  was  cast  simultaneously,  undergoes 
a  uniaxial  test  to  measure  its  elasticity  modulus.  In  the  meantime  the  encased  tissue 
undergoes  an  MRE  experiment  where  a  quasi-static  sinusoidal  compression  of  1.5  mm 
is  applied  at  the  surface  using  an  MR  compatible  device  illustrated  in  Figure  4.  In  this 
device,  the  block  is  placed  inside  a  birdcage  coil.  This  is  a  low  pass  16-rung  coil  with  50 
mm  diameter  and  90  mm  length  tuned  to  63.85  MHz  and  50f2 .  This  coil  was  constructed 
from  etched  printed  circuit  board  (40 pm  copper  thickness)  and  ceramic  capacitors.  The 
block  is  compressed  by  a  piston  driven  by  a  shaft  connected  to  a  rotating  eccentric 
disk  driven  by  an  ultrasonic  MR  compatible  motor  (USR60-N4,  Shinsei  Corp,  Tokyo, 
Japan).  Prior  to  compression,  MRI  images  of  the  block  are  acquired  for  FE  modeling. 
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The  block  is  then  compressed  and  displacements  of  a  single  slice  measured  using  a 
STEAM  sequence.  To  obtain  the  elasticity  ratio  of  the  tissue  sample  to  the  gelatine- 
agar,  the  displacement  data  is  processed  using  the  MRE  technique.  This  procedure 
is  iterative  and  consists  of  stress  calculation  followed  by  elasticity  modulus  updating. 
Finally,  the  tissue  elasticity  is  obtained  from  the  calculated  ratio  and  the  gelatine- agar 
modulus  known  from  a  uniaxial  compression  test, 

5.  Results 

Six  pairs  of  plastisol  15  x  15  x  10  mm  blocks  and  cylindrical  samples  with  a  radius 
of  (  mm  were  constructed  using  different  amounts  of  softener  to  obtain  various  elastic 
moduli.  Tensile  uniaxial  tests  were  performed  to  measure  the  Young’s  modulus  of  the 
cylindrical  samples  while  indentation  tests  were  performed  on  the  block  shape  samples  to 
obtain  their  force-displacement  slopes.  The  results  of  these  experiments  are  summarized 
in  Table  1. 

According  to  this  table,  the  average  k  is  133.5.  In  the  mean  time  a  FE  model  was 
developed  to  simulate  the  indentation  experiment.  A  FE  mesh  for  a  15  x  15  x  10  mm 
block  was  constructed  and  the  material  was  assumed  to  be  incompressible  (u  =  0.495) 
with  an  arbitrary  Young’s  modulus  (E).  A  static  loading  corresponding  to  1.0  mm 
indentation  with  a  2.5  mm  radius  indenter  was  simulated  and  the  force-displacement 
slope  obtained.  This  simulation  led  to  a  conversion  factor  k  of  138  which  indicates  a 
disagreement  of  only  3%.  This  disagreement  is  mainly  due  to  the  full  slipping  boundary 
conditions  assumed  at  the  sample’s  bottom  and  the  indenter’s  contact  area.  The 
experiments  indicate  that  this  condition  is  closer  to  the  theoretical  full  slipping  condition 
with  soft  plastisol  blocks.  Since  real  breast  tissues  are  very  soft,  a  better  agreement  is 
expected.  To  demonstrate  the  performance  of  the  indentation  technique  for  breast  tissue 
Young’s  modulus  measurement,  three  tissue  specimens  were  tested.  Two  specimens  were 
obtained  from  a  61  and  41  year  old  breast  reduction  patients.  After  histology,  these 
specimens  were  later  identified  as  normal  adipose  and  fibroglandular  tissues  respectively. 
The  third  specimen  was  dissected  from  a  large  (~  8  cm)  tumor  obtained  from  a  42  year 
old  patient  who  under  went  mastectomy.  This  was  later  confirmed  to  be  a  high  grade 
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ductal  carcinoma.  These  specimens  were  cut  into  15  x  15  x  10  mm  blocks  and  each 
was  tested  at  least  4  times  after  preconditioning  to  make  sure  the  measurements  were 
repeatable.  With  a  preload  of  1  g  and  frequency  of  0.1  Hz,  force-displacement  curves 
were  obtained.  The  curve  of  the  last  cycle  of  these  specimens  are  depicted  in  Figure  5. 

As  seen,  these  curves  are  nonlinear.  To  obtain  the  force-displacement  slope  required 
for  Young’s  modulus  calculation,  the  least  squares  linear  fit  of  the  data  corresponding 
to  deformations  less  than  0.2  mm  was  obtained  for  each  curve.  Each  calculated  slope 
was  then  transformed  to  the  tissue  Young’s  modulus  using  a  conversion  factor  of  138. 
The  young’s  modulus  results  of  the  tested  tissues  are  summarized  in  Table  2. 

To  demonstrate  the  performance  of  the  MRE  measurement  technique,  the  adipose 
tissue  specimen  used  in  the  indentation  test  was  immediately  encased  in  a  30  x  30  x  37 
mm  gelatine- agarose  block  as  described  earlier.  Prior  to  the  MRE  experiment,  the 
Young’s  modulus  of  the  gelatine-agar  was  measured  using  a  uniaxial  test  resulting  in 
12.2  kPa.  To  perform  the  MRE  experiment,  the  encased  tissue  was  placed  inside  the 
birdcage  coil,  slightly  preloaded  to  ensure  full  contact  between  the  compressing  plates, 
and  advanced  inside  the  bore  of  a  GE  SIGNA  1.5  Tesla  scanner  (GE  Medical  Systems, 
Milwakee,  WI,  USA).  Sagittal  MRI  images  of  the  block  were  acquired  using  a  2-D  spin- 
echo  sequence  with  256  x  128  resolution,  1  mm  slice  thickness,  TR/TE  =  300/14  ms 
and  FOV  =  50  mm.  The  block  then  underwent  a  sinusoidal  compression  of  1  Hz  and  a 
1.5  mm  amplitude.  A  STEAM  pulse  sequence  with  TR/TE  —  950/12  ms  and  a  mixing 
time  Tm  of  500  ms  was  used  to  acquire  the  displacement  data  of  a  central  plane.  The 
strain  distribution  obtained  from  these  displacements  and  the  corresponding  magnitude 
image  are  shown  in  Figure  6.  Starting  with  a  Young’s  modulus  of  1  kPa,  as  an  initial 
guess,  convergence  was  achieved  after  5  iterations.  As  shown  in  Figure  6,  the  final 
reconstructed  modulus  is  6.7  kPa. 

Figure  5(a)  indicates  that  within  the  strain  range  of  this  experiment,  the  behavior 
of  the  adipose  tissue  is  nonlinear  .  As  such,  using  the  best  cubic  polynomial  fit  of  the  last 
cycle’s  data,  the  tangential  Young’s  modulus  was  evaluated  at  point  E  shown  in  Figure 
5(a)  resulting  in  5.6  kPa.  According  to  Figure  6(b),  the  strain  in  the  adipose  tissue 
region  is  slightly  inhomogeneous  and  averages  around  0.05.  As  such,  it  is  reasonable  to 
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compare  the  Young’s  modulus  obtained  from  the  MRE  technique  with  that  of  point  E. 
This  comparison  indicates  a  16%  disagreement. 

6.  Discussion  and  Conclusions 

A  system  for  breast  tissue  Young’s  modulus  measurement  was  developed.  In  this  system, 
small  block  shape  tissue  samples  are  indented  while  the  sides  are  unconstrained.  The 
Young’s  modulus  measurement  technique  is  based  on  an  indirect  method  where  the  force- 
displacement  indentation  response  is  transformed  to  the  tissue’s  Young’s  modulus  via 
a  theoretical  relationship.  A  mathematical  proof  based  on  FE  modeling  was  presented 
which  indicates  that  the  slope  of  the  force  displacement  response  is  linearly  related  to 
the  \ oung  s  modulus  as  seen  in  equation  6.  In  this  equation,  k  only  depends  on  the 
geometry  and  boundary  conditions  of  the  sample.  Two  methods  of  estimating  k  were 
presented,  experimental  and  theoretical  using  FE  modeling.  In  this  system,  attempts 
were  made  to  provide  in-vivo  conditions  using  a  temperature  control  system  to  maintain 
biological  temperature  and  by  placing  the  sample  in  a  shallow  bath  of  saline  to  preserve 
tissue  moisture. 

The  FE  simulation  method  agreed  very  well  with  the  experiment  and  comparison 
indicates  a  disagreement  of  only  3%.  This  small  disagreement  is  due  to  the  insignificant 
uncertainty  associated  with  slipping  boundary  conditions  at  the  sample’s  bottom  and 
indentation  contact  area  used  in  the  FE  model.  Erkamp  et  al  1998  [8]  showed  that 
slippage  at  the  side  boundary  significantly  increases  the  conversion  factor.  Controlling 
the  side  boundary  slippage  was  found  to  be  very  difficult.  As  such,  to  avoid  uncertainties 
associated  with  the  resulting  boundary  conditions,  it  was  decided  to  leave  the  side 
boundaries  unconstrained.  Calibration  and  tissue  test  results  indicate  that  this  system 
leads  to  highly  repeatable  measurements.  Furthermore,  with  constrained  cylindrical 
samples,  FE  analysis  indicates  that  20%  error  is  produced  as  a  result  of  0.5  mm  radius 
deviation  [8].  FE  modeling  of  unconstrained  block  shape  samples,  however,  indicates 
only  1%  error  resulting  from  0.5  mm  deviation  in  the  block’s  size.  This  implies  that 
small  geometry  imperfection  leads  to  insignificant  conversion  factor  errors.  Based  on  our 
experience,  using  the  cutting  technique  presented  earlier  rarely  results  in  more  than  0.5 
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mm  size  deviation.  Due  to  the  accuracy  and  efficiency  of  FE  modeling  and  its  flexibility 
in  modeling  block  shape  samples  with  various  dimensions,  it  is  clear  that  the  FE  method 
of  estimating  the  conversion  factor  is  more  practical  compared  to  the  experimental  way 
of  using  calibrated  samples. 

The  purpose  of  this  research  is  to  present  a  measurement  technique  that  can 
be  reliably  used  in  measuring  the  Young’s  modulus  of  various  breast  tissues.  These 
measurements  can  provide  a  foundation  for  the  interpretation  of  elastography  images. 
Figure  5  demonstrates  that  breast  tissues  are  significantly  nonlinear.  The  Young’s 
modulus  results  of  breast  tissues  presented  in  this  article  were  found  by  fitting  lines 
to  the  initial  portion  of  force-displacement  curves  where  the  displacement  is  less  than 
0.2  mm.  Furthermore,  given  the  nonlinearity  of  the  tissues,  it  can  be  concluded  that 
the  measured  Young’s  modulus  is  sensitive  to  the  amount  of  precompression.  The 
amount  of  used  precompression  in  such  experiments  is  a  very  significant  factor  which 
must  be  consistent  with  the  precompression  levels  used  in  elastography.  For  example, 
in  MRE,  very  little  precompression  is  usually  used  unlike  with  US  breast  elastography 
where  the  breast  is  compressed  significantly  while  displacement  data  is  acquired.  In 
our  measurements,  very  little  precompression  was  applied.  This  kind  of  measurement 
protocol  can  provide  a  data  base  suitable  for  MRE  image  interpretation.  The  results 
obtained  from  such  measurements  can  still  be  useful  for  other  elastography  modalities 
provided  the  tangential  Young’s  modulus  is  estimated  at  points  corresponding  to  the 
applied  precompression  in  the  elastography  experiment. 

In  addition  to  the  indentation  measurement  technique,  a  novel  method  to  measure 
tissue  Young’s  modulus  using  an  MRE  technique  was  also  developed.  With  this  method, 
it  is  possible  to  measure  the  Young’s  modulus  of  tissue  samples  with  an  arbitrary  size 
and  shape.  Results  obtained  from  this  method  indicate  a  good  agreement  with  results 
obtained  using  the  indentation  technique. 

Although  the  focus  of  this  research  is  breast  tissues,  the  presented  technique  can  be 
applied  for  other  soft  tissues  such  as  the  prostate.  The  indentation  measurement  system 
will  be  used  to  measure  the  Young’s  modulus  of  a  large  number  of  breast  tissue  samples 
to  obtain  a  reliable  data  base  that  can  be  used  for  MRE  image  interpretation.  Figure  5 
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indicates  that  there  is  a  significant  clearance  between  the  loading  and  unloading  curves 
within  a  cycle.  This  indicates  that  viscosity  effects  are  significant  in  breast  tissues. 
Based  on  the  force  displacement  data  obtained  from  the  indentation  tests,  it  is  possible 
to  estimate  tissue  viscosity  parameters  via  an  inverse  problem  model. 
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Table  1:  Experimental  conversion  factor  k  results  obtained  using  plastisol  PVC  mate¬ 
rial  with  different  amounts  of  softener. 

Table  2:  Young’s  modulus  results  of  three  breast  tissue  types.  These  values  were  ob¬ 
tained  using  the  indentation  technique  by  averaging  the  results  of  at  least  four  tests. 

Figure  1:  An  elastic  continuum  under  a  point  static  load  P. 

Figure  2:  The  unconstrained  indentation  system,  a)  schematic  of  the  indentation  ex¬ 
periment  apparatus,  b)  photo  of  the  indentation  apparatus,  c)  cutting  device,  d)  photo 
of  an  adipose  tissue  sample  prepared  using  the  cutting  device  shown  in  c). 

Figure  3:  FE  model  of  a  block  shape  sample  under  indentation.  The  deformed  shape 
of  the  sample  under  1.0  mm  indentation  can  be  seen. 

Figure  4:  MRE  compression  apparatus.  This  apparatus  applies  a  quasi-static  sinu¬ 
soidal  compression  to  a  soft  block  encasing  the  tissue  placed  in  a  birdcage  coil  to  achieve 
high  signal  to  noise  ratio. 

Figure  5:  Force  displacement  curves  of  indentation  tests  obtained  for  a)  adipose  tissue, 
b)  fibroglandular  tissue  and  c)  high  grade  ductal  carcinoma  samples.  In  a),  the  best 
cubic  polynomial  fit  of  the  last  cycle’s  points  is  shown. 

Figure  6:  MRE  technique  results,  a)  A  sagittal  image  of  a  central  slice  of  the  encased 
breast  adipose  tissue,  b)  Measured  strain  in  the  same  slice.  The  measured  strain 
indicates  that  the  adipose  tissue  undergoes  an  average  compressional  strain  of  0.05.  c) 
Graph  of  the  tissue  Young’s  modulus  iterative  calculation. 


Table  1 


sample  no. 

cylindrical  sample  height  (mm) 

Young’s  modulus  ( E ) 

1 

70 

181.1 

128 

2 

70 

182 

129 

3 

85 

41 

136 

4 

60 

40 

135 

5 

60 

40 

136 

6 

60 

40 

137 

Table  2 


adipose  tissue 

fibroglandular  tissue 

high  grade  ductal  carcinoma 

s  (N/m) 

10.3 

16.5 

58.9 

E  (kPa) 

1.4 

2.3 

8.1 

*  «■ 


c. 


Figure  3. 


gelatine-agar  block  encasing  tissue  sample 
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MR  validation  of  soft  tissue  mimicing  phantom  deformation  as  modeled 
by  nonlinear  finite  element  analysis 
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A  study  of  the  applicability  of  nonlinear  finite  element  analysis  (FEA)  to  predict  soft  tissue  defor¬ 
mation  was  validated  with  phase  contrast  magnetic  resonance  velocity  imaging,  A  phantom  of 
varying  stiffness  was  placed  in  a  special  purpose,  computer  controlled  MR  compatible  compression 
apparatus  which  provided  precise,  time  varying  compression  with  surface  deformations  on  the  order 
of  11%.  The  resulting  motion  was  measured  with  MR  velocity  images  acquired  throughout  the 
cycle  of  compression.  The  phantom  geometry  was  modeled  with  a  finite  element  mesh  and  the 
mechanical  properties  of  the  phantom  material  were  measured  and  incorporated  in  the  FEA  model 
The  motion  as  calculated  by  the  FEA  model  was  compared  to  the  motion  measured  with  MRI  and 
the  results  were  found  to  vary  with  the  material’s  Poisson’s  ratio  and  the  coefficient  of  friction,  A 
minimum  difference  was  reached  when  the  Poisson’s  ratio  and  coefficient  of  friction  were  set  to 
0.485  and  03,  respectively.  Under  these  conditions,  the  root  mean  square  difference  was  found  to 
be  14.4%.  ©  2002  American  Association  of  Physicists  in  Medicine .  [DOI:  10.1118/1.1420733] 


L  INTRODUCTION 

In  recent  years  there  has  been  a  renewed  interest  in  the  bio¬ 
mechanical  properties  of  soft  tissue.  This  interest  is  moti¬ 
vated  by  a  number  of  emerging  applications  in  medical  im¬ 
aging  and  tissue  simulation.  In  imaging  applications,  it  is 
clear  that  multimodality  imaging  is  becoming  increasingly 
important  as  a  means  of  detecting  both  functional  and  ana¬ 
tomic  elements  of  disease,  A  good  example  would  be  in 
breast  imaging  where  mammography,  US,  MRI,  and  scinti- 
mammography  data  are  acquired,  each  reporting  different  as¬ 
pects  of  tissue  morphology  and  physiology.  However,  images 
taken  with  these  four  modalities  occur  in  different  geom¬ 
etries,  thereby  making  comparison  difficult.  In  order  to  en¬ 
sure  meaningful  correlation  of  these  data,  a  means  of  map¬ 
ping  or  co-registering  one  image  into  another  in  a 
biomeehanically  accurate  manner  is  needed.1  Accordingly, 
knowledge  of  the  constitutive  properties  of  normal  and  dis¬ 
eased  tissues  and  the  means  for  accurate  finite  element  analy¬ 
sis  (FEA)  modeling  are  required.  Furthermore  success  In  this 
application  offers  further  opportunities  for  FEA  modeling  for 
surgical  simulation  and  predicting  reconstructive  suigical 
outcomes. 

Another  interesting  application  is  in  the  area  of  disease 
diagnosis.  It  is  well  recognized  that  different  pathologies  can 
be  manifest  as  local  variations  in  tissue  stiffness,  a  concept 
which  is  routinely  used  in  clinical  palpation  for  breast  can¬ 
cer.  The  details  of  the  biomechanical  properties  may  reflect 
the  molecular  features  of  the  underlying  components  of  the 
tissue  and  may  be  influenced  by  the  alterations  in  the  tissue 
microvasculature  associated  with  cancer.  Changes  in  mi¬ 
crovasculature  may  in  part  be  responsible  for  the  observed 
increases  in  tissue  interstitial  pressure2  which  In  turn  influ¬ 
ences  apparent  stiffness.  Previous  ex-vivo  studies  have  dem¬ 
onstrated  variations  in  the  elastic  modulus  of  tissue  as  much 
as  15-fold  between  normal  breast  parenchyma  and  highly 


calcified  breast  carcinomas.3  To  exploit  the  potential  for  de¬ 
tection  and  characterization  intrinsic  in  these  biomechanical 
variations,  many  investigators4-6  have  attempted  to  develop 
imaging  methods  which  visualize  and/or  calculate  the  distri¬ 
bution  of  stiffness  throughout  the  anatomy.  This  imaging 
concept,  often  referred  to  as  Elastography,  was  developed  by 
the  US  community7  and  has  more  recently  become  an  active 
area  of  investigation  in  the  MR  community.8-11  Frequently 
Elastography  requires  the  use  of  inverse  solutions12-14  to  re¬ 
construct  tissue  modulus  on  the  basis  of  tissue  deformation 
which  in  turn  implies  an  understanding  of  the  underlying 
response  of  tissue  to  known  loads.  Some  of  these  inversion 
processes15-17  utilize  FEA  methods  and  therefore  an  under¬ 
standing  of  the  applicability  of  FEA  will  facilitate  the  devel¬ 
opment  of  inverse  solutions. 

Thus  an  understanding  of  the  applicability  of  FEA  to 
modeling  heterogeneous  structure  Is  required.  In  this  paper, 
we  develop  a  heterogeneous  tissue  equivalent  phantom,  ap¬ 
ply  known  time  dependent  compression  and  measure  the  mo¬ 
tion  with  MR.  In  parallel,  FEA  modeling  of  the  phantom  was 
conducted  and  a  comparison  of  the  calculated  motion  and  the 
measured  motion  was  completed.  The  purpose  of  this  paper 
is  to  present  a  validation  study  of  using  the  FEA  in  predicting 
soft  tissue  deformation.  This  study  consists  of  two  compo¬ 
nents.  One  is  the  consideration  and  details  that  must  be  taken 
into  account  to  have  a  reliable  FEA  model  and  the  other  is 
studying  the  errors  associated  with  MRI  measurement  of  mo¬ 
tion  and  how  they  can  be  corrected.  Accordingly,  in  this  pa¬ 
per  we  explore  the  accuracy  of  FEA  modeling  to  soft  tissues 
based  on  a  validation  with  MR  motion  tracking. 

II.  MATERIALS  AND  METHODS 

A.  Phantom  development  and  MR  motion  tracking 

A  heterogeneous  soft  tissue  equivalent  phantom  was  con¬ 
structed  using  gelatin  agar  materials  and  distilled  water 
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(b) 


Fig.  1.  A  typical  phantom  with  dual  agar  inclusions  (a).  Schematic  cross 
section  of  the  phantom  used  in  the  experiment  (b). 


(SIGMA-ALDRICH  CANADA  LTD.).  These  materials  are 
commonly  used  in  MR  experiments  as  a  tissue  equivalent 
material.9,12  The  phantom  consisted  of  two  cylindrical  inclu¬ 
sions  of  varying  stiffness  embedded  in  a  cubic  phantom  as 
shown  in  Fig.  1.  The  two  inclusions  were  composed  of  a 
mixture  of  6%  gelatin  1%  agar,  and  3%  gelatin,  respectively. 
The  main  body  of  the  phantom  was  a  mixture  of  5%  gelatin 
0.25%  agar.  Agar  concentration  was  varied  to  create  materi¬ 
als  with  a  range  of  stiffness.  Gelatin  was  used  to  provide 
strong  coupling  and  prevent  slippage  between  the  inclusions 
and  the  main  body  during  the  motion  cycle.  The  material 
stiffness  of  the  gels  were  representative  of  values  previously 
measured  in  soft  tissue.3 

The  phantom  was  placed  in  a  MR  compatible  mechanical 
compression  device  which  was  capable  of  applying  highly 
repeatable  and  controlled  compression.  As  shown  in  Fig.  2, 
the  motion  was  delivered  by  an  ultrasonic  motor  coupled  to 
the  compressor  cam  through  a  timing  belt.  An  ultrasonic  mo¬ 
tor  was  used  as  it  contains  no  ferromagnetic  components  and 
was  found  to  not  produce  artifacts  when  placed  greater  than 


Fig.  2.  Geometry  of  the  phantom  and  compressor  system. 


50  cm  away  from  the  object  being  imaged.  The  motor  was 
computer  controlled  and  generated  a  synchronization  signal 
at  the  start  of  each  compression  cycle  which  was  used  to 
trigger  the  MR  pulse  sequence.  The  amplitude  of  the  longi¬ 
tudinal  motion  can  be  controlled  by  adjusting  the  geometry 
of  the  cam.  The  phase  of  the  cam  relative  to  the  motor's  TTL 
timing  signal  is  also  adjustable.  The  phantom  motion  was 
constrained  by  two  plates  along  the  z  direction  as  shown  in 
Fig.  2  to  minimize  motion  parallel  to  the  axis  of  the  cylin¬ 
drical  inclusions  and  thereby  better  simulate  a  two- 
dimensional  motion  geometry.  The  phantom  was  placed  on 
paper  which  was  used  to  absorb  moisture  and  prevent  slip¬ 
ping.  A  surface  coil  was  mounted  in  the  compression  device 
adjacent  to  the  phantom  and  used  to  deliver  high  SNR. 

Imaging  was  done  on  a  1.5  Tesla  whole-body  imager  (GE 
Medical  Systems  SIGNA).  The  velocity  of  the  voxels  was 
measured  with  a  spoiled  gradient  recalled  pulse  sequence 
that  incorporated  bipolar  motion  sensitizing  gradients  during 
the  TE  interval.  The  imaging  parameters  used  were  a  TR  and 
TE  of  76  ms  and  16  ms,  10  mm  slice  thickness,  10  cm  field 
of  view,  256X128  pixels,  and  a  10°  tip  angle.  All  of  the 
imaging  was  done  in  the  axial  (x-y)  plane  (Fig.  1).  The 
frequency  of  oscillation  of  the  compressor  plate  was  0.75  Hz. 

A  preliminary  experiment  was  conducted  to  test  the  sinu¬ 
soidal  nature  of  the  time  varying  motion  of  the  compressor 
plate.  This  was  done  by  attaching  a  thin  piece  of  gelatin  to 
the  compressor  plate  and  tracking  its  velocity  during  the 
cycle  of  motion.  The  maximum  velocity  to  achieve  a  tt  phase 
rotation  (Venc)  was  set  to  20  mm/s. 

Velocity  images  for  the  inclusion  phantom  were  acquired 
for  both  the  x  and  v  directions  during  cyclical  motion  with 
Venc  set  at  20  mm/s  and  18  mm/s,  respectively.  The  overall 
motion  of  the  phantom  at  the  compressor  plate  was  5.9  mm 
along  the  x  direction.  This  corresponds  to  an  average  strain 
of  0. 1 1.  The  duration  of  the  bipolar  gradients  were  10  ms  and 
their  strength  were  varied  to  achieve  the  appropriate  motion 
sensitivity.  To  remove  offsets  due  to  B0  inhomogeneity  from 
the  final  phase  data,  two  averages  for  each  line  of  k  space 
were  acquired  and  subtracted  while  alternating  the  polarity 
of  the  bipolar  gradients. 

B.  Velocity  tracking  algorithm 

The  velocity  data  acquired  during  the  compression  cycle 
was  used  to  calculate  spin  displacement  using  an  algorithm 
similar  to  that  described  by  Pelc  et  a/.18  In  our  implementa- 
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Fig,  3,  Uncompressed  (a)  and  compressed  finite  element  mesh  (b)  used  to 
model  the  phantom  with  the  hard  and  soft  inclusions  (left  and  right,  respect¬ 
fully). 


tion  of  the  algorithm,  the  velocity  data  was  integrated  over 
time  based  on  first  and  second  order  motions  derived  from  a 
Taylor  expansion  of  the  motion  trajectory  and  an  iterative 
estimation  of  acceleration.  The  integration  was  conducted 
both  forward  and  backward  in  time  and  the  paths  were 
averaged.18  To  test  the  effectiveness  of  this  technique,  we 
compared  the  motion  of  the  compressor  plate  to  that  calcu¬ 
lated  by  the  tracking  algorithm  and  the  degree  to  which  the 
trajectory  fits  a  sinusoidal  temporal  profile. 

C.  Material  stiffness  measurements 

The  mechanical  properties  of  the  materials  which  were 
incorporated  in  the  FEA  model  were  obtained  using  a 
uniaxial  loading  experiment.  Samples  of  each  of  the  phantom 
components  measuring  approximately  5  cmX5  cmX3  cm 
were  placed  on  an  electronic  balance  and  a  uniform  compres¬ 
sion  was  applied  to  the  upper  surface.  Strain  was  varied  in 
multiple  small  increments  to  a  maximum  of  approximately 
0.11  using  a  calibrated  vernier.  The  time  between  each  strain 
increment  was  3  seconds  and  a  balance  measurement  was 
obtained  immediately  after  each  strain  increment.  The  stress 
was  calculated  for  each  strain  increment  by  dividing  the  elec¬ 
tronic  balance  measurement  of  total  force  by  the  initial  cross 
sectional  area  of  the  sample.  From  these  data,  a  stress-strain 
plot  was  obtained  for  each  material.  To  test  for  strain  rate 
effects  in  stiffness,  a  second  set  of  stress-strain  measure¬ 
ments  were  obtained  in  which  the  strain  increments  were 
increased  by  a  factor  of  5  to  the  same  maximum  strain  val¬ 
ues.  A  third  experiment  to  detect  tissue  hysteresis  was  con¬ 
ducted  by  comparing  the  modulus  while  increasing  and  de¬ 
creasing  the  applied  stress.  These  stress-strain 
measurements  were  incorporated  into  the  FEA  model  of  the 
phantom. 

D.  FEA  model 

A  finite  element  mesh  (Fig.  3)  was  manually  generated 
using  the  known  geometry  of  the  phantom.  The  mesh  that 
was  produced  was  two-dimensional  since  the  motion  was 
assumed  to  be  insignificant  along  the  third  dimension  due  to 
the  applied  constraints.  The  mesh  was  composed  of  728, 
4-noded  elements.  Small  imperfections  on  the  perimeter  of 
the  phantom  were  not  modeled. 


To  model  a  continuum,  constitutive  assumptions  are  used 
to  describe  the  response  of  the  material  to  applied  forces. 
Material  theories  based  on  linear  and  nonlinear  stress-strain 
relations  were  used  in  the  analysis. 

For  the  linear  material  theory,  the  Young’s  modulus  of  the 
materials  that  was  determined  through  a  linear  fit  of  the 
uniaxial  loading  experiment  was  implemented  in  the  model. 
For  the  nonlinear  behavior  modeling,  a  hyperelastic  incom¬ 
pressible  model  was  used  in  conjunction  with  the  large  de¬ 
formation  theory  to  account  for  geometrical  nonlinearities. 
For  this  purpose  a  Mooney-Rivlin  strain  energy  function19 
was  used  to  model  the  material  stress— strain  relationship  de¬ 
fined  as 

^(^i?^2^3)”C10(/1  —  +  l)2. 

(1) 

C 10  and  C01  are  constants  (ABAQUS/Standard  User’s  Manu¬ 
als,  Version  5,7  (1998),  Hibbitt,  Karlsson,  and  Sorenson, 
Inc.)  that  are  related  to  the  stress-strain  relationship  of  the 
material  such  that 

<r = 6  C  |0+  C0I  —  ( C  |0+  2  C0l)  €} ,  (2) 

where  a  and  e  are  the  stress  and  strain  in  the  uniaxial  direc¬ 
tions,  /  j  and  1 2  are  defined  as 

/^/-^(Xf+Xl+Xf),  (3) 

/2  =  /J3(Xj  2+X2  2  +  X3  2).  (4) 

Xj  are  the  principal  stretches  which  are  the  eigenvalues  of  the 
square  root  of  FTF.20  F  is  die  material  deformation  gradient 
which  physically  describes  the  motion  that  each  point  incurs 
during  the  compression,  J  is  the  determinant  of  the  deforma¬ 
tion  gradient  F.20  For  infinitesimal  strain,  D  is  related  to  the 
bulk  modulus  of  compression  through  the  equation 

D  =  2/Kq.  (5) 

For  infinitesimal  strain,  the  bulk  modulus  of  compression 
is  defined  as 

^0=2(CO1+C1O)/(1  -2v),  (6) 

where  v  is  the  Poisson’s  ratio. 

Accordingly,  we  calculated  these  parameters  by  fitting  the 
stress-strain  relationships  from  the  uniaxial  experiments  to  a 
second  order  equation  in  strain  and  solved  for  the  parameters 
C01  and  C10  through  Eq.  (2). 

Both  material  theories  assumed  that  the  material  proper¬ 
ties  were  isotropic,  meaning  that  stiffness  and  compressibil¬ 
ity  are  independent  of  the  choice  of  reference  frame.  Com¬ 
pressibility  in  the  linear  material  theory  was  modeled 
directly  through  Poisson’s  ratio.  Compressibility  in  the  hy¬ 
perelastic  (nonlinear  material)  model  is  determined  through 
the  D  parameter.  It  was  assumed  that  the  compressibility  of 
each  material  was  the  same  and  independent  of  strain.  Since 
the  Poisson’s  ratio  of  the  gel  was  not  measured  experimen¬ 
tally,  this  parameter  was  adjusted  to  achieve  a  minimum  dif¬ 
ference  in  calculated  and  measured  displacement  over  the 
area  of  the  phantom. 
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Unlike  the  slow  cyclical  compression  delivered  in  the  MR 
experiment,  the  compression  for  the  FEA  was  modeled  as  a 
single  step  compression  of  5.9  mm  as  applied  in  the  MR 
experiment.  This  choice  was  made  since  acceleration  in¬ 
duced  forces  within  the  phantom  are  negligible  compared  to 
the  stress  distribution  arising  from  the  applied  loading.  Ac¬ 
cordingly,  a  static  FEA  model  is  a  reasonable  approximation. 
Other  studies  have  shown  that  mechanical  behavior  is  influ¬ 
enced  significantly  by  the  slippage  condition  of  loaded 
surfaces.21  In  Hall  et  aL ,21  two  slippage  boundary  conditions 
were  applied  in  the  FE  model,  one  with  free  slippage  and  the 
other  with  no  slippage.  This  led  to  a  significant  difference  in 
the  predicted  mechanical  behavior  obtained  from  these  two 
models.  In  our  FE  model,  we  used  a  more  realistic  model  to 
simulate  the  slippage  between  the  top  of  the  phantom  and  the 
moving  compression  plate.  For  this  purpose,  an  isotropic 
coefficient  of  Coulomb  friction  was  applied  in  the  FEA 
model  (ABAQUS  User  Manuals).  This  allows  for  slipping 
once  the  shear  stress  as  on  a  surface  is  greater  than  the 
critical  stress.  In  the  Coulomb  friction  model,  this  relation¬ 
ship  is  described  through  the  contact  pressure  p  and  the  co¬ 
efficient  of  friction  / 

(Ts>fp.  (7) 

The  coefficient  of  friction  was  fit  using  a  minimum  dif¬ 
ference  in  the  displacement  comparison.  The  boundary  con¬ 
dition  modeled  for  the  bottom  of  the  phantom  was  nonslip. 

E.  Comparison  analysis  of  experimental  and  FEA 
data 

To  compare  the  measurements  of  displacement  deter¬ 
mined  from  the  experiment  to  that  calculated  with  the  FEA 
model,  we  calculated  the  average  RMS  difference.  Specifi¬ 
cally,  this  amounted  to 

\=AT,2|(«?-iif)/«"|,  (8) 

e=N~x%\{u^-uFy)lu%  (9) 

where  u and  uFx  stand  for  the  displacements  along  the  x 
direction  calculated  from  the  MR  velocity  images  and  the 
FEA  model,  respectively.  In  order  to  maximize  the  signifi¬ 
cance  of  this  error  parameter,  pixels  were  excluded  in  the 
analysis  that  underwent  very  small  motions  less  than  0.4  mil¬ 
limeters.  This  number  corresponds  to  a  motion  approxi¬ 
mately  10  times  that  expected  from  noise  in  the  NMR 
images22  and  represents  a  lower  limit  of  motions  for  which 
the  FEA  was  tested.  The  overall  root  mean  square  difference 
A  is  defined  as 

a =(\2+e2)'12.  (io) 

F.  Phantom  empirical  displacement  simulation 

The  results  from  the  above  comparison  analysis  will  be 
influenced  by  real  differences  in  motion  predicted  by  FEA 
and  that  seen  in  the  MR  tracking  experiment  as  well  as  noise 
in  the  experimental  data.  Thus  even  in  the  case  where  no 
differences  in  the  FEA  and  experimental  tissue  motions  were 


to  occur,  the  comparison  analysis  in  the  presence  of  noise 
would  yield  a  finite  error.  Thus  to  obtain  an  estimate  of  the 
size  of  this  effect,  a  numerical  simulation  was  conducted.  A 
numerical  phantom  undergoing  known  motion  was  created 
and  the  comparison  analysis  was  completed  with  the  same 
phantom  with  added  noise  typical  of  that  expected  from  the 
MR  experiment. 

The  simulation  was  based  on  empirical  observations  made 
from  previous  experimental  velocity  data  sets  and  FEA  dis¬ 
placement  calculations  of  similar  phantoms.  In  general,  the 
internal  displacements  of  the  phantom  that  were  calculated 
by  FEA  can  be  approximated  as  decreasing  linearly  from  the 
compressor  plate  to  the  bottom  of  the  phantom.  Linearity 
was  also  observed  in  the  velocity  images  hence  a  linear 
change  of  displacement  was  incorporated  into  the  simulation. 
The  simulation  consisted  of  a  square  two-dimensional  object 
made  up  of  151X151  pixels  (0.3906  mm/pixel).  The  object 
underwent  sinusoidal  time  varying  compression  with  a  maxi¬ 
mum  amplitude  of  6  mm  at  the  top  of  the  phantom.  The 
temporal  and  spatial  variation  in  displacement  along  the  di¬ 
rection  of  compression  (*  axis)  was  given  as 

*</(*)  =  3(cos(flr)-  l)*^.*),  (11) 

where  fl=27r/1.333  s~l.  The  function  varies  linearly  from 
0  at  the  bottom  of  the  phantom  to  1  for  the  top  of  the  phan¬ 
tom.  The  spatial  and  temporal  variation  in  displacement  per¬ 
pendicular  to  the  direction  of  compression  (y)  was  given  as 

y</0*,y)  =  3(cos(fh)  - 1  )yp(x,y)9  (12) 

yp(x*y)  =  [0.027  ly  —  0.8]* 

Xexp(  —  (|jc  — 29.5|)1/2/3.13X  108).  (13) 

y  p  was  maximum  near  the  sides  of  the  phantom,  0  along  the 
center  of  the  phantom  and  varied  along  the  direction  of  com¬ 
pression  (jc)  to  model  the  bulging  effect  (Fig.  4)  seen  experi¬ 
mentally  at  the  center  of  the  phantom  during  compression. 
From  these  formulas  for  displacement,  the  velocity  was  cal¬ 
culated  by  taking  the  temporal  derivatives.  A  velocity  image 
was  created  every  76  ms  using  a  MATLAB  linear  interpola¬ 
tion  function.  Gaussian  noise  was  randomly  added  through  a 
standard  deviation  of  the  velocity  ( av )  to  each  velocity  im¬ 
age  to  create  a  realistic  simulation.  The  standard  deviation  in 
the  velocity  added  to  the  data  is  given  as 

a V  =  V  max  / (  77 SNRm ag)  ,  (14) 

where  umax  is  the  maximum  velocity  encoded  by  the  MR 
pulse  sequence  and  SNRMAG  is  the  magnitude  of  the  signal- 
to-noise  ratio  in  the  magnitude  image.  This  equation  is  based 
on  the  premise  that  noise  in  the  velocity  image  is  propor¬ 
tional  to  the  phase  noise,  which  is  inversely  proportional  to 
SNRmag.  The  parameters  used  in  the  simulation  were  umax 
=20mm/s  and  SNRMAG=40,  matching  those  in  the  experi¬ 
mental  conditions. 

The  MR  velocity  data  had  a  background  offset  phase, 
which  meant  that  even  when  there  was  no  motion  a  nonzero 
velocity  was  recorded.  To  simulate  this  effect,  a  spatially 
variable  background  offset  ranging  from  0  to  1.5  mm/s  was 
added  to  each  image  in  the  velocity  data  set.  The  offset  was 
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(a) 


Fig,  4,  Simulated  velocity  image  at  304  ms  for  the  displacement  along  the  x 
direction  (a)  and  along  the  y  direction  (b). 


similar  to  the  magnitude  of  the  offset  measured  in  the  MR 
velocity  data  set.  The  simulated  velocity  data  is  illustrated  in 
Fig,  4  which  is  an  image  of  velocity  data  at  304  ms  into  the 
cycle.  Note  in  Fig,  4(a),  the  velocity  in  the  x  direction  is 
greatest  near  the  top  of  the  phantom  and  is  close  to  zero  at 
the  bottom, 

III.  RESULTS 

A.  MR  motion  tracking 

The  displacement  tracking  method  was  first  applied  to  the 
MR  velocity  images  of  a  rigid  cylinder  that  were  acquired 
while  tracking  the  motion  of  the  compressor  plate.  The  for¬ 
ward  and  backward  integration  however  yielded  different 
paths.  For  cyclical  motion,  the  material's  initial  starting  point 
should  equal  its  final  calculated  position,  however  as  shown 
in  Fig,  5  the  calculated  finish  point  at  time  1.333  s  did  not 
correspond  to  the  initial  starting  point  at  time  0  s.  This  is  due 
to  a  slowly  varying  phase  offset  throughout  the  image  plane 
which  causes  an  offset  velocity.  This  phase  offset  was  mea¬ 
sured  by  acquiring  velocity  data  while  a  phantom  was  sta¬ 
tionary,  The  source  of  this  offset  may  be  related  to  gradient 
induced  eddy  currents.  It  was  found  that  the  phase  offset 
corresponds  to  approximately  an  overall  velocity  variation  of 
1,5  mm/s  across  the  phantom.  This  phase  offset  was  effec¬ 
tively  removed  by  incorporating  the  weighted  averaging  of 
the  forward  and  backward  integration  as  shown  in  Fig,  5(b). 
After  weighted  averaging,  the  overall  maximum  average 
pixel  displacement  of  the  cylinder  was  4.91  mm.  This  calcu¬ 
lation  compares  well  to  the  applied  displacement  amplitude 
of  4.80  mm. 

The  motion  MR  tracking  method  was  then  applied  to  the 
phantom  undergoing  the  sinusoidal  compression.  From  the 
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Fig.  5.  The  forward  (■)  and  backward  (+)  path  for  a  pixel  undergoing  a 
rigid  body  displacement  of  -4.80  mm.  Note  that  the  final  position  at  t 
=  1,33  s  is  not  equal  to  the  initial  position  (a).  The  weighted  average  be¬ 
tween  the  forward  and  backward  path  (•)  together  with  the  true  sinusoidal 
motion  { — ).  The  start  and  end  points  are  set  to  0  (b). 


experimental  velocity  data,  the  displacement  was  calculated 
for  the  majority  of  the  phantom  at  maximum  compression  as 
shown  in  Fig.  6.  Displacement  tracking  near  the  edges  of  the 
phantom  was  inaccurate  due  to  offset  effects  and  lower  SNR 
and  therefore  87%  of  the  overall  area  of  the  phantom  was 
used  for  the  comparison  of  the  FEA  and  MR  data.  The  effect 
the  inclusions  have  on  the  displacement  fields  is  seen  as  a 
subtle  shift  in  symmetry  on  the  displacement  field  from  the 
left  to  right  side  of  the  phantom, 

B,  FEA  model 

The  data  collected  from  the  uniaxial  experiment  on  the 
phantom  material  is  shown  in  Fig.  7,  resulting  in  a  Young’s 
modulus  as  determined  for  a  linear  fit  to  the  stress-strain  data 
as  indicated  in  Table  L  Using  our  apparatus,  we  found  that 
applying  different  strain  rates  did  not  lead  to  statistically  sig¬ 
nificant  variations  in  Young’s  modulus  measurement. 

The  uniaxial  experiment  for  larger  strain  rates  intervals 
produced  similar  stress-strain  curves  when  compared  to  the 
stress-strain  data  generated  for  a  lower  strain  rate.  Further¬ 
more,  from  the  stress— strain  data  acquired  during  repeated 
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Fig.  6.  The  displacement  along  the  x  direction  for  the 
FEA  calculation  (a),  the  MRI  measurement  (b)  and  the 
image  of  the  difference  between  them  (c).  The  displace¬ 
ment  along  the  y  direction  for  the  FEA  calculation  (d), 
the  MRI  measurement  (e),  and  the  image  of  the  differ¬ 
ence  between  them  (f).  The  FEA  calculation  of  dis¬ 
placement  used  a  Poisson’s  ratio  of  0.485  and  a  coeffi¬ 
cient  of  friction  of  0.3.  The  black  circles  in  each  figure 
indicate  the  position  of  the  inclusions. 


cycles  of  increasing  and  decreasing  the  stress,  it  was  found 
that  the  hysteresis  of  the  materials  was  insignificant.  In  ad¬ 
dition,  these  nonlinear  data  were  fit  to  the  Mooney-Rivlin 
constants  C0i  and  C10  which  are  shown  in  Table  I. 

C.  FEA  analysis 

The  constitutive  properties  of  the  materials  listed  in  Table 
I  were  incorporated  in  the  FEA  model  and  the  displacements 
were  calculated.  The  Young’s  modulus  of  the  second  and 
third  materials  in  this  table  compare  well  with  the  findings  of 
Hall  et  al.21  while  the  first  material  cannot  be  compared 
since  the  agar  concentration  is  out  of  the  range  investigated 
in  the  said  paper.  Figure  6  illustrates  the  displacements  ob¬ 
tained  for  a  FEA  model  with  a  Poisson’s  ratio  of  0.485  and  a 
coefficient  of  friction  of  0.3.  Note  that  the  displacement  im¬ 
age  for  the  FEA  has  been  linearly  interpolated  to  a  pixel 
resolution  of  0.5  mm  for  visual  comparison.  Each  pixel  in 
the  displacement  image  corresponds  to  the  displacement  that 
occurred  at  maximum  compression  for  that  particular  point. 
Overall,  there  is  a  qualitative  agreement  between  the  dis¬ 
placement  fields. 

Poisson’s  ratio  and  the  coefficient  of  friction  of  the  phan¬ 
tom  were  estimated  through  a  minimization  of  the  RMS  dif¬ 


ference  A  as  previously  defined.  Using  the  RMS  difference 
to  fit  Poisson’s  ratio  and  the  coefficient  of  friction,  Figure 
8(a)  illustrates  A  as  a  function  of  Poisson's  ratio  for  a  coef¬ 
ficient  of  friction  of  0.3.  Clearly  A  is  minimum  for  a  Pois¬ 
son’s  ratio  close  to  0.485.  By  plotting  A  as  a  function  of  the 
coefficient  of  friction  for  a  Poisson’s  ratio  of  0.480,  0.485, 
and  0.49  [Fig.  8(b)],  the  coefficient  of  friction  was  deter¬ 
mined  to  be  0.3.  The  effect  of  slipping  on  the  FEA  model 
was  found  to  be  relatively  limited  to  only  the  upper  portions 
of  the  phantom. 

The  RMS  difference  A  is  listed  in  Table  II  for  both  the 
nonlinear  material  model  and  the  linear  material  model.  The 
results  in  Table  II  are  for  a  linear  material  model  with  a 
Poisson’s  ratio  i^=0.485.  Using  this  value  of  Poisson’s  ratio, 
it  results  in  a  nonlinear  material  model  with  D 
=  26.1  (N/mm2)"1  for  the  main  body  (corresponding  to  a 
Poisson’s  ratio  of  0.485  for  small  strains).  From  Table  II,  one 
would  expect  the  RMS  difference  to  be  slightly  better  for  the 
nonlinear  theory,  however  the  slight  increase  could  be  due  to 
the  difference  in  the  representation  of  compressibility. 

The  error  calculated  through  the  comparison  of  the  MR 
data  set  and  the  FEA  model  however  is  influenced  by  the 
noise  in  the  MR  images.  This  effect  was  studied  on  the  simu¬ 
lated  phantom  velocity  data  set.  The  tracking  method  was 
initially  applied  on  the  noise  free  velocity  data  set  from  the 
simulation  and  the  displacement  was  calculated  at  t 
=  684  ms.  An  error  analysis  was  used  to  compare  the  true 
displacement  to  the  calculated  displacement  at  t=684ms 
with  the  root  mean  square  difference  over  N  pixels  defined  as 


£=(n2+02)l/2, 

(15) 

(16) 

®=N-l2\(UC-uTy)/ucy\y 

(17) 

Table  I.  Young's  modulus  and  Mooney  Rivlin  coefficients  of  the  phantom 
materials  calculated  by  fitting  uniaxial  data. 


Phantom  material 

C0I  (Pa) 

Cl0  (Pa) 

Young’s  modulus  (Pa) 

6%  gelatin,  1%  agar 

26  300 

-23  300 

26  800 

5%  gelatin,  0.25%  agar 

5400 

-4200 

11  200 

3%  gelatin 

2200 

-1700 

4500 
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(a) 


Poisson's  Ratio 


Fig.  8.  Hie  root  mean  square  difference  A  as  a  function  of  Poisson’s  ratio 
for  the  linear  (•)  and  nonlinear  (■)  FEA  models  for  a  coefficient  of  friction 
of  0.3  (a).  The  root  mean  square  difference  A  for  a  linear  FEA  model  with 
a  Poisson’s  ratio  of  0.48  (•),  0.485  (■)  and  0.49  (A)  (b). 

where  uTx  is  the  value  obtained  from  Eq.  (11)  and  uc.  is  the 
displacement  calculated  with  the  tracking  algorithm  along 
the  x  direction.  Using  this  definition,  the  RMS  difference  | 
for  the  two  sets  of  data  was  1.5%.  This  result  illustrates  that 
ignoring  the  higher  order  terms  in  the  Taylor  expansion  as 
well  as  having  a  time  of  76  ms  between  each  velocity  frame 
is  sufficient  to  obtain  an  accurate  estimation  of  displacement. 

The  tracking  algorithm  was  then  used  to  estimate  the 
RMS  difference  that  occurs  due  to  noise  and  offset.  The  dis¬ 
placement  was  calculated  from  the  simulated  velocity  set 
with  noise  and  offset  and  then  compared  to  the  noise  free 
displacement.  To  be  consistent  with  the  error  as  indicated  in 


Table  H.  NB,  for  X  and  N  is  625  and  596.  respectively. 


Linear 

Nonlinear 

X 

9.4% 

00 

a* 

0 

10.9% 

11.2% 

Sec.  HE,  pixels  whose  motion  were  less  than  0.4  mm  were 
not  considered  in  the  error.  For  the  representative  noise  and 
offset  levels  included  in  the  simulation,  the  calculated  RMS 
difference  |  was  2.9%. 

Finally,  the  effect  of  misalignment  between  the  experi¬ 
mental  phantom  set  of  data  and  the  FEA  calculation  of  mo¬ 
tion  was  studied  with  the  simulation.  When  a  comparison  of 
the  same  sets  of  displacement  data  was  made  with  an  offset 
of  1  pixel  (0.39  mm),  the  RMS  difference  £,  as  previously 
defined  was  3.5%.  For  an  offset  of  0.78  mm,  the  RMS  dif¬ 
ference  f  increased  to  7%. 

The  RMS  difference  due  to  pixel  misalignment  of  the  MR 
and  the  FEA  displacement  data  and  noise  inherent  to  the  MR 
measurement  of  displacement  hence  affect  the  results  seen  in 
Table  II.  The  results  then  in  Table  II  reflect  the  true  differ¬ 
ences  in  displacement  intrinsic  to  the  FEA  model  as  well  as 
errors  associated  with  misalignment  and  MR  noise. 

IV.  DISCUSSION 

Through  series  of  experiments  using  MR  velocity  imag¬ 
ing,  it  is  evident  that  for  simple  geometry  and  material  used 
in  our  experiments,  finite  element  analysis  accurately  pre¬ 
dicted  soft  tissue  deformation  for  moderate  surface  deforma¬ 
tions.  However,  certain  assumptions  regarding  the  modeling 
of  compressibility  may  have  produced  differences  between 
the  FEA  model  and  the  MR  measurement.  Furthermore,  a 
smaller  error  possibly  could  have  resulted  from  the  differ¬ 
ences  in  the  application  of  the  compression  between  the  ex¬ 
periment  and  the  FEA  model.  Finally,  the  MR  measurement 
of  motion  had  an  associated  noise  level  that  also  caused  dif¬ 
ferences  between  the  FEA  model  of  the  displacement  and  the 
MR  measurement. 

For  both  material  models,  it  was  assumed  that  compress¬ 
ibility  was  independent  of  material  and  strain  and  this  may 
have  caused  some  error  since  material  compressibility  was 
not  measured.  Experimental  measurements  of  compressibil¬ 
ity  are  extremely  difficult  and  cannot  be  made  with  any  de¬ 
gree  of  accuracy.  In  general,  researchers  working  in  this  field 
have  estimated  the  Poisson’s  ratio  of  soft  tissue  to  be  near 
incompressible  and  our  initial  assumption  was  similar.  How¬ 
ever,  with  the  assumption  of  near  incompressibility,  the  dis¬ 
placement  errors  were  somewhat  larger  for  both  the  nonlin¬ 
ear  and  linear  material  model,  owing  to  the  fact  that  the 
model  displacements  along  the  y  direction  were  greater  than 
the  MR  displacements.  From  Fig.  8,  it  is  clearly  evident  that 
as  the  compressibility  increases  below  the  minimum  (0.485), 
the  error  increases  since  the  material  in  the  model  experi¬ 
ences  smaller  displacement  than  the  actual  phantom  dis¬ 
placements  along  the  y  direction. 

A  second  source  of  error  was  due  to  the  difference  in  the 
application  of  the  compression  between  the  actual  experi¬ 
ment  and  the  FEA  model  of  the  motion.  In  the  experiment, 
the  compression  was  cyclical  however  in  the  FEA  model  the 
compression  was  assumed  to  be  static.  The  overall  error  due 
to  this  difference  is  small  since  the  maximum  kinetic  energy 
is  at  least  two  orders  of  magnitude  less  than  the  energy  due 
to  the  elastic  forces.  Another  time  dependent  factor  was  vis- 
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cous  effects,  which  were  assumed  to  be  negligible  for  driving 
frequencies  of  0.75  Hz.  Bishop  et  a/.,23  however,  measured 
wave  attenuation  in  gels  due  to  viscous  effects  at  higher  driv¬ 
ing  frequencies  (100  Hz)  and  also  noted  that  wave  attenua¬ 
tion  was  an  order  of  magnitude  higher  for  tissue  than  for  gel. 

For  elasticity  reconstruction  experiments  with  high  fre¬ 
quency  motion,  modeling  viscous  effects  in  the  force  equa¬ 
tions  is  required  and  errors  in  the  accurate  inclusion  of  these 
effects  can  potentially  result  in  poor  elasticity  reconstruction. 
This  problem  however  may  be  overcome  by  using  low  fre¬ 
quency  oscillations  since  the  viscous  effects  may  be  minimal 
in  tissue  for  quasistatic  motions.  For  a  driving  frequency  of  1 
Hz,  Kallel  et  at24  reported  that  the  phase  shift  between  the 
driving  force  and  the  displacement  wave  form  for  a  kidney 
was  3  degrees,  suggesting  that  the  viscous  component  was 
small. 

A  third  source  of  error  was  in  the  MR  displacement  track¬ 
ing  measurement.  This  source  of  error  was  directly  due  to 
noise,  offset  and  a  finite  number  of  velocity  images.  Through 
simulation,  this  source  of  error  was  estimated  to  be  approxi¬ 
mately  2.9%.  As  this  value  is  smaller  than  the  difference 
detected  by  our  experiment,  we  conclude  that  the  presence  of 
noise  does  not  significantly  contribute  to  our  results. 

Both  the  nonlinear  and  linear  material  models  produced 
similar  minimal  errors  in  the  comparison  of  displacement. 
This  was  expected  since  the  linear  fit  to  the  stress-strain  data 
was  a  relatively  accurate  representation  of  the  data  over  the 
strain  range.  For  example,  breast  tissue  is  likely  to  illustrate 
nonlinear  stress-strain  relationship  over  larger  strain  ranges 
hence  a  linear  material  model  may  produce  greater  differ¬ 
ences  than  a  nonlinear  model.  As  well,  the  stress-strain  re¬ 
lations  are  likely  anisotropic.  Once  further  measurements  of 
the  actual  stress-strain  relationship  for  breast  tissue  are  com¬ 
pleted,  these  issues  can  be  further  investigated  through  a 
FEA  model  of  a  breast  undergoing  compression  with  both  a 
nonlinear  and  linear  stress- strain  relationship. 

A  somewhat  unexpected  finding  was  that  the  gel  was 
slightly  compressible.  The  FEA  fit  of  the  parameter  yielded 
similar  results  of  Poisson’s  ratio  for  both  material  theories.  In 
the  strictest  sense,  the  Poisson’s  ratio  of  any  material  is  only 
defined  for  infinitesimal  deformations,  however  the  experi¬ 
ment  used  large  deformations  on  the  order  of  11%.  Thus  the 
FEA  fit  of  the  Poisson’s  ratio  parameter  can  be  interpreted  as 
an  effective  or  average  Poisson’s  ratio  over  the  range  of 
strain. 

In  conclusion,  these  results  have  demonstrated  that  FEA 
can  accurately  predict  motion,  thus  it  is  worthwhile  to  further 
investigate  the  use  of  FEA  in  data  fusion  applications,  soft 
tissue  modeling  for  tissue  simulation,  and  elasticity  recon¬ 
struction. 
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Abstract — Breast  tissue  deformation  modeling  has  recently 
gained  considerable  interest  in  various  medical  applications.  A 
biomechanical  model  of  the  breast  is  presented  using  a  finite 
element  (FE)  formulation.  Emphasis  is  given  to  the  modeling  of 
breast  tissue  deformation  which  takes  place  in  breast  imaging 
procedures.  The  first  step  in  implementing  the  FE  modeling 
(FEM)  procedure  is  mesh  generation.  For  objects  with  irregular 
and  complex  geometries  such  as  the  breast,  this  step  is  one  of 
the  most  difficult  and  tedious  tasks.  For  FE  mesh  generation, 
two  automated  methods  are  presented  which  process  MRI  breast 
images  to  create  a  patient-specific  mesh.  The  main  components 
of  the  breast  are  adipose,  fibroglandular  and  skin  tissues.  For 
modeling  the  adipose  and  fibroglandular  tissues,  we  used  eight 
noded  hexahedral  elements  with  hyperelastic  properties,  while  for 
the  skin,  we  chose  four  noded  hyperelastic  membrane  elements. 
For  model  validation,  an  MR  image  of  an  agarose  phantom  was 
acquired  and  corresponding  FE  meshes  were  created.  Based 
on  assigned  elasticity  parameters,  a  numerical  experiment  was 
performed  using  the  FE  meshes,  and  good  results  were  obtained. 
The  model  was  also  applied  to  a  breast  image  registration  problem 
of  a  volunteer’s  breast.  Although  qualitatively  reasonable,  further 
work  is  required  to  validate  the  results  quantitatively. 

Index  Terms — Breast,  finite  element  analysis,  image  registration, 
mesh  generation,  MRI. 


L  Introduction 

PREDICTING  breast  tissue  deformation  is  of  great  sig¬ 
nificance  in  several  medical  applications  such  as  surgery, 
biopsy  and  imaging.  In  breast  surgery,  surgeons  are  often  con¬ 
cerned  with  a  specific  portion  of  the  breast,  e.g,;  tumor,  which 
must  be  located  accurately  beforehand.  Locating  the  portion 
of  interest  is  done  using  imaging  techniques  which  are  done 
under  tissue  configuration  of  compression  or  body  position 
that  is  often  entirely  different  from  that  of  surgery.  In  this  ease, 
nonrigid  image  registration  is  required  to  locate  the  portion  of 
interest  in  the  new  configuration.  In  breast  biopsy,  the  biopsy 
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needle  causes  the  breast  tissue  to  deform  which  may  lead 
the  tumor  to  displace.  This  deformation  renders  the  guiding 
images  less  accurate  unless  the  displacements  are  determined 
and  needle  aiming  is  corrected  accordingly.  In  multimodality 
imaging  of  the  breast,  images  of  different  modalities  are  often 
obtained  under  different  tissue  configurations  of  compression, 
orientation,  or  body  position.  In  this  case,  determining  the 
tissue  deformation  is  essential  for  facilitating  data  fusion  [1]. 
FEM  has  been  widely  used  in  modeling  biological  tissues  such 
as  bone  [2]-[4]  and  myocardium  [5],  and  recently  in  modeling 
brain  deformation  [6]-[8].  This  work  is  aimed  at  using  FEM  in 
modeling  breast  tissue  deformation. 

For  a  FE  model  to  be  satisfactory  in  predicting  deformation 
and  other  relevant  parameters,  in  addition  to  using  accurate 
elasticity  parameters  and  boundary  conditions,  a  reasonably 
accurate  FE  geometry  model  is  essential.  As  the  breast  is 
composed  of  soft  tissues,  large  deformation  is  usually  created 
while  undergoing  medical  procedures.  In  this  paper,  large 
deformation  is  considered  in  the  FE  formulation,  and  soft 
tissues  are  modeled  as  incompressible  hyperelastic  materials 
based  on  the  experimental  data  of  [9].  Viscoelastic  response 
is  not  taken  into  account  in  this  model  as  we  do  not  expect 
it  to  be  important  on  the  short  time  scales,  such  as  in  breast 
medical  applications.  Nevertheless,  it  is  possible  to  incorporate 
viscoelasticity  into  our  model  provided  that  relevant  parameters 
are  available.  Boundary  conditions  in  medical  applications 
are  usually  displacement  type  which  are  known  relatively 
accurately.  In  multimodality  imaging  which  involves  X-ray 
mammography,  the  boundary  conditions  are  not  fully  known 
as  the  contact  surface  cannot  be  identified  easily.  However,  a 
contact  problem  formulation  as  presented  in  [1]  can  be  used 
which  only  requires  the  magnitude  of  the  compression  plate 
movement. 

For  breast  FE  mesh  generation,  marching-cubes-based  tech¬ 
niques  such  as  [10]  can  be  implemented.  However,  the  tetra¬ 
hedral  elements  used  in  these  techniques  are  well  known  to 
have  unfavorable  characteristics,  such  as  slow  convergence  with 
mesh  refinement.  Also,  these  elements  may  exhibit  overstiff- 
ening  and  volumetric  locking  especially  with  incompressible 
material  [11],  [12].  Accordingly,  with  biological  soft  tissues 
which  are  known  to  be  incompressible,  using  hexahedral  ele¬ 
ments  in  the  FE  model  is  cost  effective  and  mom  accurate.  To 
our  knowledge,  there  has  been  no  work  done  for  patient-specific 
mesh  generation  of  the  breast  using  hexahedral  elements.  How¬ 
ever,  computed  tomography  (CT)  has  been  used  by  a  number 
of  investigators  to  automate  mesh  generation  in  bone.  Many 
investigators  [2],  [13]— [17]  have  applied  edge-detection  algo¬ 
rithms  on  CT  images  to  generate  boundary  contours  of  the  struc- 
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tures  in  each  image,  then  employed  some  techniques  to  gen¬ 
erate  the  internal  mesh.  This  strategy  often  requires  a  signifi¬ 
cant  investment  of  time  by  an  expert  user,  and  is  incapable  of 
automatically  generating  reasonably  accurate  meshes  for  het¬ 
erogeneous  and  geometrically  complex  objects.  Other  investiga¬ 
tors  [  1 8]— [20]  developed  techniques  that  directly  convert  image 
voxels  to  eight  noded  hexahedral  elements.  The  resulting  ob¬ 
ject  surfaces  in  these  techniques  are  characterized  by  abrupt 
transitions  and  right  angles.  As  a  result,  FEM  leads  to  less  ac¬ 
curate  results,  especially  on  the  surface  [21],  [22].  This  paper 
presents  two  methods  for  generating  three-dimensional  (3-D) 
meshes  of  the  breast  using  magnetic  resonance  imaging  (MRI) 
data.  The  first  method  converts  image  voxels  to  hexahedral  ele¬ 
ments  and  is  similar  to  the  said  methods  except  that  edge  detec¬ 
tion  is  done  semi-automatically  via  segmentation.  The  second 
method  is  based  on  the  transfinite  interpolation  (TI)  technique 
[23]  which  is  more  accurate  and  efficient  in  creating  smooth  sur¬ 
faces. 

To  validate  the  mesh  generation  component  of  this  model, 
a  cubic  agarose  phantom  with  a  cylindrical  inclusion  was 
constructed  and  imaged  using  MRI.  Using  these  images,  FE 
meshes  were  created  using  the  meshing  techniques  presented 
in  this  paper.  To  assess  the  accuracy  of  these  methods,  another 
mesh  was  created  manually  based  on  the  known  geometry 
of  the  phantom.  The  FEM  was  applied  to  these  meshes  to 
calculate  the  deformation  and  stress  distribution  resulting 
from  a  lateral  compression  similar  to  X-ray  mammography 
procedures.  The  results  obtained  from  both  meshes  compare 
well  with  the  manually  created  mesh  results  except  for  the 
inclusion’s  circular  interface  where,  as  expected,  the  Tl-based 
mesh  produced  better  results.  To  demonstrate  a  potential 
clinical  application  of  this  model,  MR  images  of  a  healthy 
volunteer’s  breast  was  acquired  and  a  FE  mesh  was  created 
using  the  meshing  techniques.  A  lateral  compression  similar 
to  X-ray  mammography  procedures  was  simulated  using  the 
TT-based  mesh,  and  calculated  MR  images  are  presented  in  the 
postcompression  configuration. 


II.  Methods 


A.  Governing  Equations 

We  use  a  3-D  FE  model  to  predict  breast  tissue  deformation 
based  on  the  biomechanical  parameters  of  the  breast  tissues. 
While  undergoing  medical  procedures,  the  breast  often  deforms 
significantly.  Accordingly,  linear  elasticity  with  the  infinites¬ 
imal  deformation  formulation  is  not  appropriate  to  formulate 
the  FE  model.  As  a  result,  we  used  a  finite  deformation  for¬ 
mulation  in  conjunction  with  hyperelastic  material.  In  a  static 
condition,  the  equilibrium  equation  of  a  body  under  externally 
applied  forces  is 


dan  ,  dai2  ,  dai3  ,  ,  _ 

“To  "To  I  Ji  —  o; 


*  =  1,2,3  (1) 


dx\  '  dx2  '  dxs 
where  the  as  denote  the  Cauchy  (true)  stress  tensor  components 
and  fi  represents  the  body  force.  In  the  finite  deformation  for¬ 
mulation,  the  current  position  of  a  point  x  is  obtained  by  adding 
the  displacement  u  to  the  corresponding  reference  position  of 
the  same  point  X,  i.e., 

x  =  X  +  u.  (2) 


The  stresses  are  related  to  displacements  (u)  via  a  strain  energy 
function  U  which  is  defined  as  a  function  of  the  strain  invariants. 
These  invariants  are  obtained  based  on  the  deformation  gradient 
F  as  follows: 


F  = 


dx 

ox' 


(3) 


To  separate  the  deviatoric  and  volumetric  effects,  F  =  J“1/3F 
is  defined,  where  J  =  det(F)  is  the  third  strain  invariant  which 
represents  the  total  volume  change  at  the  point.  Using  B  = 
F.F  ,  the  other  strain  invariants  /j,  12  can  be  defined  as  fol¬ 
lows: 


h  =tr(B) 

Assuming  that  a  strain  energy  function  U  =  U(Ji,  I2,  J)  is  se¬ 
lected,  the  true  stress  tensor  can  be  obtained  using  the  following 
equation  [11]: 
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where  I  is  the  unit  matrix.  Considering  the  boundary  conditions, 
(1)  and  (4)  must  be  solved  simultaneously  to  calculate  the  dis¬ 
placements  u.  These  equations  are  solved  numerically  through 
the  FE  method.  In  this  method,  after  the  domain  is  discretized 
into  a  number  of  homogeneous  elements,  a  nonlinear  system 
of  equations  is  formed  that  is  solved  iteratively  using  Newton’s 
method.  This  formulation  is  implemented  in  ABAQUS,  a  com¬ 
mercial  FE  software  [11].  Discretization,  i.e.,  mesh  generation, 
especially  in  medical  applications,  is  the  most  tedious  step  in  a 
FE  analysis.  This  step  is  described  in  the  following  sections. 


B.  Image  Acquisition 

We  have  developed  meshing  techniques  which  use  MR 
images  as  an  input  to  create  FE  meshes.  In  this  work,  two  sets 
of  MR  images  were  acquired  for  a  phantom  and  a  volunteer’s 
breast.  The  MR  images  were  acquired  using  a  GE  SIGNA 
1.5-T  scanner  (GE  Medical  Systems,  Milwakee,  WI).  For  the 
phantom,  a  5.0-in  surface  coil  was  used  to  acquire  Tl -weighted 
axial  images.  A  two-dimensional  (2-D)  spin-echo  pulse  se¬ 
quence  was  used  with  90°  flip  angle,  TR/TE  =  400.0/10.5 
msec  timing  properties,  12  x  12  cm  field  of  view  (FOV),  256  x 
128  resolution  and  1.0-mm  slice  thickness.  A  magnitude  image 
of  this  phantom  is  shown  in  Fig.  1,  in  which  the  inclusion  can  be 
seen  with  subtle  contrast.  For  the  breast,  Tl  weighted  sagittal 
images  were  obtained  using  body  coil.  A  2-D  spin-echo  pulse 
sequence  was  used  with  90°  flip  angle,  TR/TE  =  300.0/9.0 
ms  timing  properties,  20  x  20  cm  FOV,  256  x  128  resolution, 
3.0-mm  slice  thickness,  and  three  acquisitions. 

C.  Image  Segmentation  and  Edge  Detection 

The  purpose  of  segmentation  is  to  separate  different  mate¬ 
rials  within  the  object  of  interest.  This  is  done  based  on  the  MR 
signal  intensity  of  different  tissues.  In  the  breast,  the  two  main 
components,  i.e.,  adipose  and  fibroglandular  tissues,  must  be 


Fig.  1 .  (a)  A  typical  MR  image  and  (b)  a  corresponding  segmented  image  of  the  phantom. 


segmented.  For  edge  detection,  as  the  breast  tissues  have  sig¬ 
nificant  signal  intensity  compared  to  the  background  with  only 
noise  signal,  segmentation  results  in  automatic  breast  edge  de¬ 
tection.  For  segmentation,  3-D  MRI  data  of  the  breast  is  con¬ 
verted  into  AnalyzeAVW  2.5  [24]  database  where  a  standard 
thresholding-based  tool  was  used  to  yield  segmented  images 
that  are  suitable  for  FE  mesh  generation. 

D,  Voxel-Based  (VB)  Mesh  Generation  Technique 

Because  of  the  complex  geometry  of  the  breast  and  the 
structure  of  the  fibroglandular  tissue,  common  mesh  generators 
require  a  significant  amount  of  user  interaction  which  is  very 
time  consuming.  As  an  attempt  to  minimize  user  interaction 
throughout  the  mesh  generation  step,  we  have  developed 
an  automatic  VB  mesh  generator  with  the  aim  of  creating 
relatively  accurate  FE  meshes  of  complex  volumetric  data 
efficiently.  In  fact,  the  only  step  which  requires  user  interaction 
in  this  technique  is  the  segmentation  step.  To  construct  the 
mesh,  eight  noded  hexahedral  elements  are  chosen.  This  type  of 
element  is  well  known  to  have  many  favorable  characteristics 
over  tetrahedral  elements  which  can  demonstrate  overstiffening 
and  locking  behavior  [12].  Right-angled  hexahedrals,  however, 
cannot  model  curved  surface  geometries  which  in  turn  leads  to 
some  inaccuracies  in  surface  strains.  To  improve  the  mesh  in 
this  respect,  we  used  the  smoothing  technique  of  Camacho  ei 
al  [25]  which  smooths  irregular  boundaries  at  model  surfaces 
and  material  interfaces. 

In  the  VB  methods,  since  one  FE  is  generated  corresponding 
to  each  voxel,  high  resolution  MR  images  may  lead  to  huge 
FE  meshes  which,  due  to  current  computer  power  limitations, 
cannot  be  processed.  Moreover,  beyond  a  certain  point,  finer  FE 
meshes  do  not  practically  improve  the  solution  accuracy.  There¬ 
fore,  reducing  image  resolution  is  required  to  meet  computa¬ 
tional  power  constraints.  For  this  purpose,  a  larger  voxel  size 
is  selected  and  using  the  segmented  images,  the  adipose  and  fi¬ 
broglandular  tissues  voxels  within  each  new  voxel  are  counted. 


The  new  voxel  will  then  be  assigned  to  be  as  the  one  with  the 
larger  count. 

After  segmentation  and  resolution  reduction,  the  mesh  gener¬ 
ation  process  is  followed  by  node,  and  later  element  generation. 
For  node  generation,  based  on  the  pixel  size,  slice  thickness  and 
the  coordinate  system  of  the  MR  scanner,  the  nodes  are  arranged 
in  the  form  of  a  3-D  rectangular  lattice  which  confines  the  breast 
volume.  The  node  coordinates  of  the  lattice  are  calculated  and 
placed  in  an  array.  Working  with  the  regular  lattice,  later,  facil¬ 
itates  element  generation  significantly  because  each  neighbor 
node  can  be  determined  easily  and  accessed  very  quickly  in  the 
node  array.  The  lattice,  however,  represents  regions  both  inside 
and  outside  the  breast.  Regions  outside  the  breast  are  determined 
during  the  element  generation  process  and  then  discarded  from 
the  nodes  array  after  element  generation  is  done. 

For  element  generation,  the  segmented  image  of  each  slice 
is  loaded  by  the  computer  and  stored  in  a  2-D  array.  To  facil¬ 
itate  finding  the  boundary  of  each  slice  automatically,  we  as¬ 
sume  that  the  fibroglandular  tissue  is  surrounded  by  the  adi¬ 
pose  tissue  portion.  If  this  is  not  the  case,  a  very  thin  one  pixel 
size  layer  which  represents  adipose  tissue  can  be  added  on  the 
image  manually  using  XV  3.10a  image  processor  [26]  to  close 
the  boundary  where  necessary.  The  boundary  points  are  found 
by  searching  the  image  array  line  by  line  first  from  left  to  right 
and  then  from  right  to  left  until  an  adipose  tissue  pixel  on  the 
left  and  right  boundaries  is  reached.  These  points  are  stored  in 
two  arrays  that  are  later  used  in  element  generation.  Elements 
corresponding  to  adipose  and  fibroglandular  tissues  are  gener¬ 
ated  in  each  slice  row  by  row  starting  from  the  left  boundary 
point  as  the  local  first  element  node.  Other  nodes  in  each  ele¬ 
ment  are  determined  based  on  the  local  numbering  scheme  of 
hexahedral  element.  Element  generation  in  a  row  is  continued 
until  the  point  prior  to  the  right  boundary  point  is  reached.  This 
process  is  repeated  for  each  row  to  obtain  a  slice  mesh  and  then 
for  each  slice  to  cover  the  entire  breast.  Slice  meshes  are  then 
stacked  to  reconstruct  a  complete  3-D  mesh.  Skin  elements  are 
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Fig.  2.  (a)  A  unit  square  (logical  space),  (b)  A  typical  physical  space,  (c)  Breast  boundaries  in  the  TI  meshing  technique. 


generated  using  four  noded  quadrilateral  membrane  elements. 
These  elements  are  generated  by  identifying  the  outer  face  of 
elements  on  the  breast  surface.  Finally,  for  smoothing,  the  node 
coordinates  are  modified  using  the  smoothing  technique  of  Ca¬ 
macho  et  al  [25].  In  this  technique,  a  smoothing  coefficient 
which  varies  from  zero  for  no  smoothing  to  0.5  for  maximum 
smoothing,  must  be  selected  by  the  user.  While  higher  factors 
result  in  smoother  surfaces  and  interfaces,  i.e.,  better  geometry 
modeling,  element  distortion  caused  by  this  process  leads  to  less 
accurate  FE  analysis.  Therefore,  to  achieve  optimal  results,  the 
smoothing  coefficient  must  be  selected  or  determined  carefully. 
The  meshing  algorithm  is  implemented  by  creating  a  MATLAB 
program  which  inputs  the  segmented  axial,  coronal  or  sagittal 
images  obtained  from  MRI  data,  generates  the  FE  mesh,  and 
outputs  an  input  file  compatible  with  ABAQUS  FE  software 
[11].  Henceforth,  this  meshing  program  will  be  referred  to  as 
VBMESH. 

E.  Transfinite  Interpolation  Mesh  Generation  Technique 

This  technique  is  based  on  the  idea  of  mapping  a  unit  square 
(logical  space)  to  any  given  shape  enclosed  by  four  boundaries 
(physical  space)  [23].  To  implement  this  idea  in  breast  FE 
meshing,  after  image  segmentation,  the  breast  boundary  in 
each  slice  is  divided  into  three  segments.  Adding  the  boundary 
representing  the  chest  wall,  as  shown  in  Fig.  2,  the  breast  area 
will  be  enclosed  by  four  boundaries.  Although  not  necessary, 
these  boundaries  can  be  fitted  by  polynomials  to  smooth  out  the 
surface  which  is  corrupted  as  a  result  of  segmentation  errors. 
After  obtaining  the  breast  boundaries  in  each  slice  image,  the 
nodes  are  generated  by  mapping  the  nodes  of  the  unit  square 
grid  to  a  set  of  nodes  distributed  inside  the  boundaries  using 
the  following  equation: 

*(£,  »?)=(!-  v)Xb(0  +  r,Xt(£)  +  (1  -  0 x,(r,) 

+  tXr(r,)-Zr,Xt(l)-S(l-v)Xb(l) 

-  77(1  -  t)Xt( 0)  -  (1  -  0(1  -  v)Xb(0)  (5) 

where  £  and  q  represent  the  unit  square  variables  and  Xt, 
Xi  and  Xr  represent  the  breast’s  bottom,  top,  left  and  right 
boundaries  respectively.  Element  connections  determination  in 
this  technique  is  straight  forward  as  it  is  done  using  the  nodes 
of  the  unit  square’s  grid.  Using  the  same  logic,  the  FE  mesh  of 
the  skin  is  created  by  finding  node  connections  of  three  of  the 


unit  square’s  circumferential  lines  corresponding  to  the  breast’s 
surface.  After  elements  in  each  slice  are  generated,  as  in  the  pre¬ 
vious  method,  they  are  stacked  to  construct  a  3-D  mesh. 

Compared  to  the  VB  technique,  this  method  requires  a  signif¬ 
icantly  smaller  number  of  elements  to  represent  the  true  geom¬ 
etry  of  the  breast’s  surface.  Furthermore,  this  method  is  capable 
of  locally  refining  the  mesh  at  an  ROI  by  choosing  smaller  in¬ 
tervals  in  the  corresponding  logical  space.  Similar  to  VBMESH, 
this  algorithm  was  implemented  by  a  MATLAB  program  which 
will  be,  henceforth,  referred  to  as  TIMESH. 

III.  Results 

A.  Meshing  Techniques  Validation  and  Comparison 

To  validate  the  meshing  techniques,  the  agarose  phantom  il¬ 
lustrated  in  Fig.  3  was  constructed.  This  phantom  consists  of  a 
block  of  agar  (2%)  with  a  hard  cylindrical  inclusion  made  of  a 
mixture  of  2%  agar  and  1 0%  glass  beads  centered  at  (32.8, 30.5). 
The  glass  beads  were  used  to  enhance  the  contrast  in  the  MR 
image  for  segmentation  purposes.  We  assume  that  the  Young’s 
moduli  of  the  block  and  the  inclusion  are  respectively  1 1 .0  Kpa 
and  55.0  Kpa.  The  block  is  also  assumed  to  undergo  a  static 
loading  due  to  9.0-mm  compression  resulting  from  a  laterally 
moving  rigid  plate  toward  another  stationary  plate  as  illustrated 
in  Fig.  3.  The  phantom  was  scanned  using  a  5.0-in  surface  coil 
and  a  set  of  60  MR  images  was  acquired.  These  images  were 
segmented  and  the  resolution  was  reduced  by  a  factor  of  four  in 
the  x  and  y  directions  and  to  16  slices  in  the  z  direction.  An  MR 
image  of  the  phantom  and  a  corresponding  segmented  image 
are  shown  in  Fig.  1.  The  obtained  images  were  processed  by 
VBMESH  using  a  smoothing  coefficient  of  0.3  and  a  FE  mesh 
was  created.  By  dividing  the  inclusion’s  circumference  into  four 
segments  and  fitting  each  segment  with  a  quadratic  polynomial, 
another  mesh  was  created  using  TIMESH.  Finally,  based  on  the 
known  geometry  of  the  phantom,  a  mesh  was  created  manu¬ 
ally  as  a  bench  mark.  Corresponding  to  each  mesh,  an  input  file 
compatible  with  ABAQUS  was  created.  These  input  files  were 
preprocessed  and  their  corresponding  meshes  are  displayed  in 
Fig.  4.  Based  on  the  nonlinear  finite  deformation  FE  formula¬ 
tion,  the  meshes  were  analyzed  using  ABAQUS  5.8.1,  and  as  a 
result,  the  displacements,  strains  and  stresses  were  calculated.  It 
is  well  known  that  in  FE  analysis  the  most  significant  errors  are 
encountered  at  material  interfaces  and  curved  surfaces  which 


Fig,  3,  A  schematic  of  the  phantom  and  its  compression  mode 


Fig.  4.  (a)  VB  FE  mesh,  (b)  Tl-based  FE  mesh,  and  (c)  A  manually  created  FE  mesh  of  the  phantom. 


are  not  represented  appropriately  by  the  FE  mesh  [22].  There¬ 
fore,  to  assess  the  accuracy  of  the  presented  meshing  techniques, 
we  will  focus  on  the  nodal  values  at  the  inclusion’s  circumfer¬ 
ence.  As  an  example,  the  results  of  a  displacement,  a  strain,  and 
a  stress  component  at  this  region  in  the  middle  plane  are  dis¬ 
played  in  Fig.  5,  which  qualitatively  indicates  the  better  perfor¬ 
mance  of  the  Tl-based  technique.  To  make  a  quantitative  com¬ 
parison,  the  average  E  and  standard  deviation  a  of  the  relative 
error  of  the  displacement,  strain  and  stress  over  the  inclusion’s 
circumferential  nodes  are  calculated  and  summarized  in  Table  L 
The  results  clearly  indicate  that  the  Tl-based  technique  leads 
to  more  accurate  FE  meshes.  Moreover,  compared  to  the  dis¬ 
placements  errors,  the  strain  and  stress  errors  are  significantly 
larger.  This  can  be  justified  based  on  the  fact  that  calculating 


both  strains  and  stresses  involves  calculating  the  derivatives  of 
displacements  which  leads  to  error  magnification. 

B.  Breast  Image  Nonrigid  Registration 

To  examine  our  model  in  a  complex  clinical  problem, 
we  applied  it  to  a  breast  image  registration  problem  where 
the  breast  was  compressed  by  two  plates  causing  nonrigid 
deformation.  For  this  purpose,  sagittal  MR  images  of  a  breast 
of  a  healthy  volunteer  were  acquired  at  6-mm  intervals  at  a 
resolution  of  0.625  mm/pixel.  These  images  were  segmented 
with  AnalyzeAVW  2.5  and  the  resulting  images  were  processed 
to  create  FE  meshes.  A  typical  sagittal  MR  image  of  the  breast 
and  a  corresponding  segmented  image  are  shown  in  Fig.  6(a) 
and  (b).  The  objective  here  was  to  calculate  MR  images  of 
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Fig.  5.  Variations  of  the  displacement,  normal  strain,  and  normal  stress  in  the  compression  direction  around  the  inclusion’s  circumference. 


TABLE  I 

Average  Relative  Errors  E  and  Standard  Deviation  <j  of 
Displacements,  Strains,  and  Stresses  of  the  Calculated  Meshes  at 
THE  INCLUSION'S  SURFACE 


Displacements 

Ui 

U2 

U3 

- 

- 

- 

VB  Mesh:  E  (%) 

7.50 

7.93 

5.67 

- 

- 

- 

v  (%) 

1.38 

4.07 

3.07 

- 

- 

- 

TI  Mesh:  E  (%) 

1.70 

2.04 

0.84 

- 

- 

- 

e(%) 

0.50 

1.69 

0.78 

- 

- 

- 

Strains 

en 

*22 

*33 

Cl2 

Cl3 

^23 

VB  Mesh:  E  (%) 

18.14 

16.94 

6.32 

16.56 

20.86 

20.89 

o{%) 

7.00 

9.79 

4.79 

11.00 

15.23 

20.91 

TI  Mesh:  E  (%) 

14.24 

8.08 

9.82 

17.89 

13.10 

16.33 

o{%) 

11.25 

7.17 

2.83 

12.83 

10.21 

17.27 

Stresses 

c Til 

022 

033 

042 

043 

0^23 

VB  Mesh:  E  (%) 

17.15 

14.55 

9.37 

16.56 

20.86 

20.89 

<r  (%) 

9.32 

14.89 

10.32 

11.00 

15.23 

20.91 

TI  Mesh:  E  (%) 

13.20 

8.21 

12.03 

17.89 

13.10 

16.33 

c(%) 

10.70 

8.31 

5.36 

12.83 

10.21 

17.27 

this  breast  as  if  it  underwent  8.0-mm  compression.  For  this 
purpose,  two  FE  meshes  were  first  created  using  the  VB  and 
Tl-based  techniques.  After  image  segmentation  and  resolution 
reduction  by  a  factor  of  4  in  each  direction,  the  resulting  images 
were  processed  by  VBMESH  using  a  smoothing  coefficient 
of  0.3.  The  resulting  mesh  consists  of  16  841  elements  and 
15  939  nodes  and  is  characterized  by  an  abrupt  surface.  Using 
the  segmented  images,  the  Tl-based  mesh  was  created  using 
TIMESH.  This  mesh  was  calculated  by  fitting  a  third-order 
polynomial  to  the  boundary  representing  the  chest  wall  while 
fitting  quadratic  polynomials  to  the  breast  surface’s  three 
segments.  The  resulting  mesh  consists  of  2280  elements  and 
2059  nodes  and,  unlike  the  VB  mesh,  has  a  smooth  surface.  The 
FE  meshes  of  one  slice  created  using  the  VB  and  the  Tl-based 
techniques  are  depicted  in  Fig.  6(c)  and  (d).  Fig.  7  depicts 
the  VB  mesh,  the  Tl-based  mesh  of  the  entire  breast,  and  the 
breast  FE  model  undergoing  compression.  The  adipose  and 
fibroglandular  tissues  were  assumed  to  be  incompressible  and 
hyperelastic,  and  the  corresponding  parameters  were  obtained 
by  fitting  experimental  data  [9]  to  a  hyperelastic  Neo-Hookean 
model.  For  this  purpose,  the  data  represented  as  Young’s 


modulus  versus  strain  were  converted  to  stress  versus  strain  by 
first  fitting  quadratic  and  third-order  polynomials  to  the  adipose 
and  fibroglandular  tissues  data,  respectively,  then  integrating 
over  the  strain.  The  resulting  fitting  polynomials  of  the  Young’s 
modulus  versus  strain  of  the  adipose  and  fibroglandular  tissues 
are  as  follows: 

E  =  0.5197e2  +  0.0024e  +  0.0049;  for  fat 

E  =  123.8889 e3  -  11.7667e2 

4-0.G9G96  +  0.0121;  for  parenchyma. 

To  the  authors’  knowledge,  the  experimental  data  [9]  are  the 
only  available  breast  tissue  hyperelastic  properties  data  obtained 
based  on  the  large  deformation  theory  considerations.  Neverthe¬ 
less,  as  the  standard  deviation  of  this  data  is  high,  more  accurate 
and  reliable  data  is  required  to  produce  better  image  registra¬ 
tion  results.  Skin,  in  general,  is  well  known  to  be  anisotropic 
and  hyperelastic  [27].  However,  it  can  be  approximated  by  an 
isotropic  and  linear  elastic  model  provided  that  the  strain  does 
not  exceed  50%  [27],  [28].  Accordingly,  as  the  skin  strain  in 
this  application  is  expected  to  be  well  below  50%,  it  was  as¬ 
sumed  to  be  elastic  with  a  Young’s  modulus  of  10.0  kPa  [28] 
and  a  thickness  of  1.0  mm.  The  chest  wall  was  assumed  to  pro¬ 
vide  zero  displacement  boundary  conditions  while  the  specified 
displacement  or  force  boundary  conditions  on  the  breast’s  sur¬ 
face  is  not  known  because  the  contact  surface  between  the  breast 
and  the  plates  increases  over  the  course  of  compression.  Accord¬ 
ingly,  this  problem  was  formulated  as  a  3-D  contact  problem  and 
ABAQUS’  contact  solver  with  the  finite  deformation  theory  for¬ 
mulation  was  used.  This  highly  nonlinear  problem  was  solved 
iteratively  and,  as  a  result,  the  breast  tissue  displacements  were 
calculated.  These  displacements,  in  combination  with  the  MR 
images  of  the  uncompressed  breast,  were  used  to  obtain  simu¬ 
lated  MR  images  of  the  compressed  breast.  A  number  of  con¬ 
secutive  sagittal  MR  images  of  the  breast  before  compression, 
along  with  their  corresponding  simulated  images  after  compres¬ 
sion,  are  depicted  in  Fig.  8.  In  this  figure,  reasonable  translation 
and  tissue  expansion  can  be  observed  by  comparing  the  two  sets 
of  images.  For  example,  image  (g')  from  the  simulated  set  and 
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Fig.  6.  (a)  A  MR  image  and  (b)  a  corresponding  segmented  image,  (c)  VB  FE  mesh,  and  (d)  Tl-based  FE  mesh  of  one  breast  slice. 


image  (f)  from  the  MR  image  set,  which  approximately  cor¬ 
respond  to  the  same  slice,  depict  similar  anatomical  features. 
The  same  can  be  observed  in  other  image  pairs  such  as  ( a ,  6'), 
(6,  c'),  etc. 

IV.  Discussion 

We  have  presented  a  FE  model,  based  on  biomechanical 
principles,  to  predict  breast  tissue  deformations.  This  model 
can  serve  as  a  guideline  in  numerous  clinical  applications,  such 
as  breast  image  registration,  multimodality  data  fusion,  breast 
surgery,  and  biopsy.  The  first  component  of  this  model  is  FE 


meshing,  for  which  two  meshing  techniques  were  presented 
and  evaluated.  These  techniques,  which  require  minimal 
user  interaction,  use  MRI  images  of  the  breast  to  produce 
patient-specific  FE  meshes.  Using  a  numerical  experiment,  the 
Tl-based  meshing  technique,  which  requires  fewer  elements  to 
represent  the  geometry  of  curved  surfaces  relatively  accurately, 
proved  to  generate  more  accurate  displacements  and  stresses. 
Moreover,  unlike  the  VB  technique,  this  technique  is  capable  of 
refining  the  mesh  at  an  arbitrary  ROI.  The  adipose  and  ftbrog- 
landular  tissues  are  modeled  as  incompressible  and  hyperelastic 
materials  while  the  skin  is  modeled  using  membrane  elements 
with  linear  elastic  properties.  These  tissues  are  assumed  to 
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undergo  large  deformations.  As  for  boundary  conditions,  the 
chest  wall  region  is  assumed  to  provide  zero  displacements 
boundary  conditions  while  the  specified  boundary  conditions 
depend  on  the  clinical  application.  For  example,  in  the  breast 
image  registration  problem,  as  was  previously  presented, 
this  boundary  condition  type  is  not  known  explicitly  and  the 
problem  is  formulated  as  a  3-D  contact  problem.  An  image 
registration  example  was  presented  to  evaluate  the  FE  model’s 
effectiveness  in  complex  clinical  applications.  The  results 
summarized  in  Fig.  8  qualitatively  prove  the  merits  of  this 
model.  Quantitative  validation,  however,  is  beyond  the  scope  of 
this  paper  as  it  requires  more  reliable  breast  tissue  hyperelastic 
properties  data.  Research  is  underway  in  our  laboratory  to 
acquire  such  data  which  will  pave  the  way  for  conducting  this 
validation. 

References 

[1]  A.  Samani,  J,  Bishop,  E.  Ramsay,  and  D.  Plewes,  “Breast  tissue 
deformation  finite  element  modeling  for  MRl/X-ray  mammography 
data  fusion  ”  presented  at  the  5th  Int.  Workshop  Digital  Mammography, 
Toronto,  ON,  Canada,  2000, 

[2]  J,  H,  Keyak,  J.  M.  Meagher,  H.  B.  Skinner,  and  C.  D,  Mote,  “Automated 
three-dimensional  finite  element  modeling  of  bone:  A  new  method,”  J. 
Biomed.  Eng.,  vol.  12,  pp.  389-397,  1990. 

[3]  R.  Muller  and  P.  Ruegsegger,  “Three-dimensional  finite  element  mod¬ 
eling  of  noninvasively  assessed  trabecular  hone  structure,”  Med.  Eng . 
Phys .,  vol.  17,  no.  2,  pp.  126-133,  1995. 

[4]  W,  Kraeh,  T.  J.  Rammerstorfer,  T.  J.  Reiter,  and  P.  Zenz,  “In  vivo 
CT-based  3-D-modeling  of  human  bones  with  respect  to  inhomo¬ 
geneity,”  in  Proc.  ASME  Bioengineering  Conf.,  vol.  BED-29, 1995,  pp. 
57-58. 

[5]  J.  M.  Guccione,  K.  D.  Costa,  and  A.  D.  McCulloch,  “Finite  element 
stress  analysis  of  left  ventricular  mechanics  in  the  beating  dog  heart,”  J. 
Biomech. ,  vol.  28,  pp.  1 167-1 177, 1995. 

[6]  S.  K.  Kyriacou,  C.  Davatzikos,  S.  J.  Zinreich,  and  R.  N.  Bryan,  “Non¬ 
linear  elastic  registration  of  brain  images  with  tumor  pathology  using  a 
biomechanical  model,”  IEEE  Trans .  Med .  Imag ,,  vol.  18,  pp.  580-592, 
July  1999. 

[7]  M.  I.  Miga,  J.  M.,  K.  D.  Paulsen,  Lemery,  S.  D.  Eisner,  A.  Martov,  F.  E, 
Kennedy,  and  W,  R.  D.,  “Model-updated  image  guidance:  Initial  clinical 
experiences  with  gravity-induced  brain  deformation,”  IEEE  Trans .  Med. 
I  mag.,  vol.  18,  pp.  866-874,  Oct.  1999. 

[8]  A.  Hagemann,  K.  Rohr,  H.  S.  Stiehl,  U.  Spetzger,  and  J.  M.  Gilsbach, 
“Biomechanical  modeling  of  the  human  head  for  physically  based  non- 
rigid  image  registration  ”  IEEE  Trans .  Med.  Itnag,,  vol.  1 8,  pp.  875-884, 
Oct.  1999. 

[9]  P.  S.  Wellman,  ‘Tactile  imaging  ”  Ph.D.  dissertation.  Harvard  Univ., 
Cambridge,  MA,  1999. 


[10]  J.  M.  Sullivan  Jr.,  G.  Charron,  and  K.  D.  Paulsen,  “A  three-dimensional 
mesh  generator  for  arbitrary  multiple  material  domain,”  Finite  Elements 
Anal  Design ,  vol.  25,  pp.  219-241,  1997. 

[11]  ABAQUS ,  Theory  Manual ,  Hihtak,  Karlsson,  and  Sorenson,  Pawtucket, 
RI,  June  1998. 

[12]  T.  J .  R .  Hughes,  The  Finite  Element  Method ,  Linear  Static  and  Dynamic 
Finite  Element  Analysis.  Englewood  Cliffs,  NJ:  Prentice-Hall,  1987. 

[13]  R.  T.  Hart,  V,  V.  Hennebel,  N.  Thongpreda,  W.  C,  Van  Buskirk,  and  R. 
C.  Anderson,  “Modeling  the  biomechanics  of  the  mandible:  A  three- 
dimensional  finite  elemeny  study”  J.  Biomech.,  vol.  25,  pp.  261-286, 

1992. 

[14]  M.  J,  Rudert  and  T.  D,  Brown,  “Toward  automation  of  finite  element 
models  for  bone  grafting  of  femoral  head  osteonecrosis  ”  in  Proc.  ASME 
Bioengineering  Conf.,  vol.  BED-28, 1994,  pp.  145-146. 

[15]  V,  K,  Goel,  H,  Park,  and  W.  Kong,  “Investigation  of  vibration  charac¬ 
teristics  of  the  ligamentous  spine  using  the  finite  element  approach  ”  J. 
Biomech.  Eng.,  vol.  116,  pp.  377-383,  1994, 

[16]  E.  H.  II  Moor,  D.  A.  Schauer,  and  J.  A.  Weiss,  “Mesh  generation  for  a 
finite  element  model  of  the  human  leg,”  in  Proc.  ASME  Bioengineering 
Conf,  vol,  BED-29,  1995,  pp.  51-52. 

[17]  L.  Voo,  J,  A,  Denman,  N.  Yoganandan,  and  F.  Pintar,  “A  3-D  model  of 
the  cervical  spine  with  ct-based  geometry  ”  Adv.  Bioeng .,  vol.  29,  pp. 
323-324,  1995. 

[18]  D.  P.  Fyhrie,  M.  S.  Hamid,  R.  F.  Kuo,  and  S.  M.  Lang,  “Direct  three- 
dimensional  finite  element  analysis  of  human  vertebral  cancelous  bone,” 
in  Proc.  38th  Amu.  Meeting  Orthopedic  Research  Society,  vol,  1 7, 1992, 
p.  551. 

[19]  S.  J,  Hollister  and  N.  Kikuchi,  “Direct  analysis  of  trabecular  bone  stiff¬ 
ness  and  tissue  level  mechanics  using  an  element  by  element  homog¬ 
enization  method,”  in  Proc.  38th  Annu.  Meeting  Orthopedic  Research 
Society ,  vol,  17,  1992,  p.  559. 

[20]  B.  van  Rietbergen,  H.  Weinans,  R,  Huiskes,  and  A,  Odgaard,  “A  new 
method  to  determine  trabecular  bone  elastic  properties  and  loading 
using  micromechanical  finite-element  models,”  J .  Biomech .,  vol,  28, 
pp.  69-81,  1995. 

[21]  C,  R,  Jacobs,  J.  A,  Mandell,  and  G,  S.  Beaupre,  “A  comparative  study 
of  automatic  finite  element  mesh  generation  techniques  in  orthopedic 
biomechanics,”  in  Proc .  ASME  Bioengineering  Conf ,  vol.  BED-24, 

1993,  pp,  512-514. 

[22]  R.  E.  Guldberg  and  S.  J.  Hollister,  “The  accuracy  of  digital  image-based 
finite  element  models,”  J.  Biomech.  Eng.,  vol.  120,  no.  2,  pp,  289-295, 
1998. 

[23]  P,  Knupp  and  S.  Steinberg,  Fundamentals  of  Grid  Generation .  Boca 
Raton,  FL:  CRC,  1994. 

[24]  “AnalyzeAVW,  Ver.  2.5,”  Mayo-Foundation,  Rochester,  MN,  1998. 

[25]  D.  L.  A,  Camacho,  R.  H,  Hopper,  G.  M.  Lin,  and  B.  S.  Myers,  “An  im¬ 
proved  method  for  finite  element  mesh  generation  of  geometrically  com¬ 
plex  structures  with  application  to  the  skullbase ,”  Biomechanics,  vol.  30, 
no.  10,  pp.  1067-1070,  1997. 

[26]  XV,  Ver.  3.10a,  J.  Bradley,  1994, 

[27]  P.  Tong  and  Y.  C.  Fung,  ‘The  stress-strain  relationship  for  the  skin  ”  J. 
Biomechanics,  vol.  9,  pp.  649-657,  1976. 

[28]  J.  E,  Bisehoff,  E,  M,  Arruda,  and  K.  Grosh,  “Finite  dement  modeling 
of  human  skin  using  an  isotropic,  nonlinear  elastic  constiutive  model,” 
J.  Biomech .,  vol.  33,  pp.  645-652,  2000. 


IEEE  TRANSACTIONS  ON  MEDICAL  IMAGING,  VOL.  20,  NO.  9,  SEPTEMBER  2001 


877 


A  Constrained  Modulus  Reconstruction  Technique 
for  Breast  Cancer  Assessment 
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Abstract— A  reconstruction  technique  for  breast  tissue  elasticity 
modulus  is  described.  This  technique  assumes  that  the  geometry 
of  normal  and  suspicious  tissues  is  available  from  a  contrast-en¬ 
hanced  magnetic  resonance  image.  Furthermore,  it  is  assumed  that 
the  modulus  is  constant  throughout  each  tissue  volume.  The  tech¬ 
nique,  which  uses  quasi-static  strain  data,  is  iterative  where  each 
iteration  involves  modulus  updating  followed  by  stress  calculation. 
Breast  mechanical  stimulation  is  assumed  to  be  done  by  two  com- 
pressional  rigid  plates.  As  a  result,  stress  is  calculated  using  the  fi¬ 
nite  element  method  based  on  the  well-controlled  boundary  condi¬ 
tions  of  the  compression  plates.  Using  the  calculated  stress  and  the 
measured  strain,  modulus  updating  is  done  element-by-element 
based  on  Hooke’s  law.  Breast  tissue  modulus  reconstruction  using 
simulated  data  and  phantom  modulus  reconstruction  using  exper¬ 
imental  data  indicate  that  the  technique  is  robust. 

Index  Terms — Breast,  elastography,  iterative,  MRI,  quasi-static. 


L  Introduction 

IT  is  well  known  that  variations  in  tissue  elasticity  proper¬ 
ties,  defined  by  Young’s  modulus,  are  associated  with  the 
presence  of  cancer.  Recent  studies  suggest  a  sixfold  increase  in 
the  Young’s  modulus  of  breast  carcenoma  compared  to  normal 
fibroglandular  tissue  while  fibroadenomas  are  only  a  factor  of 
three  suffer  than  normal  breast  parenchyma  [1],  These  observa¬ 
tions  have  stimulated  the  development  of  breast  magnetic  res¬ 
onance  elastography  (MRE)  techniques  such  as  [2],  [3]  which 
are  aimed  at  imaging  tissue  Young’s  modulus. 

The  general  basis  of  MRE  is  to  induce  motion  within 
the  tissue  by  mechanical  stimulation,  measure  the  resulting 
deformation  using  MRI  techniques,  and,  finally,  calculate 
elasticity  modulus  distribution  using  an  inversion  technique. 
The  mechanical  actuation  used  for  elastography  can  be  ei¬ 
ther  quasi-static  or  harmonic.  In  quasi-static  elastography, 
compressional  actuation  with  very  low-frequency  (0-5  Hz)  is 
used  and  the  displacements  are  measured  using  a  stimulated 
echo  sequence.  In  this  sequence,  a  long  mixing  time  is  used 
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to  allow  dissipation  of  small  elastic  vibrations  before  spatial 
encoding,  as  described  by  Chenevert  et  al  [4],  The  other 
alternative  is  harmonic  actuation  in  which  tissues  are  perturbed 
at  frequencies  of  50-1000  Hz  generating  compressional  or 
shear  waves  throughout  the  tissue.  In  this  case,  an  oscillating 
magnetic  field  is  used  to  induce  spin  phase  in  proportion  to  the 
amplitude  of  the  tissue  motion  [5].  More  recently,  Sinkus  et  al 
[6]  used  a  spin-echo  sequence  with  sinusoidal  flow-encoding 
gradients  to  measure  the  steady-state  motion.  For  elasticity 
modulus  reconstruction,  the  static-state  and  steady-state  partial 
differential  equations  governing  the  tissue  deformation  are  used 
in  the  quasi-static  and  harmonic  techniques,  respectively.  Many 
investigators  have  attempted  to  solve  the  elastography  problem 
while  assuming  fully  heterogeneous  tissue.  Among  these 
investigators,  Skovoroda  et  al  [7],  Kallel  and  Bertrand  [8], 
Ophir  et  al  [9],  Chenevert  et  al  [4]  and,  more  recently.  Bishop 
et  al  [10]  and  Doyley  et  al  [II]  have  used  the  quasi-static 
technique.  Also,  Manduca  et  al  [12]  have  used  harmonic 
shear  actuation  while  more  recently  van  Houten  et  al  [13]  and 
Sinkus  et  al  [6]  have  used  harmonic  compressional  actuation 
for  tissue  stimulation.  The  full  heterogeneity  approach  leads 
to  highly  ill-conditioned  inverse  problem  which,  especially 
in  three-dimensional  (3-D)  cases,  is  very  difficult  to  solve. 
To  achieve  a  better  conditioned  problem,  beside  filtering  the 
measured  displacements  and  using  regularization,  the  majority 
of  investigators  have  limited  their  elastography  studies  to 
two-dimensional  (2-D)  plain  strain  situations.  The  plain  strain 
idealization,  however,  is  seldom  valid  in  real  clinical  appli¬ 
cations  due  to  complex  anatomy.  As  an  alternative,  we  have, 
recently,  introduced  the  idea  of  a  quasi-static  constrained  elas¬ 
tography  technique  (Samani  et  al  [14]  and  Plewes  el  al  [15]) 
where  we  assumed  a  uniform  elasticity  modulus  distribution 
throughout  each  tissue  volume.  Furthermore,  we  assumed  that 
the  elasticity  moduli  of  normal  tissues  are  known  while  that  of 
suspicious  lesions  are  unknown. 

In  this  paper,  we  present  a  detailed  description  and  exper¬ 
imental  validation  of  a  constrained  elastography  technique  in 
which  the  elasticity  moduli  of  both  normal  and  suspicious  tis¬ 
sues  are  assumed  to  be  unknown.  In  contrast  to  unconstrained 
techniques,  this  technique  can  easily  accommodate  3-D  tissue 
distribution.  This  technique  uses  the  nonuniform  stress  distribu¬ 
tion  throughout  the  tissue  to  reconstruct  the  elasticity  modulus 
from  measured  displacements.  The  stress  distribution  is  itera¬ 
tively  calculated  using  the  finite  element  method  (FEM),  and 
Is  used  to  update  the  elasticity  modulus  distribution  based  on 
Hooke’s  law.  For  mechanical  stimulation,  the  breast  is  placed 
between  two  rigid  plates,  one  of  which  is  moved  toward  the 
other.  As  a  result,  the  stress  can  be  calculated  using  the  known 
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displacement  boundary  conditions  of  the  plates  in  a  3-D  contact 
problem  context  [16].  As  a  result,  displacement  data  acquisi¬ 
tion  is  required  in  only  one  direction.  Alternatively,  measured 
displacements  on  the  boundaries  of  a  tissue  region  containing 
the  suspicious  lesion  region  of  interest  (ROI)  can  be  used  as 
boundary  conditions  to  calculate  the  stress.  In  the  latter  case, 
data  acquisition  is  required  in  all  directions  in  order  to  obtain  the 
required  displacement  boundary  conditions  on  the  ROT  s  bound¬ 
aries.  The  novel  feature  of  the  method  is  the  use  of  anatomical 
constraints  to  impose  a  discrete  modulus  distribution  in  the  re¬ 
construction.  These  constraints  can  be  obtained  by  segmenting 
a  3-D  contrast-enhanced  MRI  volume  into  a  small  number  of 
discrete  tissue  types  with  uniform  elasticity  properties.  Through 
the  use  of  this  constraint,  it  is  possible  to  employ  a  simple  ele¬ 
ment-by-element  computation  to  perform  the  updated  modulus 
estimation  at  each  iteration  step.  This  contrasts  with  previous 
unconstrained  iterative  methods  which  employ  nonlinear  least 
squares  algorithms  [8],  [11],  in  which  the  inversion  of  a  Hes¬ 
sian  matrix  must  be  performed  at  each  step  of  the  iteration. 

The  proposed  reconstruction  method  is  focused  on  answering 
a  very  specific  question:  What  is  the  relative  elasticity  modulus, 
on  average,  in  a  focal  lesion  whose  geometry  and  location  are 
previously  identified,  compared  to  the  background  of  normal 
fibroglandular  or  adipose  tissue?  To  answer  this  question,  we 
have  developed  this  iterative  reconstruction  technique  which  is 
computationally  efficient  and  highly  insensitive  to  noise. 


II.  Theory 

Biological  tissues  can  be  idealized  as  continua.  As  a  result  of 
undergoing  static  loading,  tissue  deformation  is  governed  by  the 
equations  of  equilibrium,  strain-displacement,  and  a  material 
constitutive  law.  The  equilibrium  equation  of  a  continuum  under 
a  static  loading  is  [17] 


d(Til  d(Tj2 
dx\  0x2 


+  ^  +  /.=0; 

Ox  3 


i  =  1,2,3 
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where  the  as  denote  the  stress  tensor  components  and  /,  rep¬ 
resents  the  body  forces/unit  volume.  To  avoid  having  defor¬ 
mations  governed  by  nonlinear  elasticity,  mechanical  actuation 
must  be  applied  in  such  a  way  that  the  resulting  strains  do  not 
exceed  0.05.  In  this  case,  the  strain  e  is  related  to  displacements 
through  the  following  equation: 


eij  ~~ 
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where  u,  is  a  component  of  the  displacement  vector 
u  =  {u\,U2,uz)  in  Cartesian  coordinates  x  = 

Assuming  isotropic  and  linear  elastic  material,  Hooke’s  law 
relates  the  strains  to  stresses  as  follows: 

=  TTT,  (eij'  +  (T=W *''“*)  (3) 

where  E  and  v  represent  Young’s  modulus  and  Poisson’s  ratio 
and  Sij  is  the  Kronecker  delta.  Assuming  nearly  incompressible 
tissues,  we  follow  other  investigators  and  consider  v  —  0.499. 
As  a  result,  the  goal  of  elastography  will  be  the  calculation  of  E 


distribution  throughout  the  tissue  which  is  governed  by  ( 1  )-(3). 
This  is  an  inverse  problem  which  can  be  solved  using  direct  [7], 
[10]  or  iterative  [8],  [9],  [11]  techniques.  One  component  of  an 
iterative  inversion  algorithm  is  the  forward  model.  In  this  con¬ 
text,  the  forward  model  is  used  to  calculate  displacements  and 
subsequently  strains  and  stresses  resulting  form  a  static  loading 
on  a  tissue  with  known  Young’s  modulus  distribution.  This  can 
be  done  through  solving  ( 1 )— (3)  simultaneously.  Since  there  is 
no  analytical  solutions  for  these  equations,  particularly  in  3-D 
cases  with  complex  geometries,  we  solve  these  equations  using 
the  FEM.  In  this  method,  the  domain  is  first  discretized  into  a 
number  of  homogeneous  elements,  each  of  which  has  a  number 
of  nodes  where  the  displacements  are  defined.  The  displace¬ 
ments  within  each  element  are  obtained  based  on  the  nodal  dis¬ 
placements  through  interpolation.  Using  an  approximation  [18], 
the  governing  equations  yield  a  small  set  of  linear  equations 
for  each  element  called  the  element  stiffness  equation.  The  el¬ 
ements’  stiffness  equations  are  calculated  and  then  assembled 
to  form  a  linear  system  of  equations  called  the  global  stiffness 
equation 


Ku  =  f 


(4) 


where 

K  global  stiffness  matrix; 

u  unknown  displacement  vector: 

f  force  vector. 

After  applying  the  boundary  conditions,  this  system  is  solved  to 
calculate  u  and,  subsequently,  the  strains  and  stresses.  This  for¬ 
mulation  is  implemented  in  ABAQUS:  a  commercial  FE  soft¬ 
ware  [19]  which  we  use  for  the  forward  model.  The  second  step 
of  the  iteration  is  to  update  the  modulus  estimate  using  the  mea¬ 
sured  displacement  vector  u.  Unlike  other  investigators  [8],  [9], 
[11]  who  use  costly  and  noise-sensitive  nonlinear  least  squares 
algorithms,  we  update  the  modulus  using  (3).  From  this  matrix 
equation,  it  can  be  seen  that  the  elasticity  modulus  can  be  com¬ 
puted  from  any  one  strain  component  and  the  three  normal  stress 
components.  At  the  ilh  iteration  with  c°  denoting  the  experi¬ 
mentally  measured  strain,  we  can  write  one  of  several  possible 
equations  for  computing  an  elasticity  modulus  update 


E*  +  l  o'u  —  val22  -  f'033 

By  substituting  the  measured  strain  and  stress  components  com¬ 
puted  at  the  current  iteration  i ,  the  elasticity  modulus  E1*1  of 
each  element  is  updated.  As  is  usual  in  near-incompressible  ma¬ 
terial,  we  assume  that  v  =  0.499.  It  must  be  noted  that  the  equa¬ 
tion  is  expressed  as  a  reciprocal  of  elasticity  modulus  for  reasons 
related  to  random  noise,  as  discussed  later.  As  a  final  step,  we 
apply  the  discrete  modulus  constraint  by  averaging  the  calcu¬ 
lated  moduli  over  each  segmented  tissue  type  and  use  the  result 
as  a  uniform  elasticity  modulus.  The  discrete  modulus  constraint 
yields  a  stable  and  rapidly  converging  inversion  algorithm. 

The  presence  of  noise  in  experimental  measurement  of  strain 
will  result  in  a  distribution  of  reconstructed  values  in  the  iter¬ 
ation.  To  analyze  noise  propagation  and  its  effect  on  Young’s 
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modulus  reconstruction  throughout  the  iterative  procedure,  we 
rewrite  (5)  in  terms  of  Lame  constants  A  and  /i 


Ei+1  i1  ~  2i/)Ac£ k  +  2M(e|x  -  ve |2  -  z43)  * 

The  first  term  of  the  denominator  is  the  product  of  two  small 

terms  and  one  large  term  as  v - »  0.5.  Assuming  this  product 

is  negligible 


Modulus  Initial  Guess 
Using  Measured  Strain 


Image  Segmentation 


Eliminating  e|2  and  e|.3  using  the  incompressibility  condition 
leads  to 

1  ~  =  €H  ,0\ 
E <+!  “  2/i(l  +  y)e\x  E^n  W 

Thus,  the  correction  to  the  modulus  estimate  reduces  to  the  ratio 
of  a  single  strain  component  plus  the  current  modulus  estimate. 
This  means  that  the  reconstructed  modulus  TJi+1  at  each  iter¬ 
ation  is  not  only  degraded  by  the  noisy  measured  strain  but 
also  degraded  by  the  low  quality  modulus  E\  which  was  re¬ 
constructed  in  the  previous  iteration.  However,  due  to  the  use  of 
the  geometrical  constraint  to  enforce  a  discrete  modulus  distri¬ 
bution  at  each  step  of  the  iteration  and  ignoring  the  variation  of 
eii  within  the  tissue,  the  variance  of  the  modulus  estimate  a% 
at  any  iteration  step  is  related  to  the  measured  strain  component 
€q  and  its  variance  by 


E 2  N{e°)2  v  ; 

where  N  is  the  number  of  elements  contained  in  the  tumor  ROI 
and  angle  brackets  represent  mean  value.  In  terms  of  strain  and 
reconstructed  modulus  signal-to-noise  ratio  (SNR)  (SNRe  and 
SNR^X  we  have 

SNRe  =  vTvSNRj  .  (10) 

The  normal  tissue  volumes  also  contribute  noise  to  the  mod¬ 
ulus  estimate,  but  the  effect  is  usually  negligible  since  many 
more  FEs  are  involved  in  the  averaging  compared  to  tumor. 
Equation  (5)  has  been  deliberately  arranged  so  that  the  numer¬ 
ator  contains  the  experimentally  measured  quantity;  in  this  way 
the  noise  tends  toward  zero  mean  when  averaged  over  the  seg¬ 
mented  tissue  regions,  and  an  unbiased  estimate  of  modulus  is 
then  obtained  by  taking  the  reciprocal.  If  the  geometric  con¬ 
straint  were  not  enforced,  then  there  would  be  an  accumula¬ 
tion  of  correlated  noise  terms,  and  the  SNR  of  the  modulus  esti¬ 
mate  would  decrease  at  each  iteration.  The  use  of  the  geometric 
constraint  is,  therefore,  highly  advantageous  in  the  treatment  of 
noise.  The  strain  SNR  quantity,  which  was  introduced  in  (10), 
may  not  he  well  understood;  it  is,  therefore,  highly  desired  to 
be  related  to  the  well-known  magnitude  SNR.  For  this  purpose, 
assume  that  the  sensitivity  of  motion  encoding  is  set  to  $d  cy¬ 
cles/unit  displacement.  Accordingly,  the  displacement  u  is  re¬ 
lated  to  the  measured  phase  6  by 


Stress  Calculation  Using  I  j 

. . mm. . . S  | 


Measured  Strain 


Modulus  Updating  and  Averaging 


'  Modulus  Convergence 


Fig.  I .  Flow  chart  illustrating  the  iterative  procedure  for  modulus 
reconstruction. 


Given  that  the  strain  is  calculated  from  the  displacements  u 
through  differentiation  based  on  (2)  and  choosing  the  forward 
difference  scheme  for  this  purpose,  it  can  easily  be  shown  that 
the  standard  deviation  of  the  phase  and  the  strain  (ap  and  &€) 
are  related  by 


e  SNRe  2t T<j>dh  v  ; 

where  h  and  e  represent  the  FE  size  and  average  strain,  respec¬ 
tively.  Since  phase  contrast  imaging  is  usually  conducted  with 
two  acquisitions  subtracted  to  remove  inhomogeneity  off¬ 
sets,  the  phase  noise  is  related  to  the  signal  magnitude  SNR  as 
follows: 


**  %/23NR/  (  ) 

Finally,  combining  (12)  and  (13)  leads  to  the  following  equa¬ 
tion: 


SNR  = 


2? T<f)dhe  ‘ 
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(a) 


(b) 


Fig.  2.  Two-dimensional  simulated  phantom,  (a)  Schematic  of  the  phantom,  (b)  FE  mesh  of  the  32  x  32  central  region  shown  in  (a). 


Using  the  discrete  modulus  constraint  and  evaluating  (5)  in  spe¬ 
cific  tissue  segments  raises  one  additional  difficulty.  The  MRI 
imaging,  upon  which  the  tissue  segmentation  is  based,  will  typi¬ 
cally  be  in  Langrangian  coordinates  (in  the  uncompressed  state) 
while  the  displacement,  as  measured  with  phase  contrast,  is  ob¬ 
tained  in  Eulerian  coordinates  (in  the  compressed  state).  If  the 
deformation  can  be  treated  as  infinitesimal,  then  the  Lagrangian 
segmentation  can  be  registered  to  the  Eulerian  strain  using  linear 
interpolation.  In  the  case  of  finite  deformation,  however,  a  co¬ 
ordinate  transformation  is  necessary.  In  the  latter  case,  the  dis¬ 
placement-gradient  tensor  in  the  Lagrangian  description  V°u  is 
obtained  from  the  Eulerian  displacement-gradient  tensor  Vu  by 
[20] 

V°u=  [I-  Vu]'1  -I.  (15) 

The  Lagrangian  strain  corresponding  to  the  segmented  volume 
is  computed  directly  from  V°u. 

III.  Methods 

The  complete  iterative  elastography  procedure  is  summa¬ 
rized  in  Fig.  1 .  The  first  step  is  MRI  imaging  of  tissue  which  is 
followed  by  image  segmentation  to  obtain  the  geometry  of  each 
tissue  volume.  AnalyzeAVW  V  2.5  [21]:  an  image  analysis 
package  was  used  for  image  segmentation  on  the  basis  of  image 
signal  level.  After  MRI  imaging,  displacement  data  is  acquired 
while  the  tissue  undergoes  quasi-static  deformation.  This  data 
is  acquired  using  a  stimulated-echo  phase  contrast  method  [4]. 
It  must  be  noted  that  unlike  the  previous  step  where  MRI  image 
of  the  entire  tissue  volume  must  be  acquired,  displacement 
data  must  be  acquired  only  for  a  single  slice  which  contains 
substantial  regions  of  each  of  the  discrete  tissue  types.  Thus, 
we  need  only  measure  the  strain  in  a  single  plane  through  the 
lesion.  The  iterative  procedure  begins  with  an  initial  guess  for 
the  tissues’  Young’s  moduli.  To  provide  an  initial  guess,  we  use 
the  average  values  of  the  measured  strain  reciprocals  obtained 


over  the  area  of  each  tissue  type.  The  ratio  of  these  values  are, 
thus,  used  as  the  initial  Young’s  modulus  ratios.  To  create  a  FE 
mesh,  we  process  the  segmented  images  using  meshing  tech¬ 
niques  described  in  Samani  et  ai  2001  [16].  Using  the  created 
mesh  and  the  tissues’  Young’s  moduli,  we  employ  ABAQUS 
for  stress  calculation.  After  stress  calculation,  the  procedure  is 
followed  by  modulus  updating  using  (5).  This  equation  yields  a 
Young’s  modulus  reciprocal  value  for  each  FE.  The  average  of 
these  values  over  each  tissue  volume  is  then  calculated  and  its 
reciprocal  obtained  and  used  as  the  updated  Young’s  modulus. 
At  this  stage,  convergence  is  checked  using  two  consecutive 
Young’s  modulus  values  Ei+ 1  and  E-t  as  follows: 


where  to!  is  a  small  number.  If  this  criteria  is  satisfied,  the  up¬ 
dated  set  of  Young’s  modulus  values  is  considered  to  be  final, 
otherwise  the  iterative  procedure  is  followed  by  stress  calcu¬ 
lation  and  then  modulus  updating.  It  must  be  noted  that  for 
stress  calculation  in  3-D  cases,  the  updated  modulus  values  ob¬ 
tained  in  the  plane  of  interest  are  applied  to  the  entire  3-D  FE 
model.  Moreover,  stress  calculation  is  done  using  the  well-con- 
trolled  compression  plate  motion  as  boundary  conditions.  We 
also  demonstrate  an  alternate  approach  in  which  displacement 
data  is  acquired  over  an  ROI  in  the  slice  containing  the  sus¬ 
picious  tumour  rather  than  the  entire  slice.  In  this  approach, 
stress  calculation  can  be  done  over  the  ROI  using  the  experimen¬ 
tally  acquired  displacement  data  to  provide  the  boundary  condi¬ 
tions.  As  a  result,  stress  calculation  can  be  done  easily  since  the 
ROI  and  boundary  conditions  are  straight  forward.  Assuming 
plane-strain  conditions,  it  is  necessary  to  obtain  two  compo¬ 
nents  of  displacement  in  a  single  plane  to  completely  specify 
the  boundary  conditions.  In  terms  of  data  acquisition,  this  is 
double  the  minimum  requirement  of  the  3-D  modeling  approach 
described  above.  Beside  stress  errors  resulting  from  the  noisy 
boundary  conditions,  the  other  disadvantage  of  this  approach  is, 
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(c)  (d) 

Fig.  3.  FE  model  of  the  breast,  (a)  Magnitude  image  of  a  central  slice  through  the  breast,  (b)  FE  mesh  corresponding  to  the  slice  shown  in  (a)  where  the  tumour 
shown  in  the  circle  is  added,  (c)  FE  mesh  of  the  breast,  (d)  FE  contact  problem  model  for  compression  simulation. 


therefore,  the  greater  data  acquisition  requirement  compared  to 
former  approach. 

Simulations  were  performed  in  two  and  three  dimensions  to 
demonstrate  various  aspects  of  the  method.  In  two  dimensions,  a 
simple  circular  inclusion  phantom  illustrated  in  Fig.  2  was  simu¬ 
lated  using  a  64  x  64  grid.  A  5%  compression  was  applied  with 
zero  displacement  boundary  conditions  in  the  plane  of  com¬ 
pression  plates,  displacement  data  was  obtained  using  a  plain 
strain  FE  model,  and  the  central  32  x  32  grid  of  displacement 
data  was  extracted  for  analysis  using  the  alternate  reconstruc¬ 
tion  approach.  In  three  dimensions,  T1  weighted  breast  images 
of  a  healthy  volunteer  were  acquired  using  a  GE  SIGNA  1 ,5-T 
scanner  (GE  Medical  Systems,  Mil wakee,  WI).  Using  body  coil, 
a  2-D  spin-echo  pulse  sequence  was  employed  with  TR/TE  = 
300/9  ms  and  0  =  90°  to  acquire  16  sagittal  images.  A  typical 
sagittal  image  of  the  breast  is  shown  in  Fig.  3(a)  where  regions 
of  adipose  tissue  (bright)  and  fihroglandular  tissue  (dark)  are 
easily  resolved  with  high  SNR.  After  image  segmentation,  an 
FE  mesh  illustrated  in  Fig.  3(b)  and  (c)  was  created.  In  Fig.  3(b), 
the  FE  mesh  corresponding  to  the  sagittal  slice  of  Fig.  3(a)  is 
depicted  where  a  tumour  is  added.  The  presence  of  the  tumour 
was  simulated  by  altering  the  Young’s  modulus  of  appropriate 


elements  in  the  3-D  model  as  shown  in  Fig.  3(b).  To  simulate 
a  5-mm  compression  resulting  from  two  rigid  plates,  we  used 
a  3-D  FE  contact  problem  model  described  in  [16]  as  shown  in 
Fig.  3(d).  From  this  model,  3-D  displacement  data  was  calcu¬ 
lated  and  used  for  Young’s  modulus  reconstruction. 

To  test  this  technique  with  experimental  data,  a  plastisol 
PVC  phantom  was  constructed.  The  magnitude  image  of  a 
central  slice  through  this  phantom  is  shown  in  Fig.  4(a).  In 
this  T2-weighted  image,  the  central  hard  inclusion  is  seen  as  a 
dark  hemi-circle,  while  the  intermediate  layer  appears  bright. 
This  phantom  was  constructed  in  two  stages,  beginning  with  a 
12-mm  spherical  “tumour”,  embedded  in  a  surrounding  layer 
representing  “fihroglandular”  tissue.  This  first  surrounding 
layer  was  cut,  gouged  and  sliced  in  a  random  fashion  at  many 
angles,  and  then  encased  in  a  second  surrounding  layer  now 
representing  “adipose”.  The  resulting  phantom  had  thus  three 
separate  volumes  of  distinct  elasticity  modulus,  and  presented 
both  a  complex  strain  field  and  realistic  segmentation  problem. 
The  Young’s  moduli  of  the  individual  layers  was  measured 
independently  using  a  uniaxial  benchtop  experiment,  resulting 
in  48.0,  24.3,  and  12.4  kPa  for  the  inclusion,  middle  layer,  and 
outer  layer,  respectively.  The  FE  mesh  of  a  slice  corresponding 
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Fig.  4.  FE  model  of  the  3-D  phantom,  (a)  Magnitude  image  of  a  central  slice  through  the  phantom  where  the  circular  inclusion  and  middle  layer  are  shown,  (b)  FE 
mesh  corresponding  to  the  slice  shown  in  (a),  (c)  Three-dimensional  FE  mesh  of  the  phantom,  (d)  Three-dimensional  FE  mesh  of  the  middle  layer  and  inclusion. 


to  the  image  shown  in  Fig.  4(a),  the  phantom  and  its  different 
layers  are  depicted  in  Fig.  4(b)-(d),  respectively. 

For  image  segmentation  purposes,  3-D  fast-spin  echo 
imaging  with  TR/TE  =  2000/85  ms  and  48  echoes  was 
performed  over  the  entire  volume  of  the  phantom  while  in 
the  uncompressed  state.  Using  a  compression  device  driven 
by  an  MR  compatible  ultrasonic  motor  as  described  in  [15], 
quasi-static  MR  elastography  with  phase-contrast  displacement 
encoding  was  performed  on  the  phantom  using  a  compression 
of  3.5  mm  at  the  surface  of  the  phantom,  at  a  frequency  of 
1.5  Hz.  For  displacement  data  acquisition,  we  used  a  STEAM 
pulse  sequence  described  in  [15],  with  TR/TE  —  660/12  ms 
and  a  mixing  time  Tm  of  300  ms.  All  images  and  displacement 
data  were  acquired  using  a  five-inch  diameter  surface  coil. 


IV.  Results 

The  noise-free  convergence  of  the  2-D  simulation  is  shown 
in  Fig.  5.  Fig.  5(a)  and  (a')  depicts  the  reconstruction  results 
where  the  inclusion  was  assumed  to  have  a  uniform  modulus  of 


three  relative  to  the  background.  As  it  is  shown  in  these  graphs, 
convergence  to  the  exact  relative  modulus  was  achieved  using 
the  strain  reciprocals  as  initial  guess.  A  second  case  was  also 
studied  where  the  inclusion  was  assumed  to  have  a  smooth  2-D 
Gaussian  relative  modulus  with  mean  value  of  three.  As  shown 
in  Fig.  5  (b)  and  (b'),  the  process  converged  to  an  average  value 
of  3.2  which  is  slightly  higher  than  three.  Finally,  the  results 
of  the  unconstrained  iteration  where  modulus  averaging  was 
not  performed  are  shown  in  Fig.  5(c)  and  (o').  The  latter  re¬ 
sult  shows  that  after  ten  iterations,  convergence  is  not  only  not 
achieved  but  also  unlikely  if  the  iteration  is  continued.  This  con¬ 
firms  our  conclusion  from  (8)  and  indicates  that  the  proposed 
method  is  appropriate  only  for  the  geometrically  constrained 
problem. 

To  investigate  the  propagation  of  noise  throughout  the  itera¬ 
tions  and  its  impact  on  the  reconstructed  values,  we  have  con¬ 
ducted  a  numerical  experiment  in  which  the  simulated  displace¬ 
ment  data  of  the  2-D  plane  strain  case  was  contaminated  with 
noise.  Two  different  levels  of  magnitude  SNR  were  considered 
and  their  corresponding  strain  SNR  values  were  calculated  using 
( 1 4).  Based  on  each  strain  SNR  value,  the  displacement  data  was 
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(a*  )  <b*  )  (c*  ) 

Fig,  5.  Demonstration  of  convergence  in  2-D  noise-free  simulation,  (a)  and  (b)  Profiles  of  the  reconstructed  modulus  ratio  through  the  inclusion  (solid  lines)  and 
their  corresponding  strain  reciprocal  ratio  profile  (dashed  lines)  for  the  discrete  and  normal  modulus  distribution,  (c)  Profiles  of  the  modulus  ratio  (dashed  lines) 
and  its  corresponding  strain  reciprocal  ratio  obtained  from  incomplete  reconstruction  when  averaging  is  not  performed,  (a/),  (b').  and  (cf)  Modulus  ratio  versus 
iteration  number  correponding  to  (a),  (b),  and  (c).  (a#)  indicates  that  convergence  is  rapid  and  exact  where  true  modulus  distribution  is  discrete  while  (h')  shows 
systematic  error  relative  to  the  mean  value  of  true  modulus,  and  (c')  indicates  that  convergence  cannot  be  achieved  if  modulus  averaging  is  not  performed. 


TABLE  I 

Simulation  of  the  Effects  of  Experimental  Noise  on  the 
Reconstructed  Modulus  Values  in  Two  Dimensions 


strain  SNR 

magnitude  SNR 

input  modulus  SNR 

output  modulus  SNR 

3.1 

6.3 

26.17 

26.07 

12.6 

25.7 

94.54 

92.81 

Two  levels  of  SNR  ranging  from  6.3  to  25.7  were  selected.  For  each  SNR  level,  ten  noise 
instances  were  generated  and,  with  a  set  of  initial  guess  modulus  values,  a  sequence  of  ten 
iterations  was  executed.  The  modulus  SNR,  is  defined  as  the  ratio  of  the  mean  value  to  the 
standard  deviation  of  the  modulus  set  values  of  the  inclusion,  in  the  first  and  final  iterations. 
These  values  suggest  that,  statistically,  there  is  no  significant  change  in  the  noise  throughout 
the  eourse  of  iteration. 

contaminated  by  ten  independent  normally  distributed  noise  in¬ 
stances,  The  strategy  here,  is  to  input  a  set  of  modulus  values 
into  the  iterative  process,  calculate  the  corresponding  output 
values  and,  thus,  compare  the  input  and  output  sets  in  a  statis¬ 
tical  sense.  As  such,  with  an  inclusion  size  of  N  =51  pixels, 
we  calculated  a  set  of  ten  modulus  values  based  on  (10)  corre¬ 
sponding  to  each  SNR  value.  These  values  (input)  were  used  as 
initial  guess  with  the  ten  displacement  data  sets  contaminated  by 
noise  and  after  ten  iterations  another  modulus  value  set  (output) 
was  obtained.  We  define  modulus  SNR  as  the  ratio  of  the  mean 
value  to  the  standard  deviation  of  a  set  of  the  inclusion’s  mod¬ 
ulus  values.  These  values  are  calculated  for  the  input  and  output 
modulus  sets  and  summarized  in  Table  I,  The  results  in  this  table 
indicate  that  there  is  no  statistically  significant  difference  be¬ 
tween  the  input  and  output  SNR  values.  This  suggests  that,  with 
moderate  SNR  values,  the  geometrically  constrained  iteration 
procedure  does  not  accumulate  noise. 


For  3-D  breast  elastography  using  simulated  data,  we  as¬ 
sumed  Young’s  modulus  values  of  2,0, 10.0, 50.0,  and  25.0  kPa 
for  fat,  fibroglandular  tissue,  tumour,  and  the  skin,  respectively. 
Accordingly,  5-mm  compression  was  simulated  using  the  3-D 
FE  contact  problem  model,  and  the  displacement  component 
of  the  slice  containing  the  tumour  in  the  compression  direction 
was  calculated.  These  displacements  were  contaminated  by 
normally  distributed  noise  to  simulate  SNR  values  of  30  and 
10.  Using  this  iterative  technique,  as  shown  in  Fig,  6(a)  and 
(b),  convergence  was  achieved  after  eight  iterations  where  each 
iteration  took  about  30  min.  This  result  indicates  that  with  a 
tumour  size  of  N  —  1 3  elements  accurate  relative  modulus  can 
be  achieved  with  this  level  of  SNR, 

The  experimental  results  obtained  with  the  PVC  plastisol 
phantom  under  2-D  plane  strain  analysis  are  presented  in 
Fig,  6(c)  and  (d).  Fig.  6(c)  depicts  the  vertical  component  of 
the  measured  strain  from  which  initial  modulus  ratios  were 
calculated.  Using  the  measured  strain,  the  reconstruction  pro¬ 
cedure  converged  after  1 1  iterations  where  each  iteration  took 
about  100  min.  As  shown  in  Fig.  6(d),  the  final  reconstructed 
modulus  ratio  is  roughly  3.4:2.2:1  which  indicates  a  maximum 
error  of  12%. 

V.  Conclusion  and  Discussion 

We  have  described  an  iterative  method  for  deriving  modulus 
distributions  from  displacement  vector  fields  obtained  with  MR 
elastography.  The  key  feature  of  the  method  is  the  application 
of  geometrical  constraints  at  each  step  of  the  iteration.  It  is  our 
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(c)  (d) 

Fig.  6.  Modulus  reconstruction  results,  (a)  and  (b)  Convergence  of  Efib/Efat  and  Etuny/Ef*t  of  the  breast  to  the  true  values  (dashed  lines)  for  SNRs  of  30 
and  ten  where  Efat,  Efib.  and  Etum  are  the  Young’s  modulus  of  fat.  fibroglandular  tissue,  and  tumour,  respectively,  (c)  Measured  strain  in  the  phantom’s  middle 
slice,  (d)  Convergence  of  E{ih/E{^  and  Etum/Efa,  where  Efat*  Efib.  and  Etum  are  the  Young's  modulus  of  the  outer  layer,  middle  layer,  and  the  inclusion, 
respectively.  The  reconstruction  results  indicate  that  reconstruction  error  for  both  the  middle  layer  and  the  inclusion  does  not  exceed  12%. 


assumption  that  with  any  elastography  study  in  the  breast,  there 
will  be  a  conventional  contrast-enhanced  3-D  volume  study  im¬ 
mediately  preceding  it.  In  this  paper  we  have  demonstrated  how 
the  3-D  volume  study  could  be  used  to  identify  the  exact  location 
of  the  tumor,  and  to  segment  the  breast  volume  into  three  tissue 
types  (adipose,  fibroglandular,  tumor).  We  make  the  important 
assumption  that  each  tissue  type  has  constant  elasticity  prop¬ 
erties  throughout  the  breast  volume.Recent  breast  MRE  results 
from  other  investigators  such  as  Weaver  et  a!.  [22]  indicate  that 
normal  breast  tissues  exhibit  very  little  stiffness  heterogeneity 
while  to  verify  tumors’  homogeneity,  resolution  was  not  suffi¬ 
cient.  In  situations  where  this  type  of  simplification  is  appro¬ 
priate,  the  iterative  method  described  above  provides  a  rapidly 
convergent  technique  that  is  robust  in  the  presence  of  noise.  Fur¬ 
ther  investigation  is  required  to  verify  the  tissue  homogeneity 
assumption.  In  case  this  assumption  is  not  completely  valid,  one 
possible  remedy  would  be  to  subdivide  each  tissue  volume  into 
a  number  of  regions  over  each  of  which  the  tissue  modulus  is 
assumed  to  be  constant. 

A  variant  of  the  method  in  which  the  experimentally  mea¬ 
sured  displacement  vector  is  used  as  a  complete  boundary  con¬ 
dition  in  the  iteration  has  also  been  described.  The  advantage 
of  this  approach  is  that  the  reconstruction  field-of-view  may  be 


made  arbitrarily  small  to  focus  in  on  just  the  tumor  and  conse¬ 
quently  reduce  computation  time  in  the  iteration,  but  the  draw¬ 
back  is  the  presence  of  experimental  noise  in  the  boundary  con¬ 
ditions.  This  approach  is  primarily  useful  for  plane  strain  cases 
where  it  can  be  implemented  with  just  two  components  of  dis¬ 
placement  in  a  single  plane.  In  unconstrained  3-D  deformation, 
the  use  of  external  physical  boundaries  in  the  forward  solution 
of  (4),  as  described  above,  is  more  efficient. 

We  have  conducted  a  numerical  experiment  to  investigate 
noise  propagation  in  the  inversion  procedure  and  we  concluded 
that,  with  moderate  SNR  values,  the  iterative  procedure  does 
not  accumulate  noise.  Another  important  source  of  error  is  seg¬ 
mentation.  One  way  to  investigate  the  impact  of  segmentation 
errors  on  the  reconstructed  values  in  a  statistical  sense  is  to  con¬ 
duct  a  numerical  experiment  similar  to  the  noise  propagation 
experiment.  In  this  experiment,  using  a  numerical  model  such 
as  the  breast  model  in  Fig.  3,  a  number  of  pixels  located  around 
tissue  interfaces  are  randomly  selected  and  their  tissue  type  is  al¬ 
tered  to  simulate  segmentation  errors.  With  the  resulting  model 
and  using  displacement  data  generated  from  the  original  model, 
modulus  values  can  be  reconstructed.  This  process  must  be  re¬ 
peated  a  number  of  times  (e.g.,  ten  times)  each  time  with  a  dif¬ 
ferent  set  of  pixels  around  tissue  interfaces  altered.  Finally,  the 
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reconstructed  values  are  processed  and  errors  calculated.  This 
experiment  is  beyond  the  scope  of  this  paper;  however,  based  on 
the  breast  numerical  experiment  and  the  phantom  experiment, 
it  can  be  concluded  that  the  12%  error  is  mainly  due  to  factors 
other  than  data  noise  such  as  segmentation  and  FE  modeling. 

A  further  concern  with  the  in-vivo  application  will  be 
increased  complexity  in  modeling  the  3-D  compression  of  the 
breast  tissue.  The  phantom  objects  used  in  the  experiments 
described  above  were  prepared  with  sharply  defined  right-angle 
corners  and  edges.  In  contrast,  the  compression  of  the  breast 
must  be  modeled  as  a  3-D  contact  problem  [16],  which  is  more 
computationally  challenging.  Future  investigation  will  consider 
approximations  to  the  stress  estimation  that  may  relieve  the 
computational  burden  of  the  full  contact  problem  treatment. 
For  increased  accuracy,  there  is  the  possibility  of  extending  the 
method  when  the  tissues  are  modeled  as  hyperelastic  materials. 
In  this  case  the  modulus  update  calculation  will  involve  solving 
a  small  nonlinear  equations  system. 

As  a  final  note,  the  methodology  presented  in  this  paper  is  not 
limited  to  MRI  modality  and  can  be  implemented  with  other 
modalities  such  as  ultrasound.  It  has  been  shown  that  ultra¬ 
sound  is  capable  of  displacement  measurement  with  moderate 
SNR  [8],  [9].  Ultrasound,  however,  does  not  provide  magnitude 
images  that  are  useful  for  segmentation  purposes.  A  possible 
remedy  would  be  to  use  corresponding  strain  images  as  a  means 
for  segmentation. 
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A  Signal/Noise  Analysis  of  Quasi-Static  MR  Elastography 

Jonathan  Bishop*,  Abbas  Samani,  Justin  Sciarretts,  Chris  Luginbuhl, 
and  Donald  B.  Plewes 


Abstract — In  quasi-static  magnetic  resonance  elastography,  strain  im¬ 
ages  of  a  tissue  or  material  undergoing  deformation  are  produced.  In  this 
paper,  the  signal/noise  (S/N)  ratio  [SNRJ  of  elastographic  strain  images,  as 
measured  by  a  phase-contrast  technique,  is  analyzed.  Experiments  are  con¬ 
ducted  to  illustrate  how  diffusion-mediated  signal  attenuation  limits  max¬ 
imum  strain  SNR  In  small  displacement  cases,  while  the  imaging  point- 
spread  function  limits  large  displacement  cases.  A  simple  theoretical  treat¬ 
ment  agrees  well  with  experiments  and  shows  how  an  optimal  displacement 
encoding  moment  can  he  predicted  for  a  given  experimental  set  of  parame¬ 
ters  to  achieve  a  maximum  strain  SNR.  A  further  experiment  demonstrates 
how  the  limitation  on  strain  SNR  posed  by  the  Imaging  point-spread  func¬ 
tion  may  potentially  be  overcome. 

Index  Terms — MR,  elastography,  strain,  imaging. 


I.  Introduction 

Elastography  is  an  imaging  technique  that  can  display  certain  biome¬ 
chanical  properties  of  soft  tissue,  and  which  may  offer  improved  speci¬ 
ficity  in  the  diagnosis  of  diseases  such  as  breast  cancer.  The  success 
of  the  technique  depends  on  the  extent  to  which  disease  process  alters 
the  biomechanical  properties  of  the  tissue.  For  example,  cancerous  tu¬ 
mours  are  frequently  found  to  be  harder  than  surrounding  normal  tissue 
[1].  While  the  concept  of  elastography  was  first  described  in  the  ultra¬ 
sound  literature  [2]-[4],  a  large  body  of  work  has  also  been  published  in 
the  magnetic  resonance  (MR)  imaging  literature.  In  MR  elastography 
(MRE),  two  fundamental  approaches  have  been  demonstrated.  Static 
[5]  and  quasi-static  deformation  [6]  techniques  fall  into  one  broad  cate¬ 
gory,  while  shear  wave  imaging  with  oscillatory  [7],  [8]  stresses  applied 
mechanically  at  the  object  surface,  or  remotely  by  other  means  such  as 
ultrasound  [9]  fall  into  another.  Common  to  many  of  these  methods  is 
the  use  of  displacement-encoding  by  phase  contrast  [10]. 

In  the  case  of  static  and  quasi-static  methods  for  MRE,  the  material 
strain  may  be  computed  from  the  measured  displacement  Strain  is  not 
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Fig.  1.  Two-dimensional  (2-D)  geometry  of  a  homogeneous  phantom 
undergoing  compression,  illustrating  the  quantities  discussed  in  the  theory  and 
experimental  methods. 

a  direct  measure  of  the  underlying  material  property  (Le.,  the  elastic 
modulus).  However,  strain  images  may  be  rapidly  and  unambiguously 
computed,  while  methods  of  solving  for  elastic  modulus  from  displace¬ 
ment  data  are  more  involved  [  1 1  ],  [12].  Furthermore,  strain  images  can 
provide  a  limited  degree  of  quantitation,  since  a  strain  ratio  may  be  in¬ 
terpreted  as  a  measure  of  relative  elastic  modulus  in  the  case  of  simple 
geometries  such  as  focal  masses,  when  conditions  of  linear  elasticity 
hold  [6]. 

The  goal  of  this  work  is  to  provide  a  signal/noise  (S/N)  analysis  of 
strain  images  acquired  with  MRE.  It  specifically  focuses  on  the  static 
and  quasi-static  deformation  technique  as  originally  described  in  [5]. 
Previous  analyzes  have  been  conducted  by  simulation  [13]  and  in  the 
human  myocardium  [14].  In  this  paper,  a  simple  theoretical  treatment 
is  shown  to  agree  well  with  experimental  measurements  in  phantom 
objects  under  controlled  conditions.  The  results  demonstrate  that  dif¬ 
fusion  sensitivity  is  significant  and  may  outweigh  the  imaging  point- 
spread  function  as  an  upper  limit  on  achieveable  strain  SNR.  For  cases 
in  which  the  point-spread  function  is  the  limiting  factor,  it  is  also  shown 
how  that  limitation  may  be  partially  overcome. 

MR  techniques  for  measuring  tissue  motion  and  computing  strain  are 
also  used  in  the  large  body  of  work  on  myocardial  strain  imaging.  Aside 
from  the  recent  work  of  Aletras  [14],  the  motion-encoding  techniques 
used  for  myocardium  are  primarily  tagging  [15]  and  velocity-encoded 
phase  contrast  [  1 6] ,  [  1 0] .  The  contents  of  this  paper  do  not  apply  to  tag¬ 
ging  or  velocity-encoded  phase  contrast  techniques,  as  the  SNR  char¬ 
acteristics  have  been  studied  elsewhere  [17],  [18]. 

II.  Theory 

In  quasi-static  MRE,  the  S/N  behavior  of  strain  is  composed  of  sev¬ 
eral  factors  which  include  the  amplitude  of  deformation  applied,  the 
base  SNR  of  the  magnitude  image,  intra-voxel  dephasing  effects  due  to 
the  encoding  gradients,  and  the  noise  properties  of  discrete  differentia¬ 
tion.  To  begin  with,  consider  an  object  of  height  L  which  is  compressed 
at  the  top  surface  by  an  amount  u(L)  in  the  vertical  (y)  direction  and 
fixed  at  the  bottom  surface  (Fig.  1).  Assume  that  the  stimulated  echo 
pulse  sequence  of  Fig.  2  is  used  to  measure  vertical  displacement  u(y) , 
with  gradient  zeroth-moment  of  4>d  =  7 Gr.  The  phase  signal  within 
the  object  ©  will  be  proportional  to  vertical  displacement  u  as  a  func¬ 
tion  of  height 

B(y)  =  2inj>du(y),  0(0)  =  «(0)  =  0.  (1) 
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Fig.  2.  Stimulated-echo  pulse  sequence  used  for  phase-contrast  displacement 
encoding. 


The  average  gradient  of  the  phase  is 

dB  _  &(L)  _  $ 

dy  ~  L  h 


(2) 


where  9  is  the  average  phase  dispersion  per  pixel,  and  h  is  the  size  of  a 
pixel.  Since  strain  is  an  expression  of  displacement/unit  of  undeformed 
length,  this  average  phase  gradient  can  be  directly  interpreted  as  a  mea¬ 
sure  of  strain. 

In  a  phase  image,  the  pixel  noise  <rv — expressed  as  a  standard  devia¬ 
tion  in  units  of  radians  (rad) — is  governed  by  the  signal  magnitude,  A , 
and  the  standard  deviation  of  the  noise  at  the  in-phase  and  quadrature 
channels  of  the  A/D  convertor,  a  =  ai  =  an  [19] 

_  ff  1  _  1 

~~  ~  V2SNR  (3) 

An  extra  factor  of  1/ %/2  has  been  included  since  phase  contrast 
imaging  is  usually  conducted  with  two  acquisitions  subtracted  to 
remove  errors  due  to  B0  inhomogeneity,  and  it  is  assumed  that  A  >  a . 

The  signal  magnitude  A  is  modulated  by  several  different  factors. 
The  most  significant  is  the  diffusion  sensitivity  of  the  large  gradient 
moments  required  for  displacement  encoding.  This  effect  is  modeled  as 
an  exponential  signal  decay  e~4d(T~  § )D  [20]  where  the  separation  of 
displacement-encoding  gradient  pulses  is  given  by  T,  the  pulse  width 
by  r,  and  D  is  the  diffusion  coefficient.  In  addition  to  diffusion,  the  data 
acquisition  sampling  results  in  a  sine-shaped  point-spread  function.  In 
this  paper,  it  is  assumed  that  the  imaging  field-of-view  will  be  selected 
to  closely  match  the  object  size,  and  that  the  phase  variations  due  to  dis¬ 
placement  encoding  are  generally  smooth.  In  this  case,  the  magnitude 
signal  loss  incurred  by  the  point-spread  function  is  “all-or-nothing”  at 
the  limit  of  9  =  tv  [21].  Finally,  the  effect  of  T2  has  been  omitted  from 
this  expression  as  explained  below  in  methods. 

To  compute  the  phase  gradient  of  (2),  a  differentiation  operator  must 
be  applied.  We  consider  here  a  simple  numerical  approximation  of  dif¬ 
ferentiation  using  a  low-order  interpolating  polynomial  [22].  It  should 
be  noted  that  this  technique  has  no  specific  noise  filtering  or  smoothing 
properties.  Since  only  first-order  differentiation  is  required  for  strain 
imaging,  it  is  often  not  necessary  to  filter  noise.  In  contrast,  techniques 
of  elasticity  reconstruction  that  involve  second  or  higher-order  differ¬ 
entiation  [23]  would  likely  require  additional  noise  filtering,  using  Sav- 
itsky-Golay  algorithms  [24]  or  similar. 

Column  two  of  Table  I  shows  the  first  derivative  operator  for  several 
different  low-order  interpolating  polynomials,  as  a  linear  combination 
of  terms  required  to  estimate  the  derivative  of  function  /  at  position 
0.  In  general,  the  accuracy  of  the  derivative  estimate  increases  with  the 
order  of  the  interpolating  polynomial.  The  noise  figure  of  each  operator 


TABLE  I 

Discrete  Approximation  to  First  Derivative  for  Several  Low-Order 
Interpolating  Polynomials 


Order 

Terms 

Noise  Figure 

1 

h  7/0 

2 

Nr1 

3 

2/2-3/i+6/a— 5/_i 

1  fu 

m 

zy  36 

4 

/2-8/l-f8/_i  — /_2 

l  /lio 

I2h  " 

IV  144 

can  be  computed  by  a  standard  propagation  of  errors  analysis,  assuming 
that  noise  statistics  are  locally  constant,  and  are  shown  in  column  three 
of  the  table.  The  noise  figure  is  the  multiplicative  factor  by  which  the 
discrete  differentiation  will  alter  the  phase  noise  ap. 

Selecting  the  central  difference  approximation  (second-order  poly¬ 
nomial)  for  its  minimum  noise  figure,  then  the  phase  gradient  noise  will 
be  determined  by  combining  (3)  and  the  noise  figure  from  Table  I 

°V9  ~  V5h  V2SNR'  (4) 

Since  strain  is  a  unitless  quantity,  there  is  no  need  to  convert  phase 
to  units  of  displacement  before  computing  the  derivative.  The  ratio  of 
(2)  and  (4)  may,  therefore,  be  interpreted  directly  as  strain  SNR 

\o,  e>w 

where  the  effects  of  diffusion  and  point-spread  function  have  been  in¬ 
cluded  as  described  above.  The  quantity  9  is  dependent  on  two  param¬ 
eters  (surface  displacement  u(L)  and  encoding  sensitivity  <j>d)  which 
can  be  freely  varied  in  an  experiment.  However,  we  will  assume  that 
the  choice  of  displacement  u(L)  is  fixed  such  that  the  object  strain  is  as 
large  as  possible  within  the  regime  of  linear  elasticity  (usually  <10%). 
Note  that  the  Fourier  pixel  size  should  be  as  large  as  possible  given  the 
features  within  the  object  that  must  be  resolved,  in  order  to  maximize 
the  magnitude  SNR.  Maximizing  the  pixel  size  also  reduces  the  effects 
of  diffusion  since  the  gradient  strength  <pd  required  to  achieve  the  de¬ 
sired  phase  dispersion/pixel  is  minimized. 

For  a  small  compression  amplitude  u(L),  the  ability  to  increase  the 
strain  SNR  by  increasing  the  phase  encoding/pixel  6  may  be  limited  by 
diffusion  effects,  and  there  will  be  an  optimal  value  for  the  quantity  9. 
For  large  u(L)  however,  the  Nyquist  limit  for  discretely  sampled  data 
of  7T  rad  of  phase/pixel  [21]  is  most  likely  to  be  the  limiting  factor  on 
strain  SNR,  In  certain  circumstances,  however,  it  may  be  possible  to 
exceed  this  limitation.  If  the  spins  are  prewarped  with  a  phase/pixel  of 
9Prc.  opposite  to  the  anticipated  degree  of  motion-encoding,  then  the 
net  phase  dispersion  following  displacement  encoding  may  be  retained 
within  the  range  of  ±7r  rad/pixel.  In  this  case,  the  phase  gradient  is 
computed  by 


de  9  +  ePFe 

^  =  ~r-  <® 

Since  the  prewarp  phase  9pr(i  is  not  measured  data,  it  is  noise-free  and 
the  SNR  of  the  strain  data  is  increased  relative  to  that  of  the  raw  phase 
data.  A  suitable  value  of  $pre  may  be  estimated  from  (1). 

In  addition  to  random  noise  discussed  above,  coil  sensitivity  profiles 
also  affect  signal  magnitude  and  phase  noise.  In  MRE  of  the  breast, 
detectors  are  typically  arrays  of  surface  coils  with  significant  spatial 
variations  in  sensitivity.  When  making  an  experimental  measurement 
of  phase  noise  statistics  over  a  large  region-of-interest  (ROI),  these  sen¬ 
sitivity  variations  will  affect  the  result.  In  (3),  the  term  1/A  can  be  in- 
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Fig.  3.  Experimental  apparatus  for  quasi-static  MRE.  An  alternating  current  of  300  mA  (peak)  is  delivered  to  the  coil  windings  from  an  audio  amplifier  at  a 
frequency  of  2  Hz,  The  cylinder  on  which  the  windings  are  mounted  Is  free  to  rotate  about  the  gimbal  axis  under  the  torque  due  to  the  external  magnetic  field,  A 
carbon-fiber  shaft  attached  to  the  coil  winding  cylinder  delivers  a  compressive  force  to  the  sample  which  is  placed  in  between  an  array  of  two  25  mm  coils  The 
sample  is  constrained  from  expanding  in  the  vertical  direction  but  free  to  expand  in  the  direction  out  of  the  page. 


terpreted  as  a  variable  with  mean  {If A)  and  variance  o\jA  ,  Expanding 
(3)  to  account  for  the  variation  in  1/A 


where  angle  brackets  { )  have  been  used  to  denote  expected  value.  The 
result  of  (7)  is  an  effective  phase  variance  that  includes  the  effect  of 
die  coil  sensitivity  over  the  measurement  ROL  The  above  expansion 
assumes  that  1  j A  has  a  normal  probability  density,  so  the  resulting 
expression  is  only  an  approximation  of  the  truth.  The  phase  standard 
deviation  can  then  be  written 


1  1 

ffp  ~  V2SNR 


(8) 


where  the  extra  term  in  square  brackets  can  be  interpreted  as  a  correc¬ 
tion  factor  due  to  the  effect  of  coil  sensitivity  variation.  Of  course,  if 
the  phase  noise  statistics  are  measured  in  a  single  pixel  over  multiple 
repetitions  of  an  imaging  experiment,  then  it  is  not  necesssary  to  con¬ 
sider  the  coil  sensitivity  profile. 


HI.  Methods 

Imaging  experiments  were  conducted  with  quasi-static  compression 
and  a  stimulated  echo  pulse  sequence  gated  to  the  compression  cycle. 
A  cubic  phantom  of  dimension  25  mm,  made  of  1%  agar,  was  com¬ 
pressed  by  1  mm  at  a  frequency  of  2  Hz  with  an  electromechanical 
device  (Fig.  3).  The  detector  was  a  two-coil  volume  phased  array  with 
inductive  decoupling.  Imaging  time  was  adjusted  to  achieve  abase  SNR 
in  the  magnitude  image  of  about  30.  The  motion  encoding  moment  was 
then  altered  systematically  to  achieve  phase  aecumulation/pixel  of  up 
to  1 .5  rad.  Each  motion-encoded  scan  was  followed  by  a  zero  motion 
scan  with  identical  gradient  waveforms,  to  enable  correction  for  phase 
errors  due  to  eddy  currents.  All  scans  were  conducted  at  constant  echo 
time,  thus  T2  was  not  a  variable  in  the  analysis. 

Magnitude  reconstruction  was  obtained  by  a  noise- weigh  ted 
sum-of-the-squares.  Since  the  complex  data  were  available  for  both 
coils,  the  magnitude  S/N  for  each  coil  was  evaluated  separately,  and 
an  estimate  of  the  upper  bound  on  the  composite  SNR  produced 
under  the  assumption  of  zero  noise  correlation  between  the  two 
coils.  In  comparison,  deducing  the  SNR  from  the  final  composite 
image  when  noise  correlations  are  present  is  a  more  difficult  task 
[25].  Phase  reconstruction  was  performed  by  combining  the  phase 
images  arithmetically  with  equal  weighting.  Since  all  imaging  was 


Fig,  4,  Experimentally  measured  strain-to-noise  ratio  is  plotted  against  the 
magnitude  SNR  of  the  data.  As  the  phase  dispersion  (rads/pixel)  increases,  the 
strain  SNR  initially  increases,  but  then  falls  off  again  as  the  magnitude  SNR 
continues  to  decline  through  increased  sensitivity  to  diffusion. 


performed  in  the  plane  of  symmetry  between  the  two  receiver  coils,  a 
magnitude-weighted  phase  reconstruction  [26]  was  not  used. 

The  phase  gradient  signal  was  computed  by  central  difference  of 
displacement,  in  the  direction  of  compression.  The  mean  gradient  (or 
strain)  was  taken  in  a  rectangular  ROI  along  the  central  axis  of  the 
compressor  piston  through  the  center  of  the  phantom.  The  phantoms 
were  imaged  in  a  moist  condition  to  facilitate  slipping  at  the  boundaries 
and  thus  the  strain  was  relatively  constant  within  this  rectangular  ROI. 

Phase  noise  was  measured  from  the  zero-motion  images,  in  the  same 
ROI  as  the  strain  signal.  The  phase  noise  included  the  effect  of  the  coil 
sensitivity  profile  as  described  in  (8).  Therefore,  a  2-D  second-order 
polynomial  surface  was  fitted  to  the  magnitude  image  of  each  zero-mo¬ 
tion  scan.  Since  the  phantom  was  homogeneous  and  uniform  in  its  MR 
signal  intensity,  this  second-order  fit  was  interpreted  as  a  good  esti¬ 
mate  of  the  coil  sensitivity  profile.  The  measured  phase  noise  was  then 
corrected  according  to  (8),  and  the  correction  factors  were  typically 
8%-I0%.  In  addition,  a  correction  for  noise  correlation  was  performed 
by  measuring  the  correlation  coefficient  p  in  the  noise  of  the  two  coils, 
and  then  simply  dividing  the  phase  variance  by  the  quantity  1+p.  With 
this  latter  correction,  the  measured  phase  noise  could  now'  be  compared 
directly  to  the  estimated  upper  bound  composite  magnitude  SNR  which 
was  formed  above  by  assuming  zero  noise  correlation. 

The  technique  of  prewarping  the  spin  phase  was  demonstrated  with 
a  large  amplitude  compression  experiment.  A  6-cm  block  of  plastisol 
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Fig,  5,  Results  of  displacement  encoding  with  spin  prewarp,  (a)  Magnitude  image  at  zero  motion  shows  the  rectangular  phantom,  (b)  Magnitude  image  in  the 
presence  of  motion,  with  a  high  degree  of  displacement  encoding,  shows  complete  elimination  of  die  signal  by  the  imaging  point-spread  function.  (c)  With  the 
application  of  a  spin  prewarp  gradient,  the  image  signal  is  restored,  (d)  Raw  phase  image  corresponding  to  magnitude  image  in  (c),  (e)  Displacement  reconstructed 
from  (6)  with  greyscale  units  of  mm.  (f)  Strain  computed  from  the  displacement  with  unitless  greyscale.  The  strain  image  has  had  two  extra  rows  of  pixels  masked 
oil  the  lop  and  bottom  surfaces  compared  to  the  displacement  image  in  (e),  in  order  to  hide  the  poor  derivative  estimates  at  die  edges  of  the  object. 


PVC  was  compressed  by  8  mm  at  1.5  Hz  with  apparatus  described  in 
[27].  A  motion  encoding  sensitivity  of  <j>d  =  2,5  cycles/mm  was  set, 
for  a  expected  total  phase  shift  of  roughly  40tt  rad  across  the  object, 
which  was  encoded  with  about  40  pixels  in  the  64  x  64  imaging  ma¬ 
trix.  Experiments  were  performed  with  and  without  a  prewarp  phase  of 
approximately  n  rad/pixel. 

IV.  Results 

Fig.  4  plots  the  results  for  experimental  measurements  of  magnitude 
and  strain  SNR.  The  quantity  6,  which  represents  the  amount  of  dis¬ 
placement  phase  encoding  in  terms  of  rad/pixel,  is  plotted  on  the  x 
axis.  The  SNR  of  the  magnitude  image  drops  off  sharply  as  B  increases, 
which  reflects  the  substantial  diffusion  sensitivity  of  the  displacement 
encoding  gradient  pulses.  Although  the  diffusion  coefficient  was  not 
measured  independently,  a  least-squares  fit  to  the  magnitude  SNR  data 
using  the  exponential  term  of  (5)  is  shown  by  the  solid  line,  and  it  yields 
an  apparent  diffusion  constant  of  2.05  x  10-9  m2/s  which  is  similar 
to  the  value  for  water  [28].  This  value  includes  the  effect  of  material 
strain  as  noted  in  [29],  but  for  purposes  of  this  experiment  no  attempt 
was  made  to  correct  the  data  for  that  effect. 

As  expected,  the  strain  SNR  initially  increases  with  increasing 
amount  of  displacement  phase  encoding  9,  However,  as  diffusion 
effects  become  predominant  they  begin  to  counteract  the  gain  in  strain 
signal  through  an  increase  in  the  phase  noise.  The  strain  SNR  goes 
through  a  maximum  value,  and  then  quickly  drops  off  to  zero  well  be¬ 
fore  the  theoretical  maximum  encoding  of  w  rad/pixel  can  be  achieved, 
indicating  that  the  experiment  is  limited  by  diffusion  sensitivity.  The 
predicted  strain  SNR  from  (5)  is  shown  as  a  solid  line,  with  partial 
agreement  to  experiment.  The  error  bars  on  the  experimental  data  are 


derived  from  the  sample  size  of  the  measurement  ROI  (260  pixels). 
Note  that  to  generate  the  theoretical  curves  as  a  function  of  magnitude 
SNR,  no  attempt  was  made  to  introduce  the  effect  of  coil  sensitivity. 

Fig.  5  plots  the  results  of  spin  prewarping.  In  Fig.  5(a),  the  magnitude 
image  of  a  zero-motion  experiment  demonstrates  the  rectangular  PVC 
phantom.  The  magnitude  image  of  the  motion-sensitized  experiment 
Fig.  5(b)  indicates  a  total  loss  of  signal  due  to  the  imaging  point-spread 
function.  By  prewarping  the  spin  phase  by  Bpre  ~  w  rad/pixel,  the 
magnitude  image  of  the  same  motion-sensitized  experiment  Fig.  Sty) 
indicates  that  the  net  phase/pixel  has  been  returned  to  within  the  re¬ 
quired  range  of  ±tt  .  Fig,  5(d)  shows  the  raw  phase  data  corresponding 
to  Fig.  Sty),  In  the  central  portion  of  the  object,  the  phase  due  to  mo¬ 
tion  encoding  has  been  nearly  balanced  by  the  prewarp  phase,  so  the 
net  phase  is  nearly  constant.  Near  the  edges  of  the  object,  the  effects 
of  nonslip  boundary  conditions  are  seen,  whereby  there  is  reduced  dis¬ 
placement  and  over-compensation  by  the  prewarp  phase.  The  boundaiy 
effects  are  particularly  extreme  in  the  comers  of  the  object,  such  that 
some  signal  loss  is  even  seen  in  the  magnitude  image  ty).  In  Sty),  the 
displacement  has  been  computed  according  to  (6).  In  this  image,  the 
fixed  surface  (zero  displacement)  is  at  the  top,  and  the  compressed  sur¬ 
face  at  the  bottom  shows  roughly  8  mm  of  displacement.  The  corre¬ 
sponding  strain  image  appears  in  5(f).  Again  note  the  strain  is  near  zero 
at  the  edges  due  to  sticky  boundary  conditions,  increasing  to  nearly 
20%  in  the  center  of  the  object. 

V.  Discussion 

In  this  paper,  we  have  presented  a  S/N  analysis  of  strain  images 
that  can  be  produced  by  static  or  quasi-static  MRE.  The  results  show 
that  strain  SNR  can  be  predicted  and  maximized  based  on  the  magni- 
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tude  SNR  that  can  be  achieved.  Although  the  model  predictions  were 
slightly  higher  than  the  measured  results,  the  model  does  correctly  pre¬ 
dict  the  displacement  encoding  sensitivity  required  to  maximize  the 
strain  SNR. 

In  order  to  maximize  stain  SNR,  there  is  an  important  size  consid¬ 
eration.  In  any  given  experiment,  the  stain  would  typically  be  limited 
to  about  5%  to  permit  linear  data  processing  and  analysis.  Therefore, 
the  bigger  the  object,  the  bigger  the  absolute  displacement  that  corre¬ 
sponds  to  a  5%  strain.  In  the  results  described  above,  the  displacement 
of  1  mm  was  not  large  enough  to  realize  the  theoretical  maximum  dis¬ 
placement  encoding  of  w  rad/pixel.  Instead,  diffusion  signal  attenuation 
became  the  limiting  factor.  As  absolute  displacement  increases,  the  en¬ 
coding  moment  can  decrease  in  direct  proportion,  until  the  maximum 
encoding  of  tt  rad/pixel  is  reached. 

The  diffusion  sensitivity  noted  above  is  a  weakness  of  the  quasi¬ 
static  imaging  methodology  that  was  used  experimentally,  also  noted 
in  [  1 4].  The  motion  encoding  gradient  pulses  are  played  at  the  points  of 
zero  velocity  in  a  sinusoidal  deformation  cycle,  which  means  they  are 
widely  separated  in  time.  For  very  hard  or  very  small  objects,  the  al¬ 
ternative  is  to  implement  an  oscillating  gradient  solution  [7J.  While  os¬ 
cillating  gradient  methods  are  advantageous  for  measuring  very  small 
displacements,  these  typically  require  a  wavelength-based  or  time-de¬ 
pendent  analysis;  a  simple  strain  presentation  is  not  available. 

The  strain  SNR  limitation  due  to  the  imaging  point-spread  function 
can  be  theoretically  bypassed  by  prewarping  the  spin  phase  prior  to 
displacement-encoding.  In  practical  terms,  it  may  be  difficult  to  cor¬ 
rect  the  entire  spatial  extent  of  the  object  within  the  imaging  FOV  un¬ 
less  lubricated,  slippery  boundaiy  conditions  are  present.  Where  sticky 
boundary  conditions  exist,  the  phase  dispersion  may  still  be  greater 
than  ±w  rad/pixel  near  the  boundaries  even  as  the  center  of  object  is 
corrected. 
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Abstract.  A  quasistatic  magnetic  resonance  elastography  (MRE)  method  for  die  evaluation  of 
breast  cancer  is  proposed.  Using  a  phase  contrast,  stimulated  echo  MRI  approach,  strain  imaging 
in  phantoms  and  volunteers  is  presented.  First-order  assessment  of  tissue  biomechanical  properties 
based  on  inverse  strain  mapping  is  outlined  and  demonstrated.  The  accuracy  of  inverse  strain 
imaging  is  studied  through  simulations  in  a  two-dimensional  model  and  in  an  anthropomorphic, 
three-dimensional  finite-element  model  of  the  breast.  To  improve  the  accuracy  of  modulus 
assessment  by  elastography,  inverse  methods  are  discussed  as  an  extension  to  strain  imaging, 
and  simulations  quantify  MRE  in  terms  of  displacement  signal/noise  required  for  robust  inversion. 
A  direct  inversion  strategy  providing  information  on  tissue  modulus  and  pressure  distribution  is 
described  along  with  a  novel  iterative  method  utilizing  a  priori  knowledge  of  tissue  geometry.  It 
is  shown  that  through  the  judicious  choice  of  information  from  previous  contrast-enhanced  MRI 
breast  images,  MRE  data  acquisition  requirements  can  be  significantly  reduced  while  maintaining 
robust  modulus  reconstruction  in  the  presence  of  strain  noise.  An  experimental  apparatus  for 
clinical  breast  MRE  and  preliminary  images  of  a  normal  volunteer  are  presented. 

(Some  figures  in  this  article  appear  in  colour  only  in  the  electronic  version;  see  uvw .  iop .  org) 


1.  Introduction 

Early  detection  is  one  of  the  primary  requirements  of  successful  cancer  treatment  and  nowhere 
is  this  more  important  than  in  the  case  of  breast  cancer.  Data  linking  reduced  mortality 
from  routine  mammographic  screening  is  now  widely  accepted  in  women  over  50  (Baker 
1982,  European  Society  for  Mastology  Breast  Cancer  Screening  Evaluation  Committee  1993, 
Mathieson  and  Flensburg  1992),  with  growing  evidence  to  suggest  similar  applicability  to 
women  over  40  (Sohn  et  al  1997,  Bjurstam  and  Bjomeld  1994).  Thus,  early  detection 
through  screening  mammography  in  conjunction  with  a  programme  of  self-examination  is 
considered  central  to  breast  cancer  surveillance  programmes  throughout  the  world.  In  spite  of 
the  unquestionable  successes  of  mammography,  there  remains  an  urgent  need  to  improve  both 
sensitivity  and  specificity  of  breast  imaging  methods  for  node-negative  cancers.  Developments 
in  ultrasound  imaging  suggest  a  bright  future  for  this  inexpensive  and  widely  available 
technology  but  it  remains  of  limited  value  as  a  screening  tool  in  comparison  with  high-quality 
mammography  (Bassett  and  Kimme-Smith  1989).  Isotopic  methods  with  Sestamibi  (Khalkhali 
et  al  1995)  and  FDG  tracers  (Pietrzyk  et  al  1995)  offer  a  number  of  intriguing  possibilities  for 
metabolic  imaging,  but  resolution  remains  a  severe  limitation  (Bombardien  et  al  1997). 
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Figure  1.  MRI  image  of  a  solitary  breast  cancer  (arrow)  undergoing  rim  enhancement.  Imaging 
was  performed  with  a  gradient  recalled  sequence  TR/TE/  =  9/4.3/30°,  5  min  after  the  injection 
of  0.1  mmol  kg"1  of  Gd-DTPA. 

Over  the  past  decade  a  number  of  investigators  have  demonstrated  the  potential  of  MRI 
to  detect  breast  cancers  with  very  high  sensitivity  in  all  women,  regardless  of  breast  density 
(Orel  et  al  1994,  Weinreb  and  Newstead  1995).  While  it  has  become  widely  recognized  that 
MRI  offers  unique  information  on  the  extent  of  disease,  staging  and  recurrence,  it  is  still  too 
expensive  to  be  practical  as  a  screening  tool  for  the  general  population.  However,  a  number 
of  groups  are  exploring  the  use  of  MRI  in  the  screening  of  high-risk  women  who  present  with 
mutations  in  the  BRCAI  or  BRCA2  genes  or  an  extensive  family  history  of  breast  cancer 
(Leach  1998,  Kuhl  et  al  1999,  Stoutjesdijk  et  al  1999).  This  small  group  of  women  represents 
an  ideal  population  for  screening  by  MRI  as  it  is  only  0. 1-0,2%  of  the  general  population,  yet 
is  responsible  for  5-10%  of  all  breast  cancer  (Ford  et  al  1994). 

While  MRI  can  detect  small  enhancing  masses  in  the  breast,  obtaining  the  exact  diagnosis 
is  difficult.  Assessment  of  contrast  uptake  kinetics  and  lesion  morphology  can  improve 
specificity  (Nunes  et  al  1997,  Daniel  et  al  1998),  but  unique  differentiation  of  benign  lesions 
from  malignant  cancers  remains  an  ongoing  challenge.  This  is  illustrated  in  figure  1  which 
shows  a  focal  mass  of  5  mm  in  size.  Morphology  and  kinetics  suggest  the  presence  of  benign 
fibroadenoma,  but  diagnostic  confidence  can  only  be  achieved  through  surgical  biopsy.  While 
core  biopsy  methods  are  minimally  invasive,  the  need  to  reduce  negative  biopsies  is  paramount 
to  minimize  patient  anxiety  and  health  care  costs.  In  this  regard,  there  remains  a  critical  need 
to  seek  new  imaging  methods  which  are  specific  for  breast  cancer.  Amongst  a  number  of 
interesting  candidates,  MR  imaging  of  tissue  biomechanics  offers  significant  promise. 


2.  MR  elastography 

It  is  well  known  that  variations  in  tissue  elastic  properties  are  associated  with  the  presence  of 
cancer  and  form  the  basis  of  clinical  examination  (Hill  et  al  1988).  Properly  applied,  manual 
palpation  can  be  a  powerful,  cost-effective  and  practical  means  of  breast  cancer  detection, 
but  is  clearly  restricted  to  relatively  superficial,  large,  stiff  masses  (Newcomb  et  al  1991). 
Tissue  stiffness,  defined  by  Young’s  modulus,  can  span  a  range  of  1-100  kPa  amongst  various 
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soft  tissues  in  the  body,  with  connective  tissues  and  cartilage  ranging  from  100-1000  kPa 
and  bone  greater  than  IQ8  kPa  (Fung  1993,  Sarvazyan  et  al  1994),  With  regard  to  breast 
cancer,  Anderson  (1955)  found  scirrhous  carcinoma  of  the  breast  to  be  extremely  hard,  while 
Sarvazyan  etal  (1995)  has  shown  significant  variation  between  normal  breast  tissue  and  various 
breast  cancers  in  ex  vivo  measurements  of  168  breast  tissue  specimens  of  varying  histology. 
These  studies  suggest  a  15-fold  increase  in  the  Young’s  modulus  of  breast  cancer  compared 
with  normal  fibroglandular  tissue  while  fibroadenomas  were  only  a  factor  of  two  stiffer  than 
normal  breast  parenchyma.  While  significant  variations  in  these  values  were  present  due  to 
the  measurement  methods  and  tissue  sample  heterogeneity,  these  studies  support  observations 
that  wide  variations  in  tissue  stiffness  do  exist  between  benign  and  malignant  breast  tumours. 

The  knowledge  of  tissue  stiffness  variability  between  normal  and  diseased  tissues  has 
stimulated  the  development  of  imaging  methods  aimed  at  imaging  tissue  elastic  modulus  in  a 
quantitative  manner.  The  general  basis  of  these  techniques  is  to  induce  motion  within  the  tissue 
under  investigation  by  either  an  external  or  internal  mechanical  stimulation.  Conventional 
medical  imaging  modalities  are  then  used  to  measure  the  spatial  organization  of  the  resulting 
deformation,  from  which  the  biomechanical  properties  can  subsequently  be  extracted.  While 
the  majority  of  experience  on  this  topic  was  pioneered  within  the  ultrasound  community,  the 
advantages  of  magnetic  resonance  elastography  (MRE)  have  recently  become  more  widely 
recognized.  With  MRE,  unlike  ultrasound,  motion  can  be  measured  in  arbitrary  directions 
with  equal  sensitivity. 

The  choice  of  mechanical  deformation  used  for  elastography  generally  falls  into  two 
categories,  quasistatic  or  harmonic.  Harmonic  deformation  perturbs  tissues  at  frequencies  of 
50-1000  Hz,  generating  longitudinal  or  shear  waves  throughout  the  tissue.  In  this  case,  an 
oscillating  magnetic  field  gradient  is  used  to  induce  spin  phase  in  proportion  to  the  amplitude 
of  the  tissue  motion  (Muthupillai  et  al  1995).  When  implemented  with  a  shear  deformation  at 
the  tissue  surface,  to  produce  plane  shear  waves  within  the  tissue,  modulus  is  estimated  from 
measurements  of  wavelength  (Manduca  et  al  1996)  or  velocity  (Bishop  et  al  1998).  More 
recently,  Sinkus  et  al  (1999)  and  Weaver  et  al  (1999)  used  a  compressive  deformation  at  the 
tissue  surface,  and  measured  the  steady-state  motion  arising  from  mode  conversion  within 
the  tissue.  Alternatively,  quasistatic  elastography  uses  very  low  deformation  frequencies  of 
0-1  Hz.  In  this  case,  wave  propagation  can  be  assumed  to  be  negligible,  with  the  tissue  in  an 
approximate  state  of  static  stress. 

While  both  harmonic  and  quasistatic  techniques  represent  valid  approaches  to  MRE  of 
the  breast,  we  will  limit  our  consideration  in  this  paper  to  the  use  of  quasistatic  elastography. 
In  this  context,  we  will  review  two  techniques  for  relative  elastic  modulus  reconstruction,  and 
assess  their  potential  and  limitations.  We  then  present  a  novel  technique  that  appears  to  be 
more  efficient  and  robust.  The  latter  is  set  up  to  improve  specificity  in  breast  lesions  which 
have  been  previously  detected  by  other  means  such  as  conventional  contrast-enhanced  breast 
MR!  The  goal  of  this  technique  is  to  devise  an  efficient  and  convenient  protocol  to  measure 
the  relative  elastic  modulus  of  lesions  which  have  been  detected  but  not  identified,  and  which 
could  be  appended  to  a  conventional  contrast-enhanced  breast  MRI  procedure  with  minimal 
impact  on  the  total  procedure  time. 


3.  Methods  and  materials 

3.1,  Tissue  deformation  measurement 

Early  MRI  studies  of  motion  were  based  on  spin  tagging  (Zerhouni  et  al  1988)  to  elucidate 
strain  rate  studies  of  the  myocardium.  More  recent  studies  have  used  phase  contrast  techniques 
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Figure  2.  Stimulated  echo  pulse  sequence  used  in  MR  elastography. 


with  pulsed  gradients  which  are  phase-locked  to  the  applied  mechanical  deformation  (Plewes 
et  al  1995*  Lewa  and  de  Certaines  1995*  Muthupillai  et  al  1995).  The  earliest  methods 
for  measuring  tissue  deformation  with  phase  contrast  imaging  employed  bipolar  gradients  to 
produce  velocity-encoded  images.  Pelc  et  al  ( 1 99 1 )  used  a  cine  phase-contrast  method  to  obtain 
strain-rate  images  in  the  myocardium  at  multiple  points  throughout  the  cardiac  cycle,  and  also 
demonstrated  that  the  velocity  data  could  be  integrated  in  time  to  produce  total  displacement 
(Pelc  et  al  1995).  Alternatively,  the  lobes  of  a  bipolar  motion  encoding  pulse  can  be  separated 
in  time  to  allow  an  interval  for  a  finite  displacement  to  occur  and  tissue  come  to  rest  again.  This 
has  been  demonstrated  in  both  spin-echo  (Plewes  et  al  1995)  or  stimulated  echo  (STEAM) 
imaging  sequences  (Chenevert  et  al  1998),  An  advantage  of  the  phase  contrast  methods  is  that 
they  can  be  sensitive  to  very  tiny  motions  with  the  appropriate  choice  of  gradients,  A  recent 
study  by  Walker  et  al  (1998)  used  such  methods  to  detect  motion  with  amplitudes  of  tens  of 
nanometres  arising  from  ultrasound  fields. 

A  typical  example  of  a  STEAM  pulse  sequence  for  phase  contrast  MRE  is  shown  in 
figure  2.  The  Gs  gradient  waveform  provides  displacement  sensitivity.  The  two  lobes  of  the 
G  v  waveform  are  balanced*  meaning  that  any  nuclear  spins  which  are  stationary  will  receive 
zero  net  phase  from  it.  Any  other  spins  that  displace  will  receive  a  phaseshift  from  Gs  in  the 
following  manner.  Assuming  the  material  undergoes  a  step  displacement  of  A  units  during  the 
interval  Tm: 


0 ,f  <  (TE  +  Tm)/2 
A>t  >  (TE  +  Tm)/2 


then  the  spin  phase  resulting  from  this  sequence  is: 


4>  =  y  J  Gs(t)r(t)dt 
=  yAG0  x 


(1) 


(2) 
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Figure  3.  Schematic  of  the  reciprocating  compression  device  for  phantom  studies  with  quasistatic 
eiastography  {a).  A  camshaft  with  an  adjustable  moment  arm  is  driven  by  an  MR  compatible 
ultrasonic  motor  positioned  12  in  away  and  connected  by  a  belt-drive.  A  photograph  is  shown 
in  (b). 


where  y  is  the  gyromagnetic  ratio  of  protons,  G0  is  the  amplitude  of  the  displacement  encoding 
gradient  Gs  and  r  is  the  duration  of  each  lobe  of  Gs.  If  there  is  non-zero  velocity  in  the  material 
when  Gs  is  non-zero,  that  will  be  reflected  as  a  source  of  error  in  <f>.  As  long  as  r  «  7\ 
phase  errors  from  acceleration  during  the  gradient  pulses  are  assumed  to  be  negligible.  The 
orientation  of  the  detected  motion  is  determined  by  the  orientation  of  the  gradient  Gs,  which 
can  be  played  on  any  axis.  Each  phase-encoded  line  of  fc-space  is  acquired  twice,  with  the 
motion  gradients  reversed  in  polarity  on  the  second  acquisition.  This  compensates  for  phase 
errors  due  to  Bo  inhomogeneity. 

To  illustrate  the  use  of  this  technique,  a  gelatin/agar  phantom  composed  of  a  cylinder 
of  1 .25  cm  in  diameter  in  a  6  x  6  x  6  cm  block  was  constructed.  The  Young’s  modulus  of 
the  gel  was  adjusted  by  varying  the  concentration  of  the  agar  (0.5  to  1.5%)  during  phantom 
preparation.  In  this  case,  the  cylinder  was  prepared  to  have  a  Young’s  modulus  of  3 1 .5  kPa  while 
that  of  the  surrounding  block  was  1 1,5  kPa  as  determined  by  a  uniaxial  loading  experiment  on 
gel  samples  (Seiarretta  et  al  1999).  This  phantom  was  placed  in  a  reciprocating  compression 
device  which  is  shown  in  figure  3.  This  system  was  designed  to  deliver  quasistatic  compression 
of  0-5  mm  amplitude  at  the  surface  of  the  phantom,  at  a  frequency  of  1.0  Hz.  At  this  low 
frequency,  phase  error  due  to  velocity  and  acceleration  can  be  minimized.  The  device  was 
driven  by  an  MR  compatible  ultrasonic  motor  (Shinsei  USR-60-N4)  (Tsuchiya  1988)  which 
could  be  operated  in  the  bore  of  the  MR  system  without  significant  perturbation  to  the  B0  field 
homogeneity.  The  timing  properties  of  the  pulse  sequence  were  TR/Tm/TE  =  1000/250/15 
(ms)  and  total  scan  time  for  a  128  x  128  matrix  was  4:16.  A  magnitude  image  of  this 
phantom  is  shown  in  figure  4(a),  in  which  the  inclusion  can  be  seen  with  very  subtle  contrast. 
The  phase  image  from  the  eiastography  experiment  is  shown  in  figure  4(b),  encoded  for 
left/right  displacement  (orthogonal  to  compression).  Phase  unwrapping  and  conversion  of 
units  according  to  equation  (2)  yields  a  displacement  image  (figure  4(c)).  There  is  very  little 
structure  evident  in  the  displacement  image  and  it  does  not  clearly  resolve  the  circular  inclusion. 
However,  when  the  gradient  of  the  displacement  data  is  calculated  to  display  the  component 
of  the  strain  tensor  in  the  left/right  direction,  the  circular  inclusion  is  well  resolved,  as  seen 
in  figure  4(d).  Note  the  areas  of  zero  strain  at  the  top  and  bottom  surfaces  of  the  phantom. 


1596 


D  B  Plewes  et  al 


Figure  4.  A  magnitude  image  of  an  agarose/gel  phantom  with  cylindrical  inclusion  (a).  The  inner 
circular  region  had  a Young’s  modulus  of  37.5  kPa  with  the  outer  material  of  1 1.5  kPa.  Compression 
was  applied  in  the  vertical  direction  using  the  apparatus  of  figure  3.  STEAM  sequence  phase  image 
(TR/T/TE  =  1000/250/15  ms)  with  encoding  in  the  horizontal  direction  (b).  The  displacement 
image  after  phase  unwrapping  (c)  and  the  strain  image  in  the  horizontal  direction  (d). 


which  were  not  free  to  slide  against  the  compressor  plates,  and  compare  with  the  right  and 
left  surfaces  which  were  unconstrained.  Points  of  very  high  strain  appear  at  the  comers  of 
the  phantom  at  the  junction  between  these  two  types  of  boundary  conditions.  Aside  from 
these  minor  artefacts,  it  is  clear  that  strain  images  give  a  good  rendering  of  the  modulus 
distribution. 


3.2.  Finite  element  models  for  MRE  simulations 

One  of  the  main  components  in  iterative  elastography  algorithms  is  calculating  the  deformation 
and/or  stresses  resulting  from  known  force  or  displacement  boundary  conditions.  In  complex 
geometries  such  as  in  biological  tissues,  this  is  done  using  numerical  methods.  We  use  the 
finite  element  method  (FEM)  (Bathe  1996)  to  calculate  stresses  in  our  novel  reconstruction 
technique.  To  demonstrate  the  performance  of  this  reconstruction  technique,  we  present  two 
examples.  The  first  is  a  plane  strain  model  of  a  block  (figure  5(a) )  which  is  composed  of 
a  hard  circular  lesion,  a  less  rigid  region  representing  fibroglandular  tissue,  inside  a  third 
soft  rectangular  region  representing  fat.  The  ratios  of  the  modulus  were  1:5:15  for  the  fat, 
fibroglandular  and  lesion  regions  respectively,  and  these  ratios  are  indicated  by  the  relative 
grey-scale  intensity  in  figure  5(a).  Because  all  MRE  reconstructions  described  below  are 
relative  modulus  reconstructions,  specific  values  of  Young’s  modulus  are  not  assigned  in  these 
models.  The  Poisson’s  ratio  of  all  materials  was  set  to  be  0.495. 

To  properly  study  a  three-dimensional  geometry,  a  realistic  breast  model  was  derived 
from  MRI  images  of  a  healthy  volunteer.  The  breast  underwent  gentle  compression  between 
two  plates  to  conform  the  tissue  into  an  approximately  rectangular  form,  as  seen  in  an  axial 
image  (figure  6(a)).  Sixteen  sagittal  images  through  the  breast  volume  were  then  obtained 
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Figure  5.  Numerical  simulations  of  a  two-dimensional  three-component  phantom  composed  of  a 
hard  circular  inclusion  in  a  rectangular  region  corresponding  to  fibroglandular  tissue  which  is  in 
turn  embedded  in  a  rectangular  region  of  fat.  The  ratio  of  the  lesion/fibroglandular/fat  modulus  was 
1 5:5:  L  The  strain  image  corresponding  to  compression  in  the  vertical  direction  (b).  The  reciprocal 
strain  image  (c)  shows  a  qualitative  agreement  with  the  material  modulus  distribution  of  (a). 


with  a  spin-echo  pulse  sequence.  A  typical  image  is  shown  in  figure  6(b)  where  regions  of  fat 
(bright)  and  fibroglandular  (dark)  tissues  are  easily  resolved  with  high  SNR.  The  sagittal  images 
were  segmented  on  the  basis  of  signal  level  to  derive  regions  corresponding  to  adipose  and 
fibroglandular  structures  throughout  the  breast  (figure  6(c))  using  an  image  analysis  package 
(Mayo  Foundation  1998),  These  segmented  data  were  then  used  as  a  geometrical  model  to 
generate  a  mesh  of  the  fibroglandular  and  fat  components  throughout  the  breast  volume.  As 
described  elsewhere  (Samani  et  al  1999),  this  mesh  was  generated  using  MAMMOGRID  which 
was  developed  in  our  lab  for  breast  finite  element  mesh  generation.  This  code,  which  is  fully 
automated,  is  voxel-based  and  uses  eight-noded  hexahedral  elements  to  create  3D  meshes  from 
the  segmented  breast  images.  In  order  to  conduct  finite  element  calculations  without  excessive 
computational  time  and  memory  requirements,  the  resolution  of  the  MRI  data  was  reduced  to 
produce  a  mesh  of  16  841  elements  and  15  939  nodes.  The  fibroglandular  and  fat  layers  were 
assumed  to  exhibit  a  homogeneous  and  isotropic  behaviour  throughout  each  material.  The 
ratio  of  the  modulus  of  the  fibroglandular  tissue  to  the  modulus  of  fat  which  was  assigned  to 
these  tissues  was  taken  from  data  measured  by  Sarvazyan  et  al  (1995)  and  set  to  be  5.0.  The 
presence  of  a  small  tumour  was  simulated  by  altering  the  constitutive  properties  of  appropriate 
elements  in  the  3D  model.  The  meshed  breast  model  is  shown  in  figure  6(d)  in  relation  to  the 
breast  plates  used  for  compression.  The  problem  of  a  breast  compression  between  two  plates 
is  modelled  as  a  3D  contact  problem  where  the  boundary  conditions  change  continuously  until 
equilibrium  is  reached. 
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Figure  6.  An  axial  image  of  the  breast  (a).  A  sagittal  MRI  image  of  the  breast  (b)  taken  from 
an  array  of  images  acquired  under  modest  lateral  compression.  The  images  were  acquired  with  a 
2D  spin-echo  pulse  sequence  (TR/TE  =  800/14  ms,  three  averages),  and  detected  with  the  body 
coil  for  improved  segmentation.  Segmented  image  (c)  of  fat  (black)  and  fibroglandular  (white) 
tissues  on  the  basis  of  signal  brightness.  The  meshed  3D  MRI  data  shown  in  conjunction  with  the 
compression  plates  used  in  image  acquisition  (d). 


33,  Strain  imaging 


Several  investigators  (Ponnekanti  etal  1995,  Kallel  and  Bertrand  1996,  Skovoroda  cf  al  1994) 
have  pointed  out  that  simple  imaging  of  the  strain  data  is  useful  as  an  approximate  means  to 
visualize  the  distribution  of  the  tissue  modulus.  The  relation  between  the  Young’s  modulus  E 
of  a  linear  elastic,  isotropic  material,  the  stress  and  strain  within  the  object  is  given  by 


e  = 


(3) 


where  cr  and  e  and  are  the  stress  and  strain  tensors  respectively  and  v  is  the  material  Poisson’s 
ratio,  I  is  the  identity  matrix  and  tr  is  the  trace  operator.  If  we  assume  that  the  stress  field  is 
approximately  constant  over  the  local  region  of  the  lesion  of  concern,  then  the  tissue  modulus 
would  be  inversely  related  to  strain  measurement.  This  has  been  shown  by  Kallel  and  Bertrand 
(1996)  for  a  very  simple  two-dimensional  geometry  of  a  circular  inclusion  of  Young’s  modulus 
E\  in  a  uniform  and  infinite  medium  of  modulus  E2,  The  strain  within  the  circular  inclusion 
is  independent  of  radius  and  is  constant  throughout  the  lesion,  and  furthermore  the  ratio  of  the 
strain  in  the  direction  of  compression  in  the  inclusion  (si)  to  the  same  component  of  strain  in 
the  medium  far  from  the  lesion  (s2)  is  given  by 


£i  —  1  -  2v  2 

V2  ~  !  +  (l  — 2i0+  1  +  |(3— 4i0' 


(4) 
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If  we  recognize  that  for  most  soft  tissues  Poisson’s  ratio  is  well  approximated  by  0,5,  then  this 
relation  reduces  to: 


and  shows  that  the  reciprocal  strain  ratio  is  linearly  related  to  the  modulus  ratio  of  the  two 
materials.  For  large  modulus  variations  the  reciprocal  strain  ratio  e2/si  is  50%  of  E{/E2. 
For  a  small  circular  lesion  in  a  relatively  uniform  background,  we  then  expect  that  an  image 
of  the  reciprocal  strain  ratio  should  be  a  first  approximation  of  the  relative  modulus.  To 
investigate  whether  this  simple  relation  is  a  useful  approximation  for  more  complex  geometries 
containing  multiple  regions  of  varying  Young’s  modulus,  we  conducted  studies  with  two-  and 
three-dimensional  finite  element  models  described  above, 

3.4.  Direct  linear  inversion  with  regularization 

Strain  images  represent  a  good  method  of  displaying  the  results  of  MR  elastography,  but 
in  situations  where  more  accurate  quantitative  measures  of  tissue  elasticity  are  required,  a 
calculation  based  on  the  governing  partial  differential  equations  of  motion  and  known  boundary 
conditions  must  be  performed.  This  governing  equation  is  known  as  the  Navier  equation,  and 
is  derived  from  Hooke’s  law,  Newton’s  law  and  the  continuum  hypothesis  (Chandrasekharaiah 
and  Debnath  1994),  In  the  following  simplified  form,  it  governs  deformations  in  linear, 
isotropic  elastic  materials: 

V(XV  *  u)  +  fi(V2u  +  VV  *  u)  +  Vp(Vt t  +  V«T)  =  +  p^— ^  (6) 

U  dt2 

where  X  and  p  are  the  Lame  constants  and  u  is  the  displacement  vector  field.  On  the  right- 
hand  side,  y  and  p  are  the  material  viscous  damping  constants  and  density  respectively.  In 
the  case  of  quasistatic  experiments,  these  derivatives  vanish  whereas  harmonic  elastography 
experiments  require  some  knowledge  of  y  and  p. 

In  a  direct  linear  inversion  of  equation  (6)  for  modulus,  the  equation  is  discretized  with 
modulus  as  the  unknown  and  may  be  solved  with  standard  linear  algorithms  (Hansen  1998). 
This  requires  boundary  conditions  in  terms  of  the  unknown  elastic  modulus,  but  it  is  sufficient  to 
assume  a  constant  boundary  modulus  to  achieve  a  relative  modulus  reconstruction,  Skovoroda 
et  al  (1995)  were  the  first  to  describe  a  direct  linear  inversion  of  equation  (6),  in  a  two- 
dimensional  plane  strain  geometry.  Most  inversion  methods  published  to  date  have  assumed 
linear  elasticity,  small  strain  deformation  and  two-dimensional  plane  strain  conditions.  These 
assumptions  limit  the  number  of  unknown  variables  and  spatial  locations  such  that  the  resulting 
matrix  equation  may  be  solved  with  a  desktop  workstation  in  a  reasonable  amount  of  time. 

An  inverse  calculation  usually  requires  high  signal/noise  to  achieve  a  solution,  which  may 
be  difficult  to  realize  in  experimental  data.  To  study  this  issue,  we  have  been  exploring  an 
alternative  linear  inversion  to  the  method  of  Skovoroda  et  al  (1995),  in  which  the  indeterminate 
term  XV  *  u  in  equation  (6)  is  retained  as  an  additional  unknown.  This  second  unknown  is 
interpreted  as  an  ‘average’  stress,  or  pressure  (p).  Accordingly,  equation  (6)  becomes: 

Vp  +  ti(V2u  +  V V  *  u)  +  Vp(Vtt  +  VuT)  =  0,  (7) 

The  resulting  matrix  equation  to  solve  is  four  times  as  large,  but  it  avoids  taking  the  third  spatial 
derivative  of  displacement  data.  This  has  been  shown  to  improve  the  matrix  conditioning 
and  relaxes  the  need  for  high  displacement  signal/noise  data  to  obtain  an  inverse  solution 
(Bishop  et  al  1 999),  The  matrix  equation  is  solved  by  generalized  singular  value  decomposition 
combined  with  Tikhonov  regularization  (Hansen  et  al  1998), 
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A  two-dimensional  plane  strain  geometry  was  chosen  to  test  this  method.  The  object 
is  composed  of  a  hard  inclusion  in  a  soft  uniform  background  of  relative  modulus  of  3:1, 
Simulated  displacement  data  were  generated,  and  combined  with  normally  distributed  random 
values  such  that  the  maximum  surface  displacement  to  noise  ratio  varied  between  500  and 
10  000.  The  normal  distribution  is  an  adequate  noise  model  in  MR  phase  images  assuming  the 
signal/noise  ratio  in  the  magnitude  is  greater  than  2  (Conturo  and  Smith  1990),  These  noisy 
displacement  data  were  used  as  input  data  to  the  linear  inversion. 


5,5.  Iterated  inversion  with  geometric  constraint 

A  clinically  practical  method  of  elastography  for  breast  applications  would  be  designed  so 
that  it  could  be  added  to  the  end  of  a  standard  contrast-enhanced  MR  breast  procedure  without 
significant  additional  imaging  time.  As  such,  the  data  acquisition  should  be  limited  to  relatively 
few  slices  surrounding  the  lesion  of  interest.  Further,  as  each  strain  component  requires 
a  separate  acquisition  with  the  gradients  oriented  in  the  direction  of  interest,  it  would  be 
worthwhile  to  limit  the  number  of  strain  components  to  minimize  imaging  time. 

To  achieve  these  goals,  we  consider  the  direct  application  of  a  priori  knowledge  to  the 
elastography  problem.  First,  we  assume  that  we  have  some  knowledge  of  the  biomechanical 
properties  of  the  fat  and  fibroglandular  tissues  which  would  surround  an  unknown  lesion. 
In  principal,  these  could  be  estimated  from  population  averages  of  ex  vivo  experiments.  In 
addition,  we  assume  that  the  location  and  geometry  of  the  suspicious  finding  is  known  from 
the  contrast-enhanced  MRI  scan.  Finally,  as  our  goal  is  only  to  consider  the  modulus  of  the 
lesion  as  a  whole,  we  may  treat  the  lesion  modulus  as  a  constant  value. 

To  illustrate  this  concept,  we  again  consider  the  problem  of  estimating  the  modulus  of  a 
stiff  circular  inclusion  in  a  uniform  background  of  lower  modulus  as  shown  in  figure  7.  An 
iterative  process  is  used  whereby  a  current  estimate  of  modulus  distribution  is  used  to  calculate 
the  stress  distribution  under  the  specified  boundary  conditions  (Bishop  and  Plewes  1998).  This 
stress  field,  combined  with  the  experimentally  measured  strain  syy,  is  then  used  to  update  the 
modulus  distribution  in  the  inclusion  using: 

E  =  ~((TXX  -  VQTyy  -  vozz)  (8) 

&xx 

which  is  derived  from  equation  (3),  The  updated  modulus  of  the  inclusion,  which  is  assumed 
to  be  constant  over  the  inclusion  and  is  calculated  by  averaging  the  values  obtained  from 
equation  (8),  is  then  used  in  a  subsequent  stress  calculation.  To  start  the  calculation  we  begin 
with  a  modulus  distribution  as  an  initial  guess  which  can  be  simply  obtained  by  ignoring  the 
inclusion.  Based  on  this  modulus  distribution,  the  stress  terms  of  equation  (8)  are  calculated 
from  a  finite  element  analysis  of  the  segmented  tissue  components  obtained  from  previous  MR 
images.  The  modulus  for  each  pixel  within  the  inclusion  is  calculated  by  a  simple  division  by  the 
corresponding  measured  strain  to  produce  the  inclusion's  updated  modulus  using  equation  (8), 
Subsequent  stress  calculation  based  on  the  new  modulus  distribution  and  modulus  updating 
is  continued  until  convergence  is  achieved.  Unlike  other  iterative  inversion  techniques  which 
require  inverting  relatively  large  systems  of  simultaneous  equations  (Skovoroda  et  al  1995, 
Weaver  et  al  1999),  this  technique  is  computationally  straightforward,  and  is  less  sensitive 
to  noise  because  the  presence  of  noise  affects  each  element  locally  and  does  not  propagate 
throughout  the  entire  object.  Furthermore,  as  this  technique  requires  the  measurement  of  only 
one  strain  component,  it  requires  only  a  single  MR  acquisition  in  a  single  plane  through  the 
object. 
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Figure  7,  Flow  chart  of  the  iterative  method  for  reconstructing  elastic  modulus. 


3.6.  In  vivo  strain  imaging 

In  order  to  test  whether  the  above  concepts  are  suitable  for  clinical  breast  imaging  we 
constructed  a  device  for  in  vivo  quasistatic  elastography,  which  attaches  to  a  commercially 
available,  phased-array  breast  coil  (MRI  Devices  Inc,,  Milwaukee  WI),  In  this  application, 
the  breast  undergoes  gentle  pre-compression  between  two  parallel  plates  (figure  8(a)).  The 
lateral  plate  is  driven  sinusoidally  by  two  pairs  of  counter-rotating  cams  connected  by  a 
shaft  to  an  ultrasonic  motor.  The  amplitude  of  the  reciprocating  motion  is  2.5  mm,  at  a 
frequency  of  1  Hz.  Given  that  the  typical  breast  thickness  in  this  geometry  is  approximately 
7  cm,  this  amounts  to  a  maximum  strain  of  3.5%.  A  photograph  of  the  actuator  is  shown  in 
figure  8  (b). 

The  compression  device  was  tested  with  a  volunteer  to  determine  the  quality  of  the 
displacement  and  strain  data  which  could  be  expected  in  clinical  application.  Imaging  was 
performed  with  the  STEAM  sequence  over  a  14  x  7  cm  field  of  view,  with  in-plane  resolution 
of  1  mm2, 1  cm  slice  thickness  and  scan  time  of  2:08.  The  mixing  time  (Tm)  was  150  ms  and 
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Figure  8.  Schematic  of  a  reciprocating  compression  device  for  quasistatie  elastography  with  a 
commercial  phased-array  breast  coil  (a)  and  a  photograph  of  the  device  (b).  The  moving  plate  is 
connected  by  the  driveshaft  seen  at  left  to  an  ultrasonic  motor  at  12  inches  distance. 


the  displacement  encoding  gradient  pulses  (figure  2)  were  adjusted  to  generate  10jt  radians  of 
phase  accumulation  at  the  point  of  maximum  displacement. 


4,  Results 


4.1.  Strain  imaging 


Using  a  nonlinear  finite  element  package  (Hibbit,  Karlsson  and  Sorensen,  Inc,  1998)  a 
deformation  corresponding  to  5%  strain  in  the  vertical  (y)  direction  was  computed.  In 
figure  5(b)  we  show  the  strain  component  syyi  while  in  figure  5(c)  we  show  an  image 
proportional  to  the  reciprocal  of  this  strain  component  (l/syy)  as  suggested  by  equations  (2) 
and  (4).  This  image  qualitatively  reflects  the  modulus  distribution.  In  order  to  estimate  the 
accuracy  of  using  the  reciprocal  strain  data  as  a  measure  of  modulus,  we  calculate  the  ratio 
Ryy,  defined  as  the  average  reciprocal  strain  in  the  lesion  relative  to  the  average  reciprocal 
strain  in  an  area  surrounding  the  lesion  of  identical  area,  given  by: 


Ryy  = 


iVSyyh 

{1/Syy)2 


(9) 


where  the  subscript  1  refers  to  the  ensemble  average  over  the  area  of  the  lesion  and  2  refers 
to  the  ensemble  average  of  an  annulus  surrounding  the  lesion  in  the  fihroglandular  tissue 
(region  2)  with  the  area  of  the  annulus  equal  to  that  of  the  lesion.  Ryy  is  plotted  versus  the 
relative  modulus  of  the  lesion  Ex  to  fihroglandular  modulus  E2  in  figure  9.  The  relationship 
between  the  true  modulus  ratio  and  the  reciprocal  strain  ratio  is  nearly  linear,  and  the  slope  of 
the  curve  is  approximately  0.5  as  predicted  from  the  two-component  model  of  equation  (5). 
Local  variations  in  strain  within  four  radii  of  the  inclusion  that  affect  this  calculation  (Kallel 
et  al  1996)  are  effectively  averaged  out  to  zero  by  the  annular  ROI,  However,  this  simulation 
is  for  a  two-dimensional  geometry  which  is  still  relatively  simple  compared  with  the  three- 
dimensional  geometry  expected  in  measurements  of  the  breast. 

The  three-dimensional  breast  model  was  then  used  to  study  the  behaviour  of  equation  (9). 
A  0.5  cm  cancer,  five  times  stiffer  than  the  fihroglandular  tissue,  was  added  to  the  model 
as  shown  in  a  sagittal  section  of  the  mesh  (figure  10(a)),  and  a  static  compressional  strain 
of  10%  was  simulated  according  to  the  geometry  shown  in  6(d).  The  stress  distribution 
(figure  10(b))  shows  relatively  little  structure,  while  the  strain  distribution  (figure  10(c))  allows 
a  subtle  rendering  of  the  fat,  fihroglandular  and  tumour  components.  Measures  of  the  relative 
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Figure  9,  The  reciprocal  strain  ratio  in  the  lesion/fibroglandular  tissue  versus  relative 
lesion/fibroglandular  modulus  from  the  geometry  of  figure  5  (thin  full  line).  The  same  calculation 
for  tire  three-dimensional  lesion  in  the  breast  model  of  figure  6  (thick  full  line).  The  line  of  identity 
is  shown  (dashes). 


reciprocal  strain  between  the  tumour  and  the  surrounding  material  (as  defined  by  equation  (9)) 
were  calculated  for  various  modulus  ratios  of  the  tumour  to  the  surrounding  fibroglandular 
tissue,  and  plotted  in  figure  9.  These  data  show  that  the  reciprocal  strain  ratio  is  approximately 
linear  with  the  true  modulus  ratio  as  was  seen  in  the  two-dimensional  plane  strain  model, 
but  the  slope  of  the  relation  is  significantly  lower  due  to  the  three-dimensional  geometry  and 
the  heterogenous  distribution  of  tissue  regions.  These  simulations  support  previous  findings 
that  strain  imaging  provides  a  straightforward  means  to  image  the  distribution  of  modulus; 
however,  the  unavoidable  variation  in  the  stress  field  which  must  occur  in  complex  geometries 
makes  these  metrics  of  modulus  quantitatively  unreliable. 

4,2.  Direct  linear  inversion  with  regularization 

Results  obtained  for  direct  linear  inversion  are  illustrated  in  figure  11.  Constant  and  arbitrary 
elastic  modulus  and  pressure  boundary  conditions  are  assumed,  so  reconstructed  values  are 
relative.  The  unregularized  modulus  solution  (column  1)  clearly  shows  the  sensitivity  of  this 
inverse  problem  to  noise.  The  SNR  =  10000  dataset  depicts  a  virtually  noise-free  result. 
As  the  displacement  SNR  of  the  data  drops  below  1000,  the  unregularized  solution  begins 
to  diverge.  The  effect  of  Tikhonov  regularization  to  improve  the  reconstruction  is  seen  in 
column  2.  For  a  displacement  SNR  of  about  1000,  most  of  the  reconstruction  artefact  is 
removed,  although  the  depiction  of  the  inclusion  is  also  mildly  attenuated.  The  regularized 
pressure  reconstruction  (column  3)  shows  the  distribution  of  average  stress  throughout  the 
object. 

43,  Iterated  inversion  with  geometric  constraint 

In  the  following  simulated  iterative  reconstructions,  the  convergence  criterion  was  set  to  be 
|  (Em  —  E{)/ Ei  \  <  tol.  Here  Ei+i  andaE/  e  the  Young’s  moduli  in  the  last  two  iterations  and 
tol  is  a  small  number  which  was  selected  to  be  0.04.  The  results  of  the  iterative  calculation  are 
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Figure  10.  Segmented  fat  (black)  fibroglandular  (orange)  tissues  (a)  with  a  simulated  tumour  five 
times  stiffer  than  the  fibroglandular  tissue  inserted  in  the  breast  (red).  The  stress  distribution  in  the 
compression  direction  (b)  and  the  strain  component  in  the  direction  of  the  compression  (c). 


shown  in  figure  12  where  we  estimate  the  the  modulus  distribution  of  the  lesion  of  figure  5, 
relative  to  the  surrounding  fibroglandular  and  fat  regions  for  which  modulus  values  are  assumed 
to  be  known.  The  strain  data  were  calculated  in  the  presence  of  noise  added  to  the  displacement 
data  corresponding  to  a  maximum  displacement  signal/noise  of  1000, 300  and  100.  After  five 
iterations  the  modulus  distribution  converges  to  stable  results  for  the  displacement  signal/noise 
of  1000  and  300  while  simulation  with  an  SNR  =  100  did  not  converge.  These  data  suggest 
that  for  the  lesion  in  this  particular  model,  the  signal/noise  requirements  are  substantially 
reduced  over  that  seen  from  the  full  inversion  of  figure  1 1  where  a  minimum  SNR  of  at  least 
1000  is  required. 

To  test  this  concept  in  a  more  realistic  application,  we  once  again  use  our  three-dimensional 
model  of  the  breast  with  a  simulated  lesion  (figure  8).  As  before,  we  assumed  that  the  location 
of  the  nodule  was  known  on  the  basis  of  previous  MRI  data  and  that  the  relative  modulus  of 
the  fat  and  fibroglandular  components  are  also  known.  It  is  further  assumed  that  only  one 
component  of  strain  data  (parallel  to  the  direction  of  compression  of  the  breast)  is  measured 
experimentally.  In  addition,  the  boundary  conditions  of  the  three-dimensional  object  are 
assigned  from  the  previous  MRI  data  and  the  chest  wall  is  assumed  to  be  fixed.  Noise  was 
added  to  the  displacement  data  to  simulate  signal/noise  ratios  of  1000, 300  and  100.  As  a  first 
approximation,  we  calculate  the  reciprocal  strain  data  which  are  shown  in  figures  I3(a)-(c% 
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Figure  11.  Relative  modulus  and  pressure  reconstruction  for  a  round  inclusion  object.  Inverse 
solutions  of  object  modulus  and  pressure  are  shown  for  various  SNR  levels  in  the  raw  (unfiltered) 
input  displacement  data.  The  left  column  of  images  shows  the  modulus  reconstructed  with  direct 
LU  matrix  decomposition.  With  regularization,  considerable  noise  reduction  is  achieved  (middle 
column).  The  pressure  reconstruction  is  shown  in  the  right  column. 


Figure  12.  Strain  distribution  (a),  (6),  (e)  for  the  geometry  of  figure  5  and  the  modulus  distribution 
(d'h  (f)  after  five  iterations  using  a  priori  information  for  a  signal/noise  of  1000, 300  and  100 
respectively.  The  average  modulus  value  converged  to  a  factor  of  2.96, 3.7  and  1,02  times  harder 
than  the  fibroglandular  for  the  said  signal/noise  ratios  respectively.  The  true  modulus  ratio  was  3, 


The  resulting  modulus  ratio  of  the  lesion  to  the  background  are  37%,  47%  and  420%  of  the 
true  values  of  the  lesion/background  ratio  for  the  displacement  SNR  values  of  1000,  300 
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Figure  13,  Strain  distribution  (a),  (b),  (e)  for  the  breast  of  figure  10  and  the  modulus  distribution 
(d\  (e),  (f)  after  six  iterations  using  a  priori  information  for  a  signal/noise  of  1000, 300  and  100 
respectively.  The  average  modulus  value  converged  to  a  factor  of  5.75,  8.S  and  8,4  times  harder 
than  die  fibroglanduiar  for  the  said  signal/noise  ratios  respectively.  The  true  modulus  ratio  was  5. 


and  100  respectively.  These  ratios  were  used  to  start  the  iterative  procedure,  and  after  six 
iterations,  the  modulus  distribution  converges  to  the  final  results  shown  in  figures  13 
Figure  13 (d)  shows  that  corresponding  to  signal/noise  ratio  of  1000,  the  modulus  of  the  lesion 
converges  to  within  15%  of  the  true  value.  It  is  important  to  note  that  this  calculation  is  based 
on  three-dimensional  finite-element  simulations  of  the  breast  to  estimate  the  stress  tensor 
throughout  the  breast  for  the  iterative  procedure.  This  simulation  suggests  that  a  signal/noise 
in  the  displacement  data  of  approximately  1000  is  adequate  to  conduct  this  localized  inversion 
technique. 


4.4 ,  In  vivo  strain  imaging 

Results  for  in  vivo  strain  imaging  are  shown  in  figure  14.  In  the  magnitude  image  (figure  14(a)), 
the  signal/noise  ratio  was  10  and  16  for  fibroglanduiar  and  fat  regions  respectively.  After  the 
raw  phase  data  have  been  unwrapped  and  converted  to  units  of  displacement  (figures  \4(b)~(c)% 
the  displacement/noise  ratio  at  the  point  of  maximum  displacement  is  in  the  range  300-500. 
The  strain  image  (figure  14(d))  appears  to  show  a  relatively  uniform  strain  throughout,  except 
towards  the  bottom  part  of  the  image  where  the  tissue  was  not  in  contact  with  the  medial  (left) 
compression  plate.  Numerical  differentiation  tends  to  sharply  reduce  signal/noise,  and  thus 
the  strain/noise  ratio  is  about  5.  While  no  hard  masses  were  likely  in  a  healthy  volunteer,  it  was 
expected  that  subtle  strain  variations  arising  from  fat  and  fibroglanduiar  components  would  be 
seen.  However,  the  low  strain/noise  ratio  and  1  cm  slice  thickness  precluded  visualization  of 
separate  fat  and  fibroglanduiar  regions.  Nevertheless,  this  experiment  indicates  that  it  should 
be  feasible  to  obtain  displacement/noise  ratio  of  1000  in  vivo  through  further  optimization  of 
pulse  sequence  timing,  resolution  and  bandwidth  parameters,  along  with  improvements  in  the 
geometry  of  the  phased  array  to  fit  the  breast  more  closely.  As  suggested  by  the  simulations 
described  above,  a  displacement  SNR  of  1000  should  be  sufficient  for  inverse  reconstructions 
of  elastic  modulus  in  vivo. 
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Figure  14.  Breast  magnitude  image  (a)  from  a  normal  volunteer  acquired  with  the  apparatus  of 
figure  S,  The  lateral  compressor  plate  is  at  the  right,  and  the  fixed  medial  plate  at  the  left.  The  phase 
image  (b)  shows  motion  encoded  in  the  direction  of  compression  (left/right).  The  displacement 
image  (c)  shows  some  minor  phase  unwrapping  artefacts,  but  these  artefacts  drop  out  of  die  strain 
image  (d),  which  shows  a  relatively  homogeneous  strain  in  the  upper  part  of  the  tissue  volume. 


5.  Discussion 

MR  elastography  is  a  new  and  promising  approach  for  the  diagnosis  of  breast  cancer.  The  use  of 
phase-contrast  MR  imaging  can  provide  extremely  high  sensitivity  to  small  motions  and  allows 
measurement  of  the  entire  strain  tensor  throughout  the  breast.  However,  accurate  reconstruc¬ 
tion  of  the  distribution  of  modulus  throughout  the  breast  requires  some  form  of  inverse  solution . 
While  a  number  of  previous  efforts  have  been  reported,  the  ill-conditioning  of  the  governing 
equation  makes  robust  inverse  solutions  challenging  in  the  presence  of  experimental  noise.  At 
the  heart  of  this  problem  is  the  implicit  objective  to  reconstruct  the  spatial  distribution  of  modu¬ 
lus  throughout  the  image  as  would  be  needed  for  a  detection  task.  This  approach  is  the  direction 
that  many  investigators  have  taken  and  continue  to  pursue.  In  this  paper,  we  outline  a  different 
objective  which  aims  not  to  detect  lesions,  but  only  to  measure  the  biomechanical  properties  of 
previously  identified  regions  within  a  breast  MR  image.  As  the  sensitivity  of  contrast  enhanced 
breast  MRI  to  small  breast  cancers  has  been  shown  to  be  in  excess  of  90%,  we  believe  that  the 
main  role  of  breast  elastography  will  be  to  aid  in  lesion  diagnosis.  It  is  with  this  objective  that  we 
have  investigated  the  application  of  a  priori  information  about  lesion  size  and  location.  We  have 
shown  that  with  assumptions  about  the  breast  configuration,  robust  estimates  of  lesion  modulus 
are  possible  based  on  displacement  signal/noise  which  appears  feasible  to  obtain  in  vivo. 

Furthermore,  the  proposed  method  has  a  significant  advantage  in  that  only  one 
displacement  component,  in  only  one  slice,  is  needed  to  reconstruct  the  modulus  of  a  lesion  in 
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three  dimensions.  As  the  images  shown  in  figure  14  required  only  2.1  min  of  signal  acquisition 
time,  this  procedure  could  easily  be  appended  to  the  end  of  a  standard  contrast-enhanced  MR 
scanning  procedure.  In  contrast,  modulus  reconstruction  by  direct  inversion  would  require 
a  minimum  of  three  displacement  measurements  obtained  over  each  separate  slice  location 
throughout  the  object  in  order  to  establish  a  three-dimensional  boundary  value  problem.  At 
2.1  min  per  acquisition,  a  direct  3D  inversion  represents  6.3  min  of  scan  time  per  slice,  and 
total  scan  time  therefore  would  be  considerably  higher  than  the  iterative  method  described 
above. 

A  number  of  issues  regarding  the  reliability  of  this  technique  need  further  study.  The 
accuracy  of  solutions  will  depend  on  the  degree  to  which  the  boundary  conditions  match  the 
clinical  experiments.  The  geometry  of  the  breast  relative  to  the  elastography  apparatus  will 
be  evident  from  the  3D  contrast-enhanced  MR  images  which  are  anticipated  to  precede  any 
elastography  study,  and  may  be  used  to  generate  the  finite  element  meshes.  However,  the 
nature  of  the  constraint  along  the  chest  wall  will  need  to  be  assigned  with  care  as  it  represents 
an  important  boundary  condition.  Assumptions  regarding  the  biomechanical  properties  of  fat 
and  fibroglandular  tissue  will  also  influence  the  accuracy  of  the  final  result.  While  properties  of 
these  normal  tissues  could  be  taken  from  population  averages  of  ex  vivo  experiments,  patient 
to  patient  variation  would  be  expected  to  influence  the  accuracy  of  the  result.  A  potential 
solution  to  this  problem  is  to  let  the  modulus  values  of  fat,  fibroglandular  and  the  lesion 
be  unknowns  in  our  iterative  approach  while  making  the  assumption  that  they  are  constant 
and  isotropic  over  each  tissue.  Finally,  the  assumption  that  fat  and  fibroglandular  tissue  have 
constant  modulus  remains  to  be  demonstrated  within  a  patient.  These  issues,  along  with  further 
technical  improvements  and  clinical  assessment  of  this  technique,  will  be  the  subject  of  future 
research. 
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Abstract.  A  methodology  for  imposing  approximate  plane  strain  conditions  in  magnetic 
resonance  elastography  through  physical  constraint  is  described.  Under  plane  strain  conditions, 
data  acquisition  and  analysis  may  be  conducted  in  two  dimensions,  which  reduces  imaging  and 
reconstruction  time  significantly  compared  with  three-dimensional  analysis.  Simulations  and 
experiments  are  performed  to  illustrate  the  constraint  concept  A  signal/noise  analysis  of  a  two- 
dimensional  linear  inversion  techniquefor  relative  elastic  modulus  is  undertaken,  and  modifications 
to  the  numerical  method  are  described  which  can  reduce  the  SNR  requirements  by  a  factor  of  two  to 
four.  Experimentally  measured  data  are  reconstructed  to  illustrate  the  performance  of  the  method. 


1.  Introduction 

Contrast  based  on  tissue  elastic  properties  has  significant  potential  for  imaging  breast  cancer 
and  other  disease  (Sarvazyan  et  al  1994).  Since  MR  imaging  is  not  directly  sensitive  to 
elastic  modulus,  such  properties  must  be  calculated  from  measurements  of  displacement. 
Displacement  within  an  object  is  generated  by  either  quasistatic  or  oscillatory  stresses  applied 
mechanically  at  the  object  surface,  or  remotely  by  other  means  such  as  ultrasound  (Andreev 
et  al  1997).  In  MRI,  displacement  is  reliably  measured  with  phase  contrast  methods  (Pelc 
et  al  1991).  Thus  the  procedure  of  MR  elastography  (MRE)  is  composed  of  two  distinct 
phases:  acquisition  of  the  displacement  vector  field  through  combined  MRI  and  applied  stress, 
followed  by  a  data  processing  stage  in  which  elastic  modulus  values  and  other  variables  may 
be  calculated  from  raw  displacement  data  (Ophir  et  al  1997). 

Strain  images  represent  a  good  method  of  displaying  the  results  of  MR  elastography. 
They  require  only  moderate  SNR  and  can  be  computed  promptly.  For  simple  geometries  such 
as  focal  masses,  strain  is  related  linearly  to  elastic  modulus  (Plewes  et  al  2000),  and  may 
suffice  as  a  reconstruction  method.  In  situations  where  more  accurate  modulus  depiction  is 
required,  a  calculation  of  the  modulus  based  on  governing  partial  differential  equations  and 
known  boundary  conditions  may  be  performed.  This  calculation  is  ill-conditioned,  and  thus 
SNR  requirements  are  high  and  the  computation  time  is  significant.  Nevertheless,  a  number  of 
investigators  have  pursued  this  approach  with  their  displacement  data  (Skovoroda  et  al  1995, 
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Chenevert  et  al  1998,  Kallel  and  Bertrand  1996,  Manduca  et  al  1996,  Dutt  et  al  1997,  Sinkus 
et  al  1999,  Weaver  et  al  1999), 

In  this  paper,  we  review  previous  inverse  methods  employed  in  MRE,  and  then  focus 
on  the  linear  inversion  approach  with  a  signal/noise  analysis,  and  modifications  for  improved 
noise  performance.  We  also  describe  a  strategy  for  MR  elastography  that  applies  physical 
constraints  to  create  an  approximate  state  of  plane  strain  in  the  object.  Under  plane  strain,  it 
is  possible  to  perform  accurate  modulus  reconstruction  on  two-dimensional  strain  data;  this 
represents  large  potential  savings  in  data  acquisition  and  reconstruction  time  compared  with 
the  alternative  of  making  three-dimensional  strain  measurements. 

1,1.  Inverse  methods  for  elastography 

The  Navier  vector  equation  is  derived  from  Hooke’s  law,  Newton’s  law  and  the  continuum 
hypothesis  (Chandrasekharaiah  and  Debnath  1994),  In  the  following  simplified  form,  it 
governs  deformations  in  linear,  isotropic  elastic  materials: 

V(AV  ■  u)  +  m(V2u  +  VV  •  u)  +  (Vfi)(Vu  +  VuT)  =  y  —  +  p—  (i) 

Bt  Bt2 

where  X  is  a  Lame  constant,  p  the  shear  modulus  and  u  is  the  displacement  vector  field. 
On  the  right-hand  side,  y  and  p  are  the  material  parameters  of  viscous  damping  and  density 
respectively.  Depending  on  whether  or  not  the  data  are  acquired  under  dynamic  loading 
conditions,  the  right-hand  side  may  be  omitted.  In  MRB,  the  shear  modulus  p  is  the  primary 
unknown  of  interest.  Although  the  Lame  constant  X  is  also  unknown,  it  can  be  eliminated  by 
several  means  as  described  below. 

There  are  two  basic  approaches  to  solving  (1)  numerically  for  modulus  p.  If  the  equation 
is  discretized  directly  with  modulus  as  the  unknown,  it  may  be  solved  with  standard  linear 
algorithms  (Hansen  et  al  1998).  This  requires  boundary  conditions  in  terms  of  the  unknown 
elastic  modulus,  although  it  may  be  sufficient  to  assume  a  constant  boundary  modulus  to  achieve 
a  relative  modulus  reconstruction.  Alternatively,  (1)  may  be  solved  in  the  usual  forward  sense 
with  displacement  as  the  unknown,  based  on  a  current  estimate  of  modulus.  The  modulus 
estimate  is  updated  through  some  nonlinear  algorithm  and  the  process  repeated  iteratively 
until  the  calculated  displacement  converges  to  experimentally  measured  displacement  (Kallel 
and  Bertrand  1996,  Bishop  and  Plewes  1998),  In  this  approach,  exact  displacement  boundary 
conditions  are  available  from  the  experimental  data.  In  either  case,  most  inversion  methods 
published  to  date  (Skovoroda  et  al  1995,  Chenevert  et  al  1998,  Kallel  and  Bertrand  1996, 
Manduca  et  al  1996,  Dutt  et  al  1997,  Weaver  et  al  1999)  have  assumed  linear  elasticity,  small- 
strain  deformation  and  two-dimensional  plane  strain  conditions.  These  assumptions  limit  the 
number  of  unknown  variables  and  spatial  locations  such  that  the  resulting  matrix  equation  may 
be  solved  with  a  desktop  workstation  in  a  reasonable  amount  of  time, 

Skovoroda  et  al  (1995)  were  the  first  to  describe  inverse  calculations  of  elastography 
data,  using  a  direct  linear  inversion  of  (1).  Assuming  tissue  incompressibility,  XV  u  is 
indeterminate  and  was  therefore  eliminated  analytically  by  taking  another  partial  derivative. 
In  two  dimensions,  equation  (1)  thus  reduces  to  a  scalar  equation  involving  a  single  (unknown) 
modulus  quantity  (p)  and  two  (known)  displacement  components  (mj,  u2).  Phantom  results 
were  shown  for  a  20  x  20  (4  mm2p  ixel)  grid,  5  mm  deformation  and  low-contrast  modulus 
ratio  <2.  Chenevert  et  al  have  applied  the  Skovoroda  method  to  static  MR  displacement  data 
(Chenevert  et  al  1998),  Results  were  shown  in  phantoms  and  ex  vivo  kidney  encased  in  gel 
for  a  128  x  128  grid  and  1.5  mm  compression.  More  recently,  the  method  was  extended  to 
account  for  nonlinear  effects,  and  an  integral  formalism  introduced  for  improved  performance 
with  noisy  data  (Skovoroda  et  al  1999). 
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Kallel  has  presented  a  nonlinear  iterative  solution  for  static  ultrasound  data  (Kallel  and 
Bertrand  1996),  In  that  approach,  (1)  is  expressed  using  Poisson’s  ratio  in  place  of  Lame 
constant  X; 

2fiv 


and  a  near-incompressible  value  of  v  =  0.495  is  assigned  for  all  tissues,  leaving  only  modulus 
M  as  a  single  unknown.  A  Gauss-Newton  algorithm  was  used  to  solve  the  least-squared  error 
minimization  problem 

min||«(M)-un,||2  (3) 

in  an  iterative  fashion.  Here,  um  represents  the  experimentally  measured  displacement  Hnt« 
and  u(ji)  represents  the  calculated  displacement  from  the  current  estimate  of  modulus.  Results 
were  shown  in  simulated  data  with  and  without  noise  for  a  25  x  25  grid,  0.5  mm  compression, 
and  low-contrast  modulus  ratio  of  3. 

Ehman  et  al  have  presented  two  inversion  methods  to  analyse  dynamic  shear  wave  MR 
data.  Initially,  modulus  is  inferred  through  estimation  of  local  wavelength  (Manduca  et  al 
1996).  The  resolution  of  this  method  is  related  to  the  shear  wavelength,  but  it  is  straightforward 
to  implement.  As  an  extension  of  this  method,  equation  (1)  was  expressed  as  an  inverse 
scattering  problem  and  solved  iteratively  (Dutt  et  al  1997).  Results  were  presented  for  noise- 
free  simulated  data  on  a  128  x  128  grid  (1  mm2),  and  low  modulus  contrast  <3. 

Recently,  Sinkus  et  al  (1999)  and  Weaver  et  al  (1999)  analysed  MR  elastography  data 
with  a  steady-state  harmonic  model  where  the  displacement  u  —  Uemt: 

V (XV  *  U )  +  p(V"U  +  VV  *  U)  +  Vp(VU  +  VUT)  —  —coyll  +  m2pU.  (4) 

Weaver  solved  this  equation  with  the  Poisson’s  ratio  approximation  (equation  (2),  v  —  0.49) 
and  an  iterated  Gauss-Newton  method.  As  a  further  refinement  to  break  down  the 
computational  load,  the  reconstmction  field  of  view  was  subdivided  into  smaller  regions 
of  interest,  solved  in  parallel,  and  reassembled,  Sinkus  et  al  were  the  first  to  produce 
a  three-dimensional  reconstruction  from  3D  displacement  data.  Using  the  Poisson’s  ratio 
approximation  and  assuming  that  modulus  is  locally  constant  (Vp  =  0): 

2<rb’ *2Ut  2(1  T ,)«  -  °  +  (5) 

thereby  converting  the  boundary  value  problem  to  a  pixel-by-pixel  calculation. 

Finally,  Plewes  et  al  (2000)  have  described  an  iterative  approach  that  is  highly  constrained 
through  use  of  a  priori  knowledge  of  the  lesion  geometry.  This  method  is  ideal  for  assessing 
focal  masses  where  the  inclusion  can  be  segmented  from  normal  tissue  along  a  discrete 
boundary.  It  is  computationally  efficient  in  that  the  modulus  update  calculation  is  performed 
on  a  pixel-by-pixel  basis  as  in  Sinkus  et  al  (1999),  rather  than  solving  a  system  of  simultaneous 
equations  as  in  Kallel  and  Bertrand  (1996)  or  Weaver  et  al  (1999). 

In  the  following  section,  we  describe  modifications  to  the  linear  inversion  technique  of 
Skovoroda  et  al  (1995)  in  the  handling  of  the  Lame  constant  X,  and  in  the  use  of  regularization. 
These  modifications  are  then  shown  to  reduce  the  SNR  requirements  in  the  displacement  data. 

2.  Theory 


Plane  strain  conditions  are  often  used  to  describe  a  cross-sectional  state  of  stress  in  an  object 
which  is  very  long.  It  is  assumed  that  motion  in  the  long  dimension  is  negligible  compared  with 
motion  in  the  cross-sectional  dimensions.  Thus,  a  state  of  symmetry  can  be  employed  to  make 


20B4 


J  Bishop  et  al 


approximate  solutions  in  two  dimensions.  Most  previous  discussions  of  inverse  problems  in 
MR  elastography  assume  plane  strain  conditions,  but  it  is  noted  that  such  approximations  are 
not  very  accurate  for  spherical  inclusions  (Bilgen  and  Insana  1998).  However,  an  approximate 
state  of  plane  strain  can  be  achieved  by  simply  constraining  the  material  in  one  dimension,  as 
shown  below.  The  rest  of  this  section  assumes  two-dimensional  plane  strain. 

In  incompressible  materials  such  as  soft  tissue,  the  term  XV  *  u  in  (1)  is  indeterminate.  It 
can  be  replaced  by  a  variable  p  which  is  interpreted  as  the  average  pressure-stress.  The  vector 
equation  describing  static  equilibrium  in  a  linearly  elastic  material  is  thus: 

Vp  +  p(V2u  +  VV  *  u)  +  (Vp)(Vu  +  VuT)  =  G,  (6) 

Using  finite  difference  discretization  of  (6),  a  matrix  equation  can  be  assembled: 

Kx  —  b,  X  =  {in,  fl2,  ■  .  .  Hn,  Pu  P2,  ■  ■  ■ ,  Pnf  (7) 

where  x  is  the  solution  vector,  K  is  a  2n  x  2 n  matrix  of  displacement  derivatives  (stiffness 
matrix)  and  b  is  the  right-hand  side  vector  containing  boundary  condition  information. 
Alternatively,  pressure  may  be  eliminated  from  (6)  analytically,  with  the  use  of  a  third 
differential  operation,  as  shown  by  Chenevert  et  al  (1998).  However,  we  retain  p  as  an 
unknown,  such  that  derivatives  of  the  displacement  vector  field  are  limited  to  second  order; 
this  improves  the  conditioning  of  the  stiffness  matrix  K.  Furthermore,  K  has  a  2  x  2  block 
structure  of  n  xn  submatrices  Kjj: 


which  can  be  utilized  to  optionally  rewrite  (7)  as  an  n  x  n  matrix  equation  Kfx  =  V  with: 

=  Ku  —  K12  *  K22  '  K21 ,  ¥  =  bi  —  K12  *  K22  *  £2  (9) 

whereby  solution  x  is  now  an  n  x  1  vector  containing  only  the  modulus  variables  The 
elimination  of  pressure  has  been  achieved  through  matrix  partitioning  rather  than  partial 
differentiation.  The  matrix  partitioning  operation  is  reliable  because  there  are  no  displacement 
terms  in  the  coefficient  of  the  V  p  term.  Therefore,  K22  is  a  noise-free  orthogonal  matrix  and 
the  inverse  is  trivial  to  compute. 

Tikhonov  regularization  (Hansen  et  al  1998)  is  formulated  by  the  problem: 

min{||tfx  -  fc||2  +  i?2||L(x  -  x0)||2}  (10) 

where  r\  is  the  regularization  parameter,  L  is  a  Laplacian  smoothing  operator  and  xQ  is  an  initial 
solution  guess.  Depending  on  the  value  of  rj,  the  solution  is  biased  towards  greater  smoothness 
and  away  from  the  actual  data  in  matrix  K.  The  solution  is: 

=  (KTK  +  ti2LTL)~l  (KTb  +  t}2LTx0)  (11) 

and  can  be  expressed  in  terms  of  the  generalized  singular  value  decomposition  (GSVD)  of  the 
matrices  K,  L  in  such  a  way  that  solutions  for  multiple  values  of  r\  are  efficiently  computed 
with  matrix  multiplication  operations  (Golub  and  van  Loan  1996). 

In  the  following  sections,  three  variants  of  the  stiffness  matrix  K  are  analysed,  and  will 
be  denoted  as  follows.  K2  refers  to  the  stiffness  matrix  of  equation  (7)  with  two  solution 
variables  and  size  2 n  x  2 n,  K2f  refers  to  the  stiffness  matrix  of  equation  (9)  with  one  solution 
variable  and  size  n  x  n.  Finally,  Kl  refers  to  the  stiffness  matrix  of  Chenevert  et  al  (1998) 
where  pressure  has  been  eliminated  analytically,  with  one  solution  variable  and  size  n  x  n. 
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Figure  1.  The  model  object  used  in  three-dimensional  simulations  was  a  cube  (thin  solid  lines) 
with  a  spherical  inclusion  (shaded).  The  object  was  discretized  on  a  48  x  48  x  48  grid,  and 
compression  was  simulated  with  a  constraint  (arrows)  in  the  direction.  The  model  object  used  in 
two-dimensional  linear  inversion  calculations  corresponds  to  the  central  x\ ,  *2  plane  of  the  three- 
dimensional  object,  as  outlined  in  the  thick  solid  lines.  The  2D  object  was  discretized  on  a  32  x  32 
grid. 


Figure  2.  Experimental  apparatus  used  to  apply  quasistatic  deformation  to  test  objects  in  the  bore 
of  the  magnet.  The  sinusoidal  motion  of  the  compressor  is  achieved  through  a  camshaft  driven 
by  a  rotary  ultrasonic  motor  at  1-2  Hz.  Two  vertical  plates  are  shown  constraining  the  sample 
from  displacing  in  the  horizontal  direction,  while  the  sample  is  free  to  deform  in  die  direction 
perpendicular  to  the  page. 


3.  Methods 

Simulations  and  experiments  were  initially  conducted  to  demonstrate  that  plane-strain 
conditions  can  be  achieved  in  a  three-dimensional  object  through  use  of  physical  constraints. 
A  three-dimensional  inclusion  object  was  simulated  with  a  48  x  48  x  48  mesh  (figure  1). 
A  compression  of  5%  was  simulated  with  zero-displacement  constraints  applied  at  the 
direction  boundaries.  The  experimental  three-dimensional  inclusion  phantom  was  constructed 
from  plastisol  PVC  (M-F  Manufacturing  Company,  Fort  Worth,  TX),  having  an  inclusion 
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a)  simulation 


b)  experiment 


Figure  3.  Simulated  and  experimental  strains  in  athree-dimensional  inclusion  object,  (a)  Simulated 
results  are  shown  for  strain  components  etu  Q2,  and  £33,  The  strain  in  the  restricted  direction  (e&) 

is  near  zero.  The  bottom  graph  shows  horizontal  (xi)  profile  plots  of  e\\  ( - ),  e22  ( - )  and 

£33  ( - )*  (b)  Experimental  results  for  strain  components  e\\,  and  e\\  +022*  The  bottom 

graph  shows  horizontal  (xj)  profile  plots  of  en  ( - )» e22  { - ■),  mden+e22  ( - )  which  are 

qualitatively  very  similar  to  simulation.  The  aspect  ratio  is  slightly  different  because  the  phantom 
was  rectangular  while  the  simulation  was  square. 


modulus  of  25.7  kPa  and  an  exterior  modulus  of  11.9  kPa,  as  measured  independently  with 
benehtop  apparatus.  The  phantom  was  placed  in  an  MR-compatible  compressor  device  driven 
by  ultrasonic  motor  (USR60-N4,  Shinsei  Corp„  Tokyo  Japan)  as  illustrated  in  figure  2.  Side 
panels  were  positioned  to  constrain  this  object  in  the  x3  direction  (Le,  left/right  in  figure  2),  and 
the  motion  measured  in  orthogonal  directions  with  a  stimulated-echo  phase  contrast  method 
(Chenevert  et  al  1998),  Imaging  parameters  used  were  Tmix  =  100  ms,  TE  =  12,4  ms,  two 
signal  acquisitions,  64  x  64  matrix  in  a  9  cm  field  of  view,  and  4  mm  slice  thickness.  The 
imaging  sequence  was  prospectively  gated  to  the  sinusoidal  motion  signal,  which  had  a  period 
of  660  ms  and  an  amplitude  of  4  mm. 

The  linear  inversion  was  evaluated  with  simulated  data  in  two-dimensional  plane  strain  to 
compare  the  three  different  discretization  methods  (K 1,  K2,  K2%  The  model  geometry  had 
a  circular  inclusion  within  a  square  field  of  view,  denoted  by  heavy  lines  in  figure  1 .  The  sharp 
transition  in  modulus  distribution  was  smoothed  slightly  with  a  5  x  5  Gaussian  convolution 
filter  having  a  full- width  half-maximum  of  2.2  pixels.  This  smoothing  is  required  because 
the  finite  difference  approximations  which  are  made  in  assembling  equation  (7)  are  first-order 
central  differences,  meaning  that  sharp  discontinuities  cannot  be  properly  reconstructed.  A 
finite  element  numerical  method  (Abaqus  v5.8.1,  HKS  Inc.)  was  used  to  generate  displacement 
data  from  this  geometry  corresponding  to  a  strain  of  5%.  Normally  distributed  noise  was  added 
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grid  size 


Figure  4,  The  stiffness  matrix  condition  number  for  each  of  the  discretization  methods 
(K 1,  K2,  K2r)  is  plotted  as  a  function  of  grid  size.  The  grid  size  is  the  number  of  discrete  nodes 
per  spatial  dimension.  All  subsequent  inversions  used  a  grid  size  of  32  x  32, 


to  the  displacement  vector  to  establish  a  signal/noise  ratio  in  the  displacement  data  that  would 
correspond  to  experimentally  measured  data.  Since  displacement  varies  throughout  the  field 
of  view  in  quasistatie  elastography,  the  displacement  SNR  is  quoted  as  the  ratio  of  maximum 
displacement  at  the  object  surface  to  standard  deviation  of  the  noise.  These  noisy  displacement 
data  then  became  the  input  to  the  inverse  calculation.  The  computing  time  for  the  GSVD  of 
the  matrices  K,  L  is  proportional  to  n3,  and  took  about  90  min  on  a  Sun  Ultra  10  workstation 
for  the  K2  matrix  on  a  32  x  32  grid. 

Two  theoretical  methods  of  selecting  t)  were  initially  studied.  The  discrepancy  principle 
(Morozov  1984),  which  balances  the  residual  norm  ([|  Kx  -  b  ||2)  against  the  noise  in  b , 
tended  to  oversmooth  the  result  in  the  simulations.  Furthermore,  the  noise  in  b  may  not  be 
precisely  known  in  experimental  data,  so  this  method  was  discarded.  L-curve  analysis  (Hansen 
et  al  1998),  which  balances  the  residual  norm  against  the  smoothing  norm  (||  Lx  ||2)  yielded 
good  results  for  very  high  SNR,  With  the  lower  SNR  values  selected  in  this  study,  the  L- 
eurve  approach  was  also  unsuccessful.  Consequently,  the  ‘best*  value  of  r\  was  difficult  to 
define  in  a  numerical  fashion.  Instead,  14  trial  solutions  were  generated  with  t)  values  ranging 
over  two  orders  of  magnitude.  The  value  of  ??  was  determined  empirically  from  that  solution 
which  presented  a  reasonable  balance  between  numerical  artefact  and  over-smoothing  of  the 
inclusion.  The  trial  solutions  required  only  a  few  minutes  to  generate  once  the  GSVD  of  the 
matrices  K,  L  was  available.  Typical  values  of  rj  ranged  between  0.05  and  0.1  for  the  various 
simulations  in  this  study.  In  addition,  the  experimentally  measured  displacement  data  were 
processed  with  the  K2  discretization. 


4.  Results 

Figure  3  presents  simulated  and  experimental  results  for  compression  of  a  three-dimensional 
object  under  lateral  constraint.  In  the  simulation  (figure  3(a)),  the  strain  component 
corresponding  to  the  constrained  direction  fe3)  shows  that  a  good  state  of  plane  strain 
is  achieved.  The  experimental  results  (figure  3(b))  show  the  strain  components  measured 
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Figure  5.  Linear  inversion  reconstruction  results  are  shown  for  various  SNR  levels  in  the  simulated 
displacement  data.  All  images  are  displayed  with  the  same  colourmap.  (a)  The  left  column 
of  images  shows  the  modulus  reconstruction  by  LU  decomposition  (unregularized)  from  the  K2 
discretization.  As  the  SNR  level  decreases  below  1000,  the  solution  rapidly  diverges,  (b)  The  right 
column  shows  the  regularized  modulus  reconstruction  for  each  discretization  and  SNR  ~  1000,  as 
well  as  the  K2  pressure  reconstruction.  The  regularization  parameters  were  0.05, 0.1  and  0.06  for 
Kl,  K2  respectively. 


in  the  two  unconstrained  dimensions  e\\  and  £22*  The  component  £33  was  not  measured 
experimentally  so  the  sum  en  +  e2i  is  shown  in  comparison  with  the  component  e33  of  the 
simulation.  A  horizontal  profile  of  £11+622  demonstrates  that  en  —  — e2i .  Since  the  Poisson’s 
ratio  of  plastisol  is  >0.499  (Erkamp  et  al  1998),  the  trace  of  the  strain  tensor  should  be  zero, 
and  thus  it  is  concluded  that  there  is  virtually  no  strain  in  the  jc3  direction. 

The  stiffness  matrix  K  can  be  characterized  by  the  condition  number,  which  is  a  measure 
of  the  sensitivity  to  perturbations  in  the  displacement  data  such  as  noise  or  discretization  errors 
(Golub  and  van  Loan  1996).  In  figure  4,  the  matrix  condition  is  plotted  for  each  discretization 
method:  combined  pressure/modulus  (K2),  modulus  only  by  matrix  partitioning  (K2f)  and 
modulus  only  by  partial  differentiation  (AT  1).  The  grid  size  is  the  number  of  discrete  nodes 
per  spatial  dimension.  As  the  relative  degree  of  perturbation  approaches  the  reciprocal  of 
the  condition  number,  the  LU  decomposition  solution  to  equation  (7)  will  typically  begin  to 
diverge.  The  graph  in  figure  4  shows  the  relative  advantage  in  matrix  conditioning  in  K2  and 
K21  where  calculation  of  the  third  spatial  derivative  of  displacement  has  been  avoided. 

Figure  5  shows  results  for  the  linear  inversions  on  simulated  two-dimensional  data.  In 
the  left  column  (figure  5(a)),  the  LU  decomposition  (unregularized)  modulus  reconstruction 
of  the  K 2  stiffness  matrix  is  shown  for  various  displacement  SNR  between  500  and  5000. 
The  solution  diverges  for  SNR  below  1000.  In  the  right  column  (figure  5(b)),  the  regularized 
solution  for  each  of  the  three  discretizations  (JH,  K2,  K2!)  is  presented  for  SNR  —  1000. 
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Figure  6.  RMS  error  for  the  regularized  modulus  reconstruction  by  each  discretization  method 
(Kl,  K  2%  K 2 f)  is  plotted  as  a  function  of  the  displacement  SNR.  Data  points  (circles)  are  connected 
by  straight  lines  for  qualitative  comparison. 


The  effect  of  regularization  may  be  directly  compared  on  the  third  row  of  the  figure,  where 
the  K2  modulus  reconstruction  is  presented  with  and  without  regularization.  Although  much 
artefact  is  removed  by  the  regularization,  there  is  clearly  some  attenuation  of  the  modulus  as 
well,  so  SNR  =  1000  can  be  interpreted  as  a  bare  minimum  requirement.  The  regularized 
modulus  reconstruction  for  K 2is  somewhat  worse  than  for  K 2,  and  the  inclusion  can  just  be 
detected  in  the  K 1  reconstruction.  The  pressure  reconstruction  from  the  K2  matrix  is  noisy 
and  of  less  intrinsic  interest,  except  as  a  means  of  obtaining  a  better  modulus  reconstruction. 

Figure  6  plots  the  rms  error  in  the  modulus  reconstruction  returned  by  the  three  methods 
of  discretization.  Depending  on  the  tolerance  on  this  reconstruction  error,  the  K2  and  K2f 
discretization  methods  offer  from  two  to  four  times  reduction  in  required  SNR  for  an  equivalent 
level  of  reconstruction  error.  Figure  7  illustrates  the  K2  modulus  reconstruction  of  the 
experimental  data  in  figure  3.  The  magnitude  image  (figure  7(a))  shows  a  relatively  good 
SNR  of  about  60,  There  are  approximately  two  cycles  of  phase  wrap  in  the  data,  so  the 
corresponding  displacement  SNR  is  roughly  2  x  lit  x  60  =  750.  The  noise  was  further  reduced 
by  50%  using  a  9  x  9  Gaussian  convolution  filter  of  full-width  half-maximum  1.5  pixels  prior 
to  reconstruction.  In  addition  to  reducing  noise,  this  filter  also  smooths  the  discontinuity  in  the 
displacement  data  due  to  the  sharp  boundary  of  the  inclusion,  as  required  for  central  difference 
approximation  of  differentiation.  The  regularized  modulus  reconstruction  is  shown  as  a  value 
relative  to  1  in  the  background  region  of  the  phantom  (figure  1(b) ).  Figure  7(c)  shows  a  line 
profile  of  the  reconstructed  modulus,  and  a  simulated  profile  corresponding  to  the  benchtop 
measurements  of  elastic  modulus  in  the  separate  material  components  of  the  phantom. 


5.  Conclusions 

In  direct  linear  inversion  of  MR  elastography  data,  SNR  requirements  are  fairly  high  due  to 
die  ill-conditioning  of  the  inversion  equations.  We  have  described  the  benefits  of  solving 
for  pressure  simultaneously  with  elastic  modulus  in  a  linear  inversion  procedure.  Retaining 
pressure  as  an  unknown  has  the  advantage  of  improving  the  conditioning  of  the  numerical 
problem,  but  it  carries  an  additional  computational  expense  of  roughly  a  factor  of  eight. 
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Figure  7,  (a)  A  32  x  32  region  of  interest  in  the  magnitude  image  of  die  three-dimensional 
inclusion  phantom  shows  relatively  high  SNR  of  60,  The  inclusion  appears  dark,  due  to  a  shorter  T2 
relaxation  time.  The  dark  area  at  bottom  right  is  an  air  bubble.  ( b )  Relative  modulus  reconstruction 
of  experimental  data  from  K2  discretization  on  a  32  x  32  grid,  (c)  Line  profile  of  reconstructed 
modulus  (solid  line)  compared  with  the  true  modulus  of  the  phantom  as  measured  separately  on 
benchtop  apparatus  (dashed  line). 

If  matrix  partitioning  (rather  than  partial  differentiation)  is  used  to  eliminate  the  pressure 
term,  a  good  compromise  is  obtained  whereby  computation  time  is  not  affected,  but  some 
noise  tolerance  is  gained.  The  decrease  in  SNR  that  can  be  tolerated  by  using  the  K2  or  K2f 
discretizations  ranges  from  two  to  four.  The  recent  integral  formulation  of  the  K 1  discretization 
(Skovoroda  et  al  1999)  is  also  designed  to  address  this  noise  sensitivity. 

Many  investigators  have  identified  the  goal  of  solving  a  three-dimensional  modulus  dis¬ 
tribution  with  accompanying  3D  displacement  data  set.  However,  even  a  low-resolution  3D 
reconstruction  is  a  challenging  numerical  problem  and  data  acquisition  requirements  are  sub¬ 
stantial  (Chenevertefa/ 1999).  As  an  alternative,  we  have  demonstrated  with  phantoms  made  of 
incompressible  materials  that  confinement  techniques  may  be  used  to  effectively  produce  plane- 
strain  conditions,  such  that  measurement  and  analysis  can  be  conducted  in  two  dimensions. 

The  sensitivity  to  perturbation  in  the  inversion  equations  means  that  filtering  must  be 
considered  for  two  purposes.  If  the  displacement  SNR  is  low,  then  the  noise  must  be  reduced 
to  obtain  SNR  >  1000.  If  the  SNR  is  high,  some  filtering  must  still  be  applied  to  eliminate 
discontinuities  which  cannot  be  reconstructed  by  low-order  finite  difference  approximations.  It 
is  possible  to  use  finite  difference  approximations  corresponding  to  higher-order  interpolating 
polynomials,  but  if  it  is  known  in  advance  that  some  low-pass  filtering  will  be  required  to  deal 
with  noise  in  the  data,  then  first-order  approximations  are  sufficient.  While  the  requirement 
of  SNR  >  1000  is  high,  we  have  recently  demonstrated  in  vivo  displacement  SNR  of  300  in 
parenchymal  tissue  (Plewes  et  al  2000).  In  that  procedure,  two  components  of  displacement 
were  obtained  in  one  slice  location  during  four  minutes  of  scan  time.  Improvements  to  our 
phased  array  detector,  combined  with  the  option  of  increasing  the  relatively  brief  scan  time, 
should  be  sufficient  to  obtain  a  displacement  SNR  of  1000  in  vivo.  Nevertheless,  the  linear 
inversion  is  a  demanding  problem  and  may  ultimately  be  inappropriate  for  use  in  vivo\  Plewes 
et  al  (2000)  also  contains  a  discussion  of  a  more  robust  reconstruction  methodology. 
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In  the  context  of  breast  MRI,  it  can  be  assumed  that  lesion  detection  is  accomplished 
with  Gd-DTPA  enhanced  3D  MRI.  Elastography  must  only  help  classify  a  particular  lesion  as 
benign  or  malignant.  Thus,  reconstruction  is  only  required  on  a  localized  ROI  surrounding  a 
specific  lesion  of  interest,  which  greatly  simplifies  the  numerical  complexity  of  the  problem,  as 
originally  noted  in  Skovoroda  et  al  (1994).  The  32  x  32  grid  described  above  is  representative 
of  the  size  required  for  a  localized  reconstruction. 
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